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Abstract
Bone age assessment is a method of assigning a level of biological maturity to a child. It
is usually performed either by comparing an x-ray of a child’s left hand and wrist with an
atlas of known bones, or by analysing specific features of bones such as ratios of width to
height, or the degree of overlap with other bones. Both methods of assessment are labour
intensive and prone to both inter- and intra-observer variability. This is motivation for
developing a computerised method of bone age assessment.
The majority of research and development on computerised bone age assessment has fo-
cussed on analysing the bones of the hand. The wrist bones, especially the carpal bones,
have received far less attention and have only been analysed in young children in which
there is clear separation of the bones. An argument is presented that the evidence for ex-
cluding the carpal bones from computerised bone age assessment is weak and that research
is required to identify the role of carpal bones in the computerised assessment of bone age
for children over eight years of age.
Computerised analysis of the carpal bones in older children is a difficult computer vision
problem plagued by radiographic noise, poor image contrast, and especially poor defini-
tion of bone contours. Traditional image processing methods such as region growing fail
and even the very successful Canny linear edge detector can only find the simplest of bone
edges in these images. The field of partial differential equation-based image processing
provides some possible solutions to this problem, such as the use of active contour mod-
els to impose constraints upon the contour continuity. However, many of these methods
require regularisation to achieve unique and stable solutions. An important part of this
regularisation is image denoising.
Image denoising was approached through development of a noise model for the Kodak
computed radiography system, estimation of noise parameters using a robust estimator of
noise per pixel intensity bin, and incorporation of the noise model into a denoisingmethod
based on oriented Laplacians. The results for this approach only showed a marginal im-
provement when using the signal-dependent noisemodel, although this likely reflects how
xiii
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the noise characteristics were incorporated into the anisotropic diffusion method, rather
than the principle of this approach. Even without the signal-dependent noise term the ori-
ented Laplacians denoising of the hand-wrist radiographs was very effective at removing




Introduces the different methods of bone age assessment and the need for automation as
a means of reducing inter- and intra-observer variability. Background terminology is also
introduced in this chapter.
Chapter 2
An extensive review of computer-assisted, user-assisted, and automated methods of esti-
mating bone age. Also presented in this chapter is a model of a system for computerised
assessment of bone age. The chapter concludes with a review of the role of the carpal bones
and the importance of researching the role of these bones in systems for the computerised
assessment bone age. The area that has received the least attention in the computerised
assessment is the role of the carpal bones in older children.
Chapter 3
Essential mathematical concepts, terminology, and notation.
Chapter 4
The pixel intensity and noise characteristics of the Kodak CR system is analysed in-depth
and a noise model is developed for the radiographic images. The pixel intensity and noise
characteristics were studies using a phantom specially constructed to provide a radiograph
that allowed the computed radiography system to be testing in the ‘clinical’ hand process-
ing mode.
Chapter 5
A comprehensive review of preprocessing tasks for computerised bone age assessment.
The findings from Chapter 4 are used to identify radiographic markers.
Chapter 6
Impulse noise removal is addressed using a dual-task of detection and elimination. A me-
xv
xvi Preface
dian absolute deviation (MAD) robust statistic is used to detect the impulse noise. The
same estimator is used to estimate the noise components of the radiographic images and
this noise model is used in a denoising method based on anisotropic diffusion. This chap-
ter includes an extensive investigation into the use of the MAD estimator for measuring
the statistics of radiographic images that undergo logarithm conversion of the pixel inten-
sities. The chapter concludes with the finding that at this stage incorporation of the noise
information into the oriented Laplacians diffusion only marginally improves the success
of the denoising method.
Algorithm implementation
Unless stated otherwise, all algorithms and numerical methods used in this thesis were im-
plemented using MATLABr R2007b, with some function support from the Image Process-
ing Toolbox — The MathWorks Inc. (http://www.mathworks.com, accessed September
2009). Additional functionality was added to MATLABr using Microsoft Visual Studio c©
2005. Sigmaplotr 8.02a (http://www.sigmaplot.com) was used to fit curves to most of the
data presented in this thesis. This fitting used the Marquardt-Levenberg algorithm.
Abbreviations and acronyms
Abbreviations and acronyms used in this thesis are listed here for reference . Mathematical
notation is introduced in Chapter 3.
2D, 3D two-dimensional and three dimensional, respectively
ACM active contour model
CASAS computer-aided skeletal age scoring system
CR computed radiography
CROI carpal region of interest
DICOM Digital Imaging and Communications in Medicine
EI Exposure Index – specific to the Kodak CR system
Eqn. equation
Fels FELS (bone age assessment method)
GFR Gibbs random field
GHD growth hormone deficiency
GP Greulich–Pyle (bone age assessment method)
Gy gray – a measure of radiation dose
kVp peak kilovoltage applied to an x-ray tube
MAD median absolute deviation - a robust estimator of statistical dispersion
PACS picture archiving and communication system
PROI phalangeal region of interest
ROI region of interest
RMS root mean square
RUROI radius-ulna regions of interest
RUS radius, ulna, and short bones
SNR signal-to-noise ratio




Assessment of Skeletal Maturity
The evaluation of skeletal maturity through bone age assessment is a frequently performed
paediatric x-ray examination, and is important for the management of childhood growth
disorders [Rucc95]. The assessment is based on analysis of features in an x-ray of a child’s
left hand and wrist, and compares these with known standards to estimate a child’s bio-
logical age.
Accurate and reproducible bone age assessment is a difficult and time consuming radio-
logical procedure. It is mainly used as part of the assessment of children with growth dis-
orders. This chapter provides background material about the procedure and describes the
problems associatedwith it. Building on the need for improved accuracy and reproducibil-
ity of bone age assessment in clinical applications, the chapter finishes with a discussion of
the need for automated assessment of bone age.
1.1 Skeletal maturation
Many physiological and anatomical changes occur as a child matures. The most obvious
is a change in height that is often used to monitor the growth of children. The skeletal
differences between young and old children extend beyond height alone. For example,
there are large differences in the shape of some bones as a child ages. It is these bony
differences that define skeletal maturity as an indicator of the physical maturity of a child.
This section provides bone development information that is necessary to understand the
process of skeletal maturation of the hand and wrist and the concept of bone age. It intro-
duces terminology that is used throughout this thesis.
1
2 Assessment of Skeletal Maturity
1.1.1 Skeletal development
The change in height of a child is mostly due to elongation of the long bones of the skeleton.
The bones lengthen because of the proliferation of cells in growth plates at the ends of the
bone. As these cells develop, bone matrix is laid down and this calcifies to form bone
tissue, a process referred to as ossification.
The bones do not just grow longer and wider as a child ages. For example, although many
of the bones of the hand are present at birth, the bones of the wrist (the carpal bones)
appear at various times during early childhood. Similarly, the ends of some bones appear
and develop separately, then fuse with the main part of the bone when growth is complete.
It is important to understand these types of changes because many can be demonstrated
radiographically and used as indicators of skeletal maturity.
1.1.1.1 Bone development and terminology
There are two types of hand and wrist bones: long bones and short bones. Long bones,
as the name suggests, have a dominant long axis. They include the radius, ulna, and pha-
langes (Figure 1.1(a)). Short bones have no dominant long axis. The short bones of the
wrist, the carpal bones, are also shown in Figure 1.1(a) in a group between the metacarpals
and the radius and ulna. The two types of bones differ in their development.
The long bones start in the fetus as a model of cartilage surrounded by fibrous tissue.
Around the seventhweek of fetal development the cells in themiddle of the cartilage begin
to calcify in an area called the primary ossification centre. At the time of birth most long
bones have formed a tubular shaft called a diaphysis. The diaphysis is composed of an
outer tube of compact bone and central spongy bone containing a marrow cavity [Spen92,
p160]. At each end of the diaphysis is a cartilaginous cap, a region of growth that is grow-
ing away from the expanding primary ossification centre. This cartilage later forms its own
ossification centre, but at this stage the unossified cap of cartilage or epiphysis is separated
from the end of the diaphysis by a section of cartilage called the growth plate or physeal
plate (Figure 1.2). The end of the diaphysis nearest the growth plate is called the metaph-
ysis. The region of the growth plate next to the metaphysis is sometimes referred to as the
epiphyseo-diaphyseal junction. It is this junction that is responsible for the elongation of
the diaphysis and, hence, elongation of the bone.
The short bones of the wrist develop differently from the long bones. Although there
are similarities in the stages of ossification, the carpal bones are not ossified at birth and
they ossify solely via their primary ossification centres [Roch88, p7]. The carpal bones
develop from a cartilage model whose shape resembles what the bone will grow to look
like [Roch88, p8]. The cells in a piece of the cartilage become enlarged (hypertrophied) then
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(a) (b)
Figure 1.1 Radiographic anatomy of the left hand and wrist (a) outline of bones of the hand and
wrist (reproduced with permission from [Tann01] – Copyright Elsevier), (b) a typical radiograph
for bone age assessment. The carpal bones are the group between the metacarpals and the radius
and ulna
calcify to form spongy bone (cancellous bone) surrounded by a shell of compact bone. The
bone enlarges through a complex process resulting in conversion of the cartilage to spongy
bone, with the compact bone remaining approximately the same thickness. When the bone
approaches full maturity, an outer layer of cartilage remains as an articulating surface for
the bone.
Significant variations in carpal development can occur due to varying order of appearance
of bones, unexpected fusion or partitioning of bones, and formation of accessory elements
from nodules of cartilage. The potential for these variations needs to be considered when
investigating methods for incorporating carpal bone development into the assessment of
skeletal maturity. Even though these variations exist, there are some predictable compo-
nents to the carpal bone development. For example, the capitate and hamate bone ossifica-
tion centres are either the first or second to appear following ossification [Garn60]. These
predictable components can assist with the identification of the carpal bones on hand-wrist
radiographs.






Figure 1.2 Terminology used to describe epiphyseal regions.
1.1.1.2 The epiphysis, growth plate and bone fusion
The bony epiphysis forms as a secondary ossification centre in the cartilaginous cap at the
end of the bone. The process of bone formation is essentially the same as the primary
ossification centre, but occurs considerably later. The bony epiphysis is initially spherical,
so its projection onto a radiograph is circular. As it grows, it becomes more hemispherical
with its flat side adjacent to the growth plate [Buck00, p81]. Within a few years, the only
cartilage that remains is a thin layer on the outer, articular surface of the bony epiphysis
and the growth plate.
The growth plate is composed of cartilage that has three distinct zones, each having a
unique structure, biochemistry, and function [Buck00, p81]. The zone nearest the bony
epiphysis is called the reserve zone and although it does have the capacity to produce a
cartilage cell matrix, its function is largely unknown [Buck00, p82]. The middle, prolifer-
ation zone is composed of dividing and matrix-forming cartilage cells responsible for the
thickening of the plate. The zone closest to metaphysis/diaphysis is the zone of provi-
sional calcification and is composed of large cartilage cells that die and become calcified.
The calcified cells are invaded by cells from the metaphysis that break them down to form
new bone tissue. The rate of cell formation in the reserve and proliferation zones, and the
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rate of cell loss at the junction with the metaphysis, are usually the same, so the growth
plate thickness is maintained as the bone lengthens.
The growth plate widens transversely as the bone grows longitudinally, but the face of
the epiphysis that is at the junction with the plate widens more rapidly than either the
plate or the metaphysis [Roch88, p6]. The result is a change in the ratio of the metaphysis-
epiphysis diameters with maturation. Similarly, a thin radiopaque layer of bone appears
on the metaphyseal side of the epiphysis as the metaphysis and epiphysis become nearly
parallel prior to growth plate fusion [Roch88, p6]. These are both examples of bony changes
that act as indicators of maturation due to changes in the growth plate.
During the late stages of bonematuration, the cartilage growth rate on the epiphysis side of
the growth plate slows, causing diminishing growth plate thickness [Buck00, p161]. Start-
ing from the centre of the bone, the epiphysis and diaphysis begin to fuse [Roch88, p7].
This process is sometimes referred to as epiphyseo-diaphyseal fusion, or simply fusion of
the growth plate. Once the growth plate has been replaced by bone, the bone cannot grow
any longer. All that remains is a thin, radiopaque layer of bone referred to on radiographs
as an epiphyseal line. This layer is resorbed after fusion, but the process may take several
years [Roch88, p7]. It is at this point that the bone is considered fully mature.
Many factors influence the proliferation and transformation of cells within the growth
plate, and the interaction of the growth plate with the metaphysis. For example, growth
hormone has an effect on cellular proliferation [Buck00, p90]. Genetic factors, hormones
and vitamins affect the growth plate, and imbalances in these growth factors will influence
the growth and maturation of the bone. For example, a deficiency of thyroid hormone
results in a decrease in cell division in the proliferation zone, causing growth retarda-
tion [Buck00, p89]. These bone changes can be investigated radiographically and used
as markers of disease.
1.1.2 Growth and skeletal maturity
Assessment of the degree of physical maturity of a child is important for both their medical
and psychological management. Surgeons require assessment of the physical maturity of
children to plan some orthopaedic operations. Certain medications and therapeutic pro-
cedures have an effect upon the growth and development of children, and assessment of
physical maturity can influence decision making and patient management. Clinicians fre-
quently face children (and parents) who want to knowwhy they are much taller or shorter
than their friends, and if they are going to continue to be that way. Often patient history
and clinical observations will be sufficient to offer reassurance, but in many circumstances
it is important to estimate physical maturity using a reliable and easy-to-perform proce-
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dure.
This section introduces background information on growth and discusses the role of skele-
tal maturity in the assessment of physical maturity.
1.1.2.1 Height as a maturity indicator
Normal childhood growth is a complex process involving the interaction of numerous in-
trinsic and extrinsic factors. Although children normally grow in a predictable and orderly
manner, some children do not have a normal pattern of growth and this can be the first
sign of a number of disease processes [Wils98, p1428]. It is for this reason that accurate
measurement of height is an important part of the physical examination of a child [Wils98,
p1428] [Gree01, p163]. The first absolute measurement of a child usually gives a deviation
from normal childhood development by comparing selected body measurements against
a series of percentile curves for a given population of normal children.
These percentile curves have their limitations. Firstly, they are usually developed from
cross-sectional data - measurements made at a single point in time, or in this case, age. The
curves are an average across the population and are of questionable value for the assess-
ment of adolescents because of age differences for the onset of puberty [Wils98, p1430].
Secondly, the curves do not properly define the growth status of children above the 97th
and below the 3rd percentiles; these being the children who require the most thorough
assessment. Lastly, a child who has a normal initial height measurement, according to
the percentile curves, may not be growing normally. The growth of a tall child may slow
down or stop, but they may not fall below normal range of the percentile curves. It is for
this reason that subsequent measurements are usually required to determine the child’s
growth rate or velocity. Finally, some syndromes caused by a genetic abnormalities result
in growth rates and patterns that cannot be monitored using growth charts [Roch88, p12].
Such children require assessment of maturity using other means.
1.1.2.2 Maturity and skeletal maturity indicators
The physical development of normal children from soon after birth through to adolescent
puberty is usually a predictable and orderly sequence of stages. Although the concept of
physical maturity is intuitively simple, defining it and using a method to measure it is
difficult [Tann01, p1] [Mars77, p87].The problem is that children pass through these stages
at both varying rates and varying ages. This means that children of the same chronological
age may differ in both the rate they approach (physical) adulthood, and how far they are
away from that final point of development – physical maturity.
Useful indicators of physical maturity should ideally be based on maturational processes
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that occur in all normal individuals during growth, and they should have an endpoint that
is the same in all individuals [Mars77, p87].
A maturity indicator describing a single event is considered of little value. It is more use-
ful to have a sequence of events or stages that all individuals pass through in the same
order [Tann01, p1] [Mars77, p87]. Ideally, this sequence of stages should evenly span the
physical development of a child from birth to adulthood, with each stage representing an
equal step towards adult maturity [Mars77, p87]. However, no such sequence currently
exists. A practical option is to use multiple different overlapping maturational sequences.
Because there are many bones of the skeleton that grow and mature at various times dur-
ing the development of a child, the skeleton provides many simultaneous sequences, each
of which can be described by skeletal maturity indicators.
The changes seen in the skeleton are not just growth of the long bones, but include appear-
ance of new growth centres, fusion of existing growth plates, and changes in the shape
of bones. These changes can be viewed in their entirety as the successive transforma-
tion of bones from initial ossification through to their final shape and growth plate fusion,
where relevant. This process is called skeletal maturation. It is a remarkably orderly pro-
cess and usually involves sequences of events that are reproducible from one child to the
next [Zeri91].
Quantifying skeletal maturity is difficult because skeletal maturation is a dynamic, contin-
uous process with no simple measure such as length. Most methods of assessing skeletal
maturity use skeletal maturity indicators to artificially divide the developmental interval
from newborn to adult. These skeletal maturity indicators are usually based on the plain
film radiographic appearance of bone tissue and include ossification centre relative size
and shape, and physeal narrowing and ossification.
The types of skeletal maturity indicators depend on the bone being investigated and,
hence, on the area of the body being studied. The two most common indicators for bones
are the onset of ossification of the bone or epiphyses, and the fusion of the physes (Fig-
ure 1.3. These are the two extreme stages of development and there is much more in-
formation available in the intermediate stages of bone development between these two
points. Any method of skeletal maturity assessment would be inefficient if it was based
only on these two indicators, but the difficulty with using intermediate stages is that some
of them are hard to recognise and the resulting errors can have a large impact upon any
assessment [Mars77, p88]. To be useful, the indicators for intermediate stages should have
occurred in all children who have attained a certain level of skeletal maturity. Further-
more, any intermediate stages should allow for a reasonably uniform division of the span
of development.
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Figure 1.3 Examples of skeletal maturity indicators for the middle phalanges. As the bones mature,
the epiphysis caps the metaphysis (G), followed by the start of fusion of the epiphysis and metaph-
ysis (H), and finally the completed fusion of the epiphysis and metaphysis - with the line of fusion
disappearing (I). The stages G, H, and I are from the TW3 method introduced in Section 1.2.3.2
(adapted with permission from [Tann01] – Copyright Elsevier).
Skeletal maturity indicators are of little use individually because they usually only cover
a limited interval of bone development. Some of them are defined as an event (a single
stage), the onset of ossification being one example. In order to both span and evenly di-
vide the interval of full development, it is necessary to compound indicators to provide a
reliable measure of skeletal maturity. There have been many techniques developed for do-
ing this, althoughmost can be placed into one of two categories: atlas methods and scoring
methods.
The atlas methods present the assessor with an atlas of radiographs representing the aver-
age skeletal development of healthy children of various chronological ages. The assessor
then compares a child’s radiograph with the atlas to try to find the radiograph that most
closely matches. This matching process is often an overall impression of the radiograph
by considering a number of skeletal maturity indicators, although some assessors try to
look at individual bones and average the results. The assessment results in the child being
assigned a skeletal age that equates to the chronological age of the radiograph the child
most closely matched.
Scoring methods score the development stages of individual bones using skeletal maturity
indicators. The scores are then combined to generate an equivalent skeletal age that, like
the atlas method, is a representation of the child’s skeletalmaturitywith respect to a normal
age-related standard. These methods can be as simple as counting ossification centres,
through to methods of assessing many stages of many bones. Similarly, the scoring system
can be designed for a simple averaging of scores, through to more elaborate systems of
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scores that vary with the chronological age of the child [Roch88]. A major advantage of
this method is that only one set of radiographs is required for skeletal maturity indicators
because the indicators are the same for each sex, and timing differences can be incorporated
into the scoring system. Details of some of these methods are presented in Section 1.2.
1.1.2.3 Choice of the hand-wrist for skeletal maturity assessment
The ideal assessment of skeletal age would involve studying many bones of the body. Un-
fortunately, current costs, long interpretation times, and excessive radiation exposure from
radiographs mean that currently this is neither desirable nor practical [Kapl82, p9]. There
has been considerable research investigating the portion of the skeleton that best represents
the overall development of the skeleton, and numerous methods have been developed for
different body regions. These methods range from a detailed evaluation of a single region
of the body, through to evaluation of most of the 100 possible ossification centres [Grah72].
Areas that have been looked at include the foot, shoulder, ankle, hip, elbow, cervical spine,
and the hand-wrist [Leit87].
As discussed earlier, if a skeletal age assessment method is to be useful, it is important that
it be applicable over a wide range of skeletal development. Some skeletal age methods
have a limited range of usefulness, some of which is due to the area of the body they
examine. For example, the 27-point Sauvegrain scoring system for ossification of the elbow
is limited to the period of the pubertal growth spurt when the elbow shows radiographic
changes (girls 10–13 years; boys 12–15 years) [Dime05]. The area of the skeleton that has
proved most useful is the hand and wrist. The bones of the hand and wrist provide many
parallel sequences of changes with physical maturation [Tann01, p1] that cover the period
from birth to maturity. Although changes in individual bones tend to stop and start, at any
one point in time a number of bones are still undergoing changes and skeletal maturity
indicators from each of these bones can be combined to provide a skeletal age estimate. In
this thesis the term “bone age” will be used for the assessment of skeletal age using the
hand and wrist radiograph.
1.1.3 Applications of bone age assessment to disorders of growth
There are three main applications of bone age assessment in disorders of growth: diag-
nosis of growth disorders; prediction of adult height; and monitoring of growth hormone
replacement therapy.
1.1.3.1 Diagnosis of growth disorders
There are many causes of abnormal growth in children. They can be categorised into hor-
monal and non-hormonal causes. The non-hormonal causes include genetic disorders,
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chronic disease such as kidney disease, andmalnutrition. Hormonal causes include growth
hormone disorders, sex hormone disorders, diabetes, thyroid disease, and problems with
vitamin D metabolism. Many of these causes can be easily diagnosed through clinical
symptoms and blood tests. One major exception is growth hormone deficiency. Growth
hormone deficiency is especially difficult to diagnose using a blood test because of the pul-
satile secretion of growth hormone into the blood stream. A correct diagnosis is important
because a deficiency impacts on the growth and development of many organs such as the
skeleton and also a number of metabolic functions. A deficiency can also indicate other
possible hormone disorders, or a tumour in the pituitary gland in the brain.
Usually investigation of a growth disorder starts with a clinical assessment of a child and
measurements such as height, weight, and rate of growth. By combining these with a
child’s bone age assessment, it is possible to differentiate between broad categories of
growth disorders. For example, when there is an intrinsic defect in the skeletal system
there is slow bone growth, yet the skeletal maturation does not slow down [Kapl82, p10].
The bone age is either not delayed or the delay is much less than expected based on the
height of the child. However, when there are factors involved outside of the skeletal system
(extrinsic factors), both growth and skeletal maturation can be retarded, such as in malnu-
trition where there is impairment of growth and epiphyseal maturation [Kapl82, p10]. A
bone age assessment can prove important by identifying discordance between growth and
maturation.
Although it appears that bone age assessment has an important role in the diagnosis of
growth disorders, what is unclear is the accuracy and reproducibility requirements for the
bone age estimate. For example, the Growth Hormone Research Society, in its consensus
guidelines in 2000, recommended the routine estimation of bone age for children over the
age of one year for those children with growth failure [Soci00]. They also recommended
that the bone age assessment should be performed by an“experienced person”, although
they did not specify acceptable accuracy and reproducibility requirements for bone age
assessments in order to gauge what is meant by an“experienced person” There is a dis-
tinct lack of consensus, even discussion, in the literature on what constitutes acceptable
performance for the assessment of bone age in the diagnosis of growth disorders. When a
single measurement of bone age is required for diagnosis, it has been suggested that great
accuracy is not required - a tolerance of ± 0.5 years would be acceptable [Buck83]. Se-
rial observations, designed to show changes over time, demand a much greater accuracy,
although the same author did not specify a tolerance for such bone age estimates.
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1.1.3.2 Prediction of adult height
An important consideration in the management of growth disorders and short stature is
the psychosocial well-being of the child. One aspect of this is the prediction of adult height,
often for the purposes of providing reassurance to both child and parents [Mars77, p14].
Most methods of bone age assessment have associated with them some method of pre-
dicting final adult height. Modern methods include variables of chronological age, sex,
duration of observations of height and bone age, and age in relation to menarche [Buck83].
There is, however, concern about the accuracy requirements for the bone age estimates
used in these predictions. In a longitudinal study of 23 boys about to enter puberty, Roem-
mich et al. compared three methods of predicting adult height based on the three methods
of bone age assessment [Roem97]. They found that a major source of error in the predic-
tion was the bone age, especially during the pubertal growth spurt. They attributed some
of the error in the bone age assessments to the reference populations used to develop the
tests, and questioned whether prediction models could be transferred to different popu-
lation groups. Concern has also been expressed about errors of height prediction models
due to errors in bone age assessment [Buck83].
1.1.3.3 Monitoring growth hormone treatment
Many forms of growth failure and growth hormone deficiency (GHD) are treatedwith syn-
thetic human growth hormone. Growth hormone is expensive and many countries have
national programmes for monitoring and regulating it’s public use. The estimated annual
cost in the United Kingdom of treating a 30 kg child with growth hormone is £6103 if
they have growth hormone deficiency, and up to £11132 if they have chronic renal insuffi-
ciency [Clin02]. Australia and the United Kingdom treat approximately the same number
of children per million population under the age of 20 years, and the Australian cost is
estimated at A$16 million per year [Wert96]. Given the costs involved, it is understandable
that there is interest in the optimisation of treatment [Wert96].
This optimisation of treatment includes selecting children who are appropriate for treat-
ment (entry criteria); monitoring whether children are responding to treatment (response
criteria); only giving as much growth hormone as necessary; and deciding when a child or
young adult should stop treatment (exit criteria). Each of the national programmes has dif-
ferent criteria and different emphases on the role that bone age assessment has in treatment
optimisation.
In a 1993 survey of growth hormone treatment practices among 251 paediatric endocrinol-
ogists, pre-treatment growth velocity was the most important criterion for commencing
growth hormone treatment [Wyat95]. Bone age was the only laboratory test always used
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by the majority of physicians in deciding when to start and stop treatment. Sixty percent
of the endocrinologists used it in their decision to start treatment. Furthermore, bone age
was ranked 5th out of 14 criteria both for starting and for stopping treatment.
Serial bone age observations may be used to monitor response to growth hormone. The
2005 Australian guidelines for use of human growth hormone [Heal05] requires submis-
sion of a bone age assessment every twelve months. For ongoing treatment the child must
have either achieved the 50th percentile of growth velocity for bone age, or achieved and
maintained other auxological measures based on chronological age or based on the aver-
age parental height. If none of these measures have been met, the growth hormone dose
is increased to the maximum allowable for 6 months. If after 6 months none of the criteria
have been met, treatment is ceased. This is an example of the indirect use of bone age as
part of the monitoring of response and adjustment of treatment.
However, there is controversy over monitoring, with a concern that bone age assessment
may be inappropriately used to adjust treatment regimes, and that changes seen may be
confused with those seen during puberty [Buck83]. A study using data from the United
States National Cooperative Growth Study found that children who had regular bone age
monitoring as part of their treatment did slightly better than those who did not [Kauf99].
They concluded that bone age assessment should be part of the follow-up of children
treated with growth hormone. However, this study did not look at final heights and be-
cause it was a prospective study, there is the possibility of a bias.
An opposing view [Wils99] was based on: a) there are errors in bone age assessment, in-
cluding erratic longitudinal progression, that could have a substantial clinical impact; b)
measurements made during treatment underestimate bone age because there is a delay be-
tween cartilage changes and appearance of these changes radiographically (deposition of
radiographically visible calcium takes time [Tann01, p47]); and c) a lack of guidelines in-
dicated that clinicians recognise the limited role of routine monitoring. It was unfortunate
that this counter argument is based mostly on opinion and qualitative statements. For ex-
ample, although there is an erratic progression of bone age in normal children, this may not
be the case in children who are receiving growth hormone treatment. The role of routine
monitoring of bone age remains open to question and it requires further research. A large-
scale study of routine monitoring may be possible with the assistance of an automated
system for bone age assessment.
1.1.3.4 Other applications
As well as the main applications detailed earlier, bone age has been used in surgical plan-
ning and forensic science. In surgical planning, bone age is used in procedures that require
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compensation for subsequent growth, such as growth of the mandible [Sato01], and proce-
dures that involve timing of intervention, such as management of conditions of the spine,
an example being the correction of sideways bending of the spine [Zeri91].
Bone age is used by forensic scientists mostly for the purpose of providing an expert opin-
ion on age, especially for cases of criminal liability where the date of birth of the child is
unknown or cannot be confirmed. It is also one of many tests used for the identification of
human remains, especially in mass fatalities [Warr00].
1.2 Bone age and manual methods of assessment
As discussed earlier, ‘bone age’ is a measure of skeletal maturity based on radiographic
assessment of the hand and wrist. There have been many scientific publications looking at
various aspects of bone age assessment. Although an extensive literature search has been
performed, there is a surprising lack of consensus, even discussion, on what accuracy and
reproducibility is required of bone age methods for them to be clinically acceptable. Part of
this could be due to the differing roles bone age estimation has depending on the different
clinical applications. A literature review shows that there are three main methods of bone
age assessment: the Greulich and Pyle (GP) method; the Tanner and Whitehouse (TW)
method; and the Fels method (from the Fels Research Institute). The Greulich and Pyle is
an atlas method, and the Tanner and Whitehouse and the Fels methods are both scoring
methods. Each of the methods is introduced in this section.
1.2.1 The hand-wrist radiograph
The bone age assessment involves an x-ray of the left hand and wrist. The left hand has
been chosen by convention because themajority of the population are predominantly right-
handed, and with the left hand there is less chance of acquired alterations such as injury
[Grah72]. Furthermore, early work on bone age assessment used the left hand probably
because the 1906 and 1912 International Agreement for the Unification of Anthropometric
Measurements to be made on Living Subjects specified that measurements should be made
on the left side of the body and the left extremities [Greu59, p29]. Some investigators
recommend x-raying both the left and right hands side-by-side on a single film because of
the significant diagnostic value of asymmetry in skeletal maturation [Zeri91]. But studies
have shown that any asymmetry is likely to be small and not of practical significance, and
it is unnecessary to x-ray both hands [Grah72] [Roch88, p16] [Greu59, p29].
The radiograph resulting from the x-ray is a two dimensional projection of a three dimen-
sional volume of bone, cartilage, and soft tissue. Ignoring scattered radiation, this projec-
tion is a summation of the radiographic density of the tissue along the line from the focal
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spot of the x-ray tube to the image receptor. The image receptor is usually a light sensitive
film in an x-ray phosphor cassette or a cassette with an photo-stimulable phosphor that
is read out electronically. The image receptor should provide good spatial resolution and
contrast, yet have enough dynamic range to show the tips of the phalanges as well as the
wrist.
The left hand should be faced downward, extended, and flat on the x-ray cassette to gener-
ate a posterior-anterior radiograph of the hand (Figure 1.4). The axis of the middle finger
should be in direct line with the axis of the forearm, and the centre of the x-ray tube above
the distal end of the third metacarpal [Tann01, p58]. A tube-cassette distance of 76 cm is
recommended by Tanner et al. [Tann01, p58], although Roche et al. recommend a tube-film
distance of 91 cm, on the basis that shorter distances may tend to increase the apparent
skeletal age for some methods of assessment [Roch88, p237]. The fingers are spread so
they are not quite touching, and the thumb is rotated out to a natural position of around
30 degrees to the first finger. The x-ray beam should be perpendicular to the cassette.
The x-ray is usually performed at a tube potential of 45-60 kVp. If the x-ray exposure is
too low, as can easily occur with incorrect use of photo-stimulable phosphor plates, then
image quality is compromised because of increased noise. An example of the impact of
this noise is an inability to determine the curvature of the corners of the epiphyses, which
is an important feature in some skeletal maturity indicators.
Correct positioning is important because poor positioning can change the appearance of
some bones. For example, if the projection of the x-ray beam is not perpendicular to a
joint, and therefore not tangential to the joint surface and physis, then the gap between the
epiphysis and metaphysis can appear artefactually narrow. Similarly, obliquity can cause a
change in the ratio of the width of an epiphysis to the width of a metaphysis. Both of these
features are used in some skeletal maturity indicators.
1.2.2 Skeletal maturity indicators of the hand and wrist
Each method of bone age assessment tends to use different skeletal maturity indicators.
However, there are some common elements to these indicators. As discussed in Sec-
tion 1.1.2.2, the onset of ossification of bones or epiphyses and the fusion of the epiphyses
are clear skeletal maturity indicators. The onset of ossification is usually the first step on
the skeletal maturity scale. The first carpal bones to appear are usually the capitate and ha-
mate. Ossification of the phalangeal epiphyses usually proceeds from the first to the fifth
finger, and usually from the distal to the proximal phalanges [Leit87]. As the bones and
epiphyses develop, the radiographic outlines of the bones change shape, some of which is
due to their interaction with the articulating surfaces of nearby bones.
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Figure 1.4 X-raying the left hand and wrist for a bone age assessment.
Figure 1.5 shows three radiographs that demonstrate some of the bone changes that oc-
cur with skeletal development. As the child develops, the carpal bones appear at various
stages then change shape as they develop articulating surfaces. The epiphyses of the long
bones appear, change in shape, and then fuse with the long bones.
Some of the maturity indicator grades are based on metric procedures, although absolute
sizes are inappropriate for assessment of maturity and it is usually the relative sizes of
bones that are used [Roch88, p49]. For example, in the assessment of epiphyses, the width
of the epiphysis is compared with the width of the metaphysis.
There is debate in the literature about the variability of individual maturity indicators. Ac-
cording to Roche et al., the sequence of skeletal maturity indicator grades is approximately
fixed for any one bone, althoughwithin the whole hand it is “far from fixed” [Roch88, p22].
A common example of this is the variation shown between the carpal bones and rest of the
bones in the hand and wrist. This view is not shared by Tanner et al., who claim that their
stages and sequences are the same in all populations, and are even unaffected by starva-
tion [Tann01, p18].
It is generally accepted, however, that the skeletal maturity indicators for any one bone
differ in significance as the bone matures. If a bone lasts in a particular developmental
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state for a long period of time then it is less useful in the skeletal maturity assessment than
a bone that passes through a number of states quickly [Tann01, p6]. The Fels method is one
system that makes use of this idea [Roch88].
1.2.3 Methods of bone age assessment
The following summarises the three main methods of manual bone age assessment based
on hand-wrist radiographs.1 The differences between the methods are discussed in Sec-
tion 1.2.3.4
1.2.3.1 The Greulich and Pyle method
The Greulich and Pyle method (GPmethod) is an atlas-based method [Greu59]. The assess-
ment is performed by comparing a child’s hand-wrist radiograph with an atlas containing
standard radiographs for a range of skeletal ages. The comparison starts by finding which
standard superficially matches the child’s radiograph. Greulich and Pyle suggest using the
child’s chronological age as an estimate of the skeletal age, but then comparing the child’s
radiograph with standards before and after the chronological estimate. A preliminary se-
lection is then made by comparing the child’s radiograph with the standards and looking
at gross maturity indicators for the child’s period of skeletal development, such as an im-
pression of the degree of epiphyseal fusion. The method then requires the assessor to work
systematically through the chosen radiograph, comparing each of 31 bones and sesamoids
in the hand-wrist with the standards in the atlas (Figure 1.6). An age is assigned to each
bone using data from tables associated with the standard that contains the closest match to
the bone. If no match is found for a bone, the age is estimated from the closest matching
radiographs. To assist the assessor in thematching process, the atlas contains outline draw-
ings and text for a range of skeletal maturity indicators. Each radiograph also has a written
description of important skeletal maturity indicators for the associated skeletal age. If the
age of each bone corresponds to a single standard in the atlas then the child’s bone age is
that of the standard. If there is no exact match and the results are intermediate between two
standard radiographs, then an intermediate estimate between the two corresponding ages
is used. Greulich and Pyle provide no recommendations on how to perform this calcula-
tion, but in implementing the Greulich and Pyle method, one experienced assessor used
the median of the ages of the individual bones [Roem97].
The atlas consists of 27 standard radiographs for females and 31 standard radiographs for
males. The standards start at intervals of 3 months, then go to 6 months at 1.5 years, but
1There are other methods of bone age assessment. For example, Eklo¨f and Ringertz introduced a method
that used 10 absolute measurements of bone size and a two-sigma statistical variation limit for each measure-
ment [Eklo67]. This method has been compared with the GP and TW3 methods, but was shown to overesti-
mate bone age in young children, and underestimate bone age in older children [Hait06].
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(a) Radiograph of a 3 year old child show-
ing first appearance of the carpal bones and
early appearance of the epiphyses of the
long bones.
(b) Radiograph of a 10 year old child
showing the advanced development of the
carpal bones and metcarpals and pha-
langes.
(c) Radiograph of a 16 year old child show-
ing overlapping of the carpal bones and fu-
sion of the metacarpal and phalangeal epi-
physes.
Figure 1.5 The hand-wrist radiographs of three children, demonstrating variation in the bones with
age.
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Figure 1.6 A radiologist reporting a bone age radiograph using the atlas-based Greulich and Pyle
method
reduce to annual increments from the ages 5 years to 18 years in females and 19 years in
males, with the exception of an additional standard at 13.5 years in females and 15.5 years
in males because of the relatively rapid rate of skeletal maturation during puberty. The
lack of additional standards around the time of the pubertal growth spurt has been seen
by some as a major disadvantage of the GP method because it reduces the accuracy of
the bone age assessment at this important stage of development, and results in increased
inter-observer error [Dime05]
Each standard used in the preparation of the GP atlas was chosen from one hundred chil-
dren of the same age and sex. The radiographs of these children were ordered by their
relative skeletal status and one was chosen that “was most representative of the central
tendency, or anatomical mode” [Greu59, p32]. The one hundred radiographs used for
each standard were drawn from radiographs of 1000 children involved in a long-term hu-
man growth and development research study run by Professor T Wingate Todd (Western
Reserve University of Medicine) in the Cleveland, Ohio, region between 1931 and 1942.
This study only admitted children referred by a paediatrician. This lead to a referral bias
of children of above average socioeconomic and educational status, and “all the children
were white, all had been born in the United States, and almost all were of North European
ancestry” [Greu59, pxii]. This is a serious criticism of the GP method because some investi-
gators believe that the sample population of upper-middle-class children matured rapidly
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and this meant that until recently the standard radiographs in the atlas were considered
advanced for chronological age [Tann01, p17] [Cox97].
1.2.3.2 The Tanner and Whitehouse method
The Tanner and Whitehouse (TW) method is a score-based method [Tann01]. The method
involves independent staging of up to 20 bones of the hand and wrist. The bones are
divided into 8–9 discrete stages of development that span from the onset of ossification
to full maturity of the bone. The stages were originally chosen by trial so that the step
from one stage to another was not so large as to lose information, and not so small as to
“cause confusion and rating errors” [Tann01, p5]. The stages are assigned a letter from
A to H, with an A meaning that no sign of the bone was present. There are up to three
written criteria for each stage and a diagram of typical appearances. If one criterion is
specified, it must be met for the bone to be assigned that stage. Only one criterion needs
to be met if there are two listed. However, if there are three criteria listed, then two criteria
need to be met. In addition, for any stage to apply, the first criterion of the previous stage
must have been met [Tann01, p60]. Some of the criteria include relative distances between
bones and the ratio of bone sizes, so an instrument for measuring distances is required.
No overall standard radiographs are present in the book on the method, only cropped
radiographs that are typical for each bone stage being considered. These are only meant
to be a guide, but many users turn to them when they find the written criteria difficult to
understand [Cox96]. The stages and criteria are the same for both females and males, and
are independent of ethnicity and socioeconomic status [Tann01, p18].
Associated with each stage is a maturity score that was calculated to minimise the overall
disagreement between bones of an individual [Tann01, p3, p105]. These scores are gen-
der specific and were developed by analysis of a large sample of bone ages from infancy
through to adulthood. The scores were scaled so that the sum of the scores was in the range
0 (invisible) to 1000 (full maturity), representing the span of development. To complete the
TW assessment one finds the stage of each bone being considered, notes the score for the
stage, then sums the scores across all bones to produce a skeletal maturity score.
The skeletal maturity score is a bone maturity measurement that Tanner and Whitehouse
propose is “independent of such influences as secular growth changes, socioeconomic class
and ethnic group” [Tann01, p9]. Part of the design of the TW method was to produce a
measure of maturity that was independent of age. They consider the skeletal maturity
score to be a measure that is comparable to other body measurements such as height and
weight. Many clinicians, however, prefer the use of bone age. Percentile plots of skele-
tal maturity score versus chronological age were developed in order to convert a child’s
skeletal maturity score into a bone age. The bone age is the chronological age correspond-
20 Assessment of Skeletal Maturity
ing to the 50th centile of the skeletal maturity score. This percentile data is population
specific [Tann01, p10], whereas the skeletal maturity score is not.
The Tanner and Whitehousemethod was originally introduced in the 1960s and was based
on a cross-sectional sample of some 2700 healthy, mostly working-class, Scottish and En-
glish children of the 1950s and 1960s [Tann83, p14]. The original method involved staging
of 20 bones: the 13 long bones - radius; ulna; metacarpals 1, 3, and 5; proximal phalanx
1, 3, and 5; middle phalanx 3 and 5; distal phalanx 1,3, and 5; and the 7 carpal bones –
capitate, hamate, triquetral, lunate, scaphoid, trapezium and trapezoid. This method was
revised and superseded in 1975 and 1983 (second edition) by the TW2 method [Tann83].
The TW2method had three scoring systems based on different sets of bones: TW2 20-bone
(as above); TW2 RUS – the 13 bones Radius, Ulna and Short bone score (finger bones); TW2
Carpal - the 7 carpal bone score. The separation between TW2 RUS and TW2 Carpal was
based on the concern that carpal bones gave different maturity information than the long
bones, and Tanner et al. thought that it was important to separate them [Tann83, p4]. With
the TW2 Carpal scoring system each carpal bone was given an equal weight compared
with the other carpal bones. With the TW2 RUS scoring system, the metacarpals and pha-
lanx bones provided essentially the same maturity information, so theywere given a lower
weight; the radius and ulna were given higher weights. These weights were built into the
score for each stage, so to apply the scoring system it was simply a matter of summing the
scores for the bones being assessed.
Because of the weights used in the TW2 20-bone scoring system, it was essentially an av-
erage of the TW2 RUS and TW2 Carpal scores. It was not surprising, therefore, that this
scoring systemwas dropped when the TW3 method was introduced in 2001 [Tann01]. The
main change with the TW3 method was the introduction of new reference populations for
conversion of the TW2 RUS scores to bone age. The Carpal scoring systemwas unchanged.
1.2.3.3 The Fels method
The Fels method is similar to the TWmethod in that it is a score-based method [Roch88]. It
was developed in the 1980s and is based on 98 skeletal maturity indicators and 13 measure-
ments. These indicators and measurements were arrived at by a complex series of steps
that involved using already published indicators and rewriting their descriptions to make
them clearer, then going through an extensive task of reviewing, grading, and testing the
indicators [Roch88, p44]. For any given chronological age, only a quarter of the indicators
in the Fels method are used.
The assessment procedure starts by using the chronological age and sex to find which in-
dicators should be assessed for any given bone (this information is provided in a table). A
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total of 22 bones are assessed: the same bones as the TW2 20-bones system, plus the ad-
ductor sesamoid (an ossification centre near the end of the first metacarpal), and the pisi-
form (an ossification centre near the triquetral bone). The applicable maturity indicators
for each bone are then graded using a combination of written descriptions, line drawings
and sample radiographs. The indicators can be binary (only two grades), more than two
grades, and continuous. Respective examples of these are the onset of ossification, the
shape of bones, and the ratio of epiphyseal to diaphyseal widths. Once the bones have
been graded for each indicator, the grades are entered into a computer program that pro-
duces a bone age estimate, along with a standard error for the estimate. The computer
program uses a probabilistic model of maturity that is calibrated for each indicator. The
bone age is estimated from the “maximum value of the product of trace lines for the ob-
served data” [Roch88, p311].
The reference population for the Fels methodwas 667 children enrolled in the Fels Longitu-
dinal Study of Growth and Development. These children lived in southwestern Ohio and
were divided between cities, small towns, and farms. They had a socioeconomic distribu-
tion that was similar to national samples, but with an under representation of the lowest
socioeconomic group [Roch88, p41]. Serial radiographs of children between 1932 and 1977
generated 13823 radiographs. These radiographs produced good coverage of the span of
development from 1 month to 22 years. The early radiographs were at ages of 1, 3, 6, and
9 months, then every 6 months from 1 year of age until 18 years, and finishing with x-rays
at 20 and 22 years.
Although the TW and Fels methods may appear similar, there are significant differences.
The first difference is that the TW method requires no knowledge of chronological age,
whereas chronological age is necessary for the Fels method. Interestingly, one group rec-
ommends that if the Fels estimated bone age differs from the child’s chronological age by
more than two years, then the assessment should be repeated using the extra indicators that
would be required if the estimated bone age was used as the chronological age [Roch88,
p238]. Knowledge of chronological age in the GP method has been shown to not influence
the accuracy of bone age estimates, although assessors may be biased towards interpret-
ing the bone age as normal if chronological age is known before the assessment [Bers01].
Given the objective nature of scoring techniques used in both the TW and Fels methods,
knowledge of chronological age is unlikely to be a problem.
The second difference is the scoring of the bones. The TWmethod uses maturity indicators
to assign a stage to a bone. The Fels method grades each applicable maturity indicator
for the bone, and, therefore, produces multiple grades for each bone, not a single stage.
Similarly, some relative measurements are used to stage bones in the TWmethod, whereas
the Felsmethod uses these relative measurements as continuousmaturity indicators. These
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are significant differences in the approach to skeletal maturity estimation.
1.2.3.4 Accuracy and differences between the three systems
The main difficulty with assessing the accuracy of any bone age assessment system is the
lack of a gold standard. The best that can be achieved is the assessment of bone age in a
large group of normal, healthy children at a single point in time. The bone ages are then
compared with the chronological ages of the children, under the assumption that across a
large group of children the mean differences between their bone age and chronological age
will be zero. This is a cross-sectional comparison because it captures children at a single
point in time. This method has been used in many studies comparing the different meth-
ods of bone age assessment, although comparative studies also tend to compare bone age
measurements against each other, not just against chronological age. When chronological
age is not used the accuracy cannot be established, only the consistency between methods.
The accuracy of the methods of bone age assessment depends on the reference population
used to develop them, and its relationship to the patient population being measured. It
is also dependent on the implementation of the techniques of assessment. If someone is
poorly trained in a method, then it is likely that their method of assessment will not match
that which was used to analyse the reference population. Hence, their bone age results
will be inaccurate. Part of the problem with the accuracy arises from the subjectivity in
interpreting the skeletal maturity indicators of the radiograph. All manual methods suffer
from this, but the TW and Fels methods are thought to be more objective than the GP
method because the bones are considered in a systematic way, and in isolation. This is
thought to be one of the reasons why the TW method is slightly more reliable than the GP
method [Roch88, p36].
When compared with each other, the three methods produce different results. Some of this
relates to the differences in reference populations used to develop the methods, some is
due to subjectivity, and some is probably due to the skeletal maturity indicators chosen
for an assessment. The problem of different reference populations explains many of the
research findings of differences between the methods. For example, in a study looking at
the prediction of adult height for 23 boys during puberty, bone ages were assessed using
the GP, TW2, and Fels [Roem97]. The unique aspect of this assessment was that it was
performed by three experts in the area, including Tanner (TW2) and Roche (Fels), and the
GPmethod used a bone-by-bone assessment. Although the sample size was small, this was
a longitudinal study following the boys for at least 6 years and with bone age assessments
every 8 months. The mean bone age results showed that for boys in the age range 9-15
years, the TW2 bone ages were consistently more advanced than the GP and Fels results.
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A comparison of the Fels method with both the GP and TW2 methods was performed us-
ing patients from the Fels longitudinal study [Roch88, p265]. On average the Fels bone
ages were larger than the GP bone ages in younger children, but in young teenagers the
Fels bone ages were smaller than the GP bone ages for both sexes. The opposite was found
when comparing the Fels and TW2methods. In the very young the twomethods gave com-
parable results, but by the age range 6.5 – 9 years the TW2 results were up to 2 years more
advanced than Fels bone ages in girls, and 1.7 years more advanced in boys. In both sexes
the differences between the two methods decreased as the children approached puberty.
Given the similarities between the Fels and TW2 methods, the most likely explanation is
the influence of different reference populations.
In addition to the reference populations, there are other inherent differences between the
methods. One of these is the impact of variability in the maturity of different bones within
a single radiograph. This is a major limitation of the GP method [De L99], but the TW and
Fels methods partly overcome the problem because they consider each bone in isolation
and then combine scores at the end. With the GP method, each bone is meant to be con-
sidered in turn, but as mentioned in Section 1.2.3, there is no formal method of combining
them. The result is that when there is dissociation within the radiograph such as advanced
carpals compared with the long bones, it can be difficult to assign a bone age using the GP
method.
There remains no agreement on which method of bone age assessment is the best to use,
although it has been suggested that “some are better in specific disease states” [Alba95].
In one survey 182 paediatricians in England and Wales indicated that 76% of bone age
assessments were performed using the GP method, 20% used the TW method and 4%
used other methods [Buck83]. The GPmethod is most widely in the United States [Zeri91],
although the TW method is preferred in Europe [Gree01, p178]. Some assessors consider
the TW2 method too laborious for routine use. Yet the GP method requires just as much
care to achieve accurate bone age estimates if it is performed as per the GP atlas [Mars77].
Part of the popularity of the GP method is the ease with which the method is performed,
and the short time it takes to complete an assessment. This is becausemany institutions and
individuals perform a method based on an overall impression of a child’s radiograph in
comparison with the standard radiographs [Bull99]. This is essentially themethod used for
the preliminary selection of a standard and is an abbreviated GP method. This simplifies
the assessment and reduces the time it takes to complete. Typical times for the GP method
are 1.4 minutes, and 7.9 minutes for the TW2 method [King94].
Lastly, there is a difference in the maximum bone ages for the three methods of assessment.
They are 16.5 years for the TW3 method [Tann01], 18 years for the GP method [Greu59],
and 18 years for the Fels method [Roch88]. The significance of these differences is not
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known.
1.2.3.5 Intraobserver and interobserver variability
Intraobserver variability, or reliability, refers to the stability of an individual’s assessment
of bone age between two points in time. Interobserver variability is the agreement between
two or more individuals performing an assessment. Both of these are important parame-
ters for any bone age assessment method because they lead to a reduction in accuracy and
reproducibility of bone age results.
A review of published studies on variability in the GP method, showed that the interob-
server variability for the GP method ranged from 0.10 years to 1.04 years [Bers01], and
although the intraobserver variability ranged from 0.09 years to 1.19 years, overall they
found that the intraobserver variability was less than the interobserver variability. A study
comparing the GP and TW2 methods tried to simulate the clinical practice of an inexperi-
enced observer by using three, second year radiology registrars [King94], and found a TW2
intraobserver variation of +1.5 to -0.9 years for a 95% confidence interval. This variation is
considerably wider than± 0.5 years for experienced assessors [Tann83, p14]. Although the
interobserver differences between the GP and TW2 method showed no statistically signifi-
cant difference, an inexperienced observer is likely to have a poor intraobserver variability
for the TW method [King94] (unfortunately, this study did not look at intraobserver vari-
ability for the GP method.).
In a study of two trained technicians using the TW2 method [Zach83], the technicians
achieved interobserver and intraobserver errors similar to findings by other researchers.
However, they found two cases with the TW2 method in which one of the technicians es-
timated bone ages that were more than 1 year different from three other observers (two of
whomwere experienced assessors). On re-evaluation of the two cases, the carpal and pha-
langeal bones were found to be significantly different in their levels of maturity. It required
a more experienced assessor to compensate for these differences. A similar phenomena has
been observed when using the GP method [Roch70a]; when a radiograph was assessed for
a ’whole-hand’ bone age, the correspondence between paired radiographs was lower if
there were marked maturity differences between the bones.
The unresolved question with intra and interobserver variability is “what performance is
considered acceptable?”. As discussed in Section 1.1.3, the acceptable accuracy and re-
producibility are likely to depend on the clinical application. For an initial diagnosis, an
accuracy of ±0.5 years has been suggested, but serial observations demand greater preci-
sion [Buck83]. The above discussion shows that this could only be achieved by experienced
assessors, and even for them the intraobserver and interobserver variability is larger than
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desirable.
One approach to the problem of interobserver variability is to use the same observer for
all bone age assessments. In a survey of United Kingdom bone age assessments, approx-
imately two thirds of the assessments were performed by three or more individuals in a
institution [Buck83]. Apart from the scientific evidence for intraobserver and interobserver
variability, there is some strong feeling in the literature about misuse of methods of bone
age assessment. This is best summarised by Graham’s statement “valid skeletal age assess-
ment presupposes a working knowledge of the fundamental concepts and tools involved,
and an amateur interpretation is often worse than none at all.” [Grah72].
1.3 Justification of automated assessment of bone Age
1.3.1 The reduction of observer variability through automation
For bone age assessment to be of use in both clinical and research environments, it is im-
portant that the bone age result be accurate, the results be reproducible between assessors
(observers), and that the results be consistent with serial measurements of bone age. As-
suming an automated bone age system can reasonably duplicate the tasks of a human
assessor, then subjectivity of the assessment would be eliminated as a possible cause of ac-
curacy loss. The implementation of a hybrid system combining a range of skeletal maturity
indicators from the different methods should address accuracy problems due to inherent
limitations in the bone age assessment method. Finally, having an automated system high-
light problems with the dissociation of bone maturity within a single radiograph would
provide an opportunity for an expert assessor to intervene in the assessment.
The findings of large intra- and interobserver variability and the unresolved questions of
what variability is considered acceptable are motivation for development of an automated
system for bone age assessment. If such a system does not involve random processes, such
as Monte Carlo methods, and the algorithms are stable and tolerant of small changes in
radiographic features, then there is no reason to expect an automated system to produce
variability between bone age assessments. This should be the case for both reassessment of
the same radiograph, and assessment of pairs of repeat radiographs at the same age. The
objective of the automated system would be to eliminate observer variability, to leave hu-
man maturational variance as the main contributor to uncertainty in bone age assessment.
1.3.2 The feasibility of using novel measures of bone age
The significant differences in skeletalmaturity indicators for the TWand Felsmethods, and
the differences in how the skeletal maturity information is combined, suggests the possi-
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bility of other, novel measures of bone age assessment that have not yet be developed. For
example, Roche et al. found through their extensive analysis of skeletal maturity indicators
that there were 13 indicators in boys that were not useful when applied to girls [Roch88,
p57]. They decided to drop these 13 indicators from the Fels method and this resulted in 98
indicators that could be used for both girls and boys. However, it is important to note that
their reason for looking at the indicators separately for boys and girls was they thought
that some of the indicators might have been influenced by differences in muscular devel-
opment specific to boys [Roch88, p48]. Although they did find differences between girls
and boys, they chose not to include them, probably in the interests of simplifying the Fels
method. This is an example of where automated analysis would allow extra indicators to
be incorporated into the system, and could even allow indicators to be added that were
difficult for a human assessor to determine (for example, quantitative measures like ratios
of areas). An automated system could easily cope with the complexity overheads of extra
indicators as long as computational overheads did not become prohibitive. Ideally, an au-
tomated system should have the flexibility to allow newmeasures of bone age to be added.
Existing, manual methods are much more difficult to modify, mostly because of the need
to retrain the person performing the assessment. Furthermore, there is the possibility of
measures that a computer is good at quantifying but not a human; measures such as area
and contour angularity.
Asmentioned in Section 1.3.1, one of the concerns about bone age assessment is when there
is a lack of maturity consistency between individual bones [Tara76]. An automated system
could provide data management facilities that would make it possible to highlight bones
that show dissociation with other bones in the hand and wrist. Furthermore, a system
could track both individual bones and groups of bones across serial investigations. In this
respect, differences between bones could be useful, rather than simply trying to assign a
single bone age to the whole radiograph.
In addition to newmeasures of skeletalmaturity, an automated system could allow changes
to the methods by which bone ages are assigned to skeletal maturity scores or other mea-
sures. For example, the biological weights used by Tanner et al. in the development of the
TW method did not take into account the duration of the stages of the bones [Tann01, p6].
They thought that a bone should have a lower weight if it lasts in a stage for a long time.
If a bone passes through a stage quickly, then it should have a higher weight. This concept
was used in the Fels method [De L99], but Tanner et al. felt that a system that included
this extra component of variable bone weights would be troublesome to use. This type of
change to a bone age method would be much simpler to incorporate into an automated
system.
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1.3.3 Population specific datasets
There are two aspects to the need for population specific datasets. Firstly, much of the
data used in older bone age assessment methods was based on historical series of radio-
graphs for particular populations [Cox97]. There has been a worldwide trend of children
maturing earlier and a call for new reference standards has being made [Grah72, Cox97].
Secondly, some investigators believe that the use of a particular bone agemethod should be
restricted to children who share the same socioeconomic and genetic characteristics as the
reference population from which the method was developed. Both of these aspects of the
reference populations have been addressed in research, yet many studies appear to raise
more questions than provide answers. For example, a literature review of the effects of eth-
nicity on skeletal maturation found that there was little influence of ethnicity on bone age
assessments, but there was a socioeconomic effect [Schm00]. In a study of the applicability
of the reference population for the GP method, different ethnic groups – Asian, Hispanic,
Black, and White - had statistically significant differences in bone age and chronological
age across all groups, except Asian girls [Onte96]. Other population-specific differences
have been demonstrated by another group who found that in 1986 Japanese children were
maturing earlier than children in Belgium, United Kingdom, and South China when as-
sessed using the TW2 RUS skeletal maturity score [Mura97]. These examples are typical of
the conflicting findings in the published literature.
One approach to the problem of difference in reference populations would be to use a
single method of skeletal maturity assessment across a number of different populations
of children, and to look at a measure of skeletal maturity that is independent of any one
reference population. Tanner et al. proposed that the skeletal maturity score from the TW2
(TW3) method was a measure of skeletal maturity that was independent of the reference
population [Tann83, p9]. This has been backed-up by other investigators who believe that
because skeletal maturation is orderly across populations, even in those with malnutrition,
a skeletal maturity score may be a more appropriate measure of skeletal maturity than
bone age [Roem97]. Instead of trying to relate skeletal maturity to equivalent development
in normal children of a specified chronological age, the skeletal maturity scores are used
directly. The basis of this is that the score only relates to radiographic appearance of the
bones and instead of determining a score - then an equivalent bone age and working out if
the bone age is normal - normal ranges are calculated for skeletal maturity scores directly.
Hence, two children with the same score should be at the same level of skeletal maturity,
independent of the population from which they are drawn.
Establishing normal ranges for skeletal maturity scores, or processing new reference pop-
ulations for existing methods would require a lot of work. Although there would be much
effort required in recruitment, clinical measurements and demographics collection (includ-
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ing the challenging tasks of socioeconomic and ethnicity assessment), a significant amount
of work would be required for the bone age assessments. This task could be simplified
by an automated bone age system that would allow for the processing of large numbers
of radiographs, without the need for duplication of assessments (‘second reading’ of the
radiographs).
1.3.4 Development of a research tool
Use of an automated system to improve the accuracy and precision of bone age measure-
ment may help with investigation of questions surrounding the use of the assessment for
monitoring skeletal maturity during growth hormone replacement therapy. It is expected
that an automated systemwould reduce the costs of bone age assessment through a reduc-
tion in time that radiologists would need to report on bone age radiographs.
Part of the problemwith the interpretation of research studies involving the use of bone age
is the uncertainty in the results. Using an automated system to reduce uncertainties due to
the bone age assessment may improve the power of the study and reduce the number of
participants required to achieve a significant result.
Using currently available x-ray tube and x-ray generator technologies, combined with dig-
ital x-ray capture devices, it should be possible to construct a very low radiation dose,
portable, automated bone age assessment system for screening of children. Roche et al.
state that “assessment of skeletal maturity is an important part of any epidemiological
study involving the physical status or performance of children” [Roch88, p10]. A valid
and reliable automated bone age assessment system could be an important tool in many
research studies.
1.4 Conclusions
Maturation is a difficult process to define and quantify, yet it is important in the under-
standing and management of growth disorders. Although it is by no means perfect, there
is a well-established relationship between biological maturation and skeletal maturation.
Bone age is one measure of the amount of skeletal maturation that a child has undergone -
their level of skeletal maturity. It is based on an assessment of skeletal maturity indicators
in a radiograph of a child’s left hand and wrist.
This chapter has introduced background material required for the thesis, including a dis-
cussion of clinical applications of bone age assessment, highlighting the lack of information
about accuracy and reproducibility requirements for bone age assessment. Although these
requirements are likely to depend on the clinical application, studying them requires a
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reliable research tool for bone age estimation. In order to investigate application-specific
tolerances required for a test, this argument says that the test should be both accurate and
reproducible (precise) to start with.
The thesis for this research is that it is possible to develop an automated system that will
produce an accurate and reproducible measurement of bone age. Such a system would be
valuable in both clinical and research practice. Chapter 2 reviews work published on this
topic by other investigators. It then introduces the research components of this thesis.
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Chapter 2
Computerised assessment of bone age
It is technically feasible to automatically assess bone age deriving skeletal maturity infor-
mation from radiographs of the hand and wrist. However, this task is not trivial. The
hand-wrist radiographs contain a complex collection of bones that change shape and size
over time, with some bones overlapping, and others not even being present at various
stages of development. As demonstrated by the bone age variability discussed in Chap-
ter 1, analysing the bones and deriving a bone age is a complex task, even for humans. The
image processing task required to analyse the radiograph is equally as complex. Image
noise and the poor contrast of some bone edges further add to the challenge of automated
assessment. There is certainly no guarantee of achieving comparable or superior results to
the manual methods.
Researchers have recognised the importance of automating the assessment of bone age.
Much of this research has focussed on specific components of the automation, such as
initial segmentation of the radiographs. But some research has resulted in bone age assess-
ment systems that have been used in clinical research. The first section of this chapter re-
views and summarises the research on bone age assessment systems. A model of a system
for the computerised assessment of bone age is then introduced. The main components of
this model are then described, with details reserved for other chapters of this thesis. This
is followed by discussion on the role of the carpal bone analysis and the potential for im-
provement of automated bone age assessment by including this analysis in the bone age
assessment of older children.
2.1 A review of computerised assessment of bone age
An ideal system for the automated assessment of bone age should start with a digital ra-
diograph of the left hand and wrist, either from computed or direct radiograph, or from
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digitisation of an x-ray film. The system should be tolerant of a range of exposure parame-
ters used in taking the radiograph, tolerant of noise and artefacts, and able to accommodate
a significant amount of poor radiographic technique (for example, poor collimation of the
x-ray field or poor positioning of the hand). The system should produce a bone age based
on a specific reference population, or produce a measure of skeletal maturity that can be
converted to a bone age for a specified reference population (as with the TW method).
Although the result would ideally be more accurate and reproducible than a radiologist,
the bone age estimate should also include a measure of uncertainty. The system should
store all results for a child, and allow for ongoing monitoring of skeletal maturity for the
purposes of therapeutic intervention. Finally, the system should be easy to adapt to a new
reference population.
A review of the literature, commercial products, and patents showed that at this stage no
such system exists 1. Many research groups have investigated aspects of such a system
using computerised methods. This research can be divided into three broad categories:
computer-assisted manual assessment, user-assisted computerised assessment, and fully
automated assessment. The intention of this section is to demonstrate these three cate-
gories through a review of different approaches. It is important to note that research on
computerised bone age assessment is a continuum from data-keeping for manual methods,
through to fully automatic systems that integrate into clinical environments. The division
into three categories is only designed to assist discussion.
Within all of the three categories the tendency has been to approach the bone age assess-
ment as separate tasks for each region of interest of the hand-wrist radiograph, as is rec-
ommended by the TW and Fels methods. The bone age is then derived by combining
information from each region. These regions of interest (ROI) are the phalanges (PROI),
the carpus (CROI), and the radius-ulna (RUROI). The skeletal maturity indicators are dif-
ferent for each of these regions, and the computerisedmethods need to be correspondingly
different.
Although the following discussion works towards fully automated systems, in many re-
spects such bone age assessment can only ever be considered computer-assisted because
a human, often a radiologist, takes overall responsibility for the final reported bone age
estimate [Piet95] [Gros95]. To assist with this requirement, Gross et al. recommend that
the computerised bone age result be used to select a comparison image from the GP Atlas
so that the human user can perform a simple visual check of the result [Gros95]. A more
sophisticated method of automatically selecting a reference image from a database was
implemented by Pietka et al. [Piet05] [Piet03b].
1A recently available commercial product comes close to meeting many of these requirements (see Sec-
tion 2.1.3.9)
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2.1.1 Computer-assisted manual assessment
When performed according to methods specified in the individual atlases, the GP, TW, and
Fels methods are all complex methods of bone age assessment (Chapter 1). It is not sur-
prising that some research has focussed on removing some of the laborious processes of the
assessment and allowing the person performing the assessment to concentrate on the task
of assessing skeletal maturity indicators. The simplest approach is the use of a computer
to record the observations of the assessment. This has mostly been performed for the TW
method because skeletal maturity stages are discrete and the calculation of a skeletal matu-
rity score, and corresponding bone age, can be easily performed using computer software.
For example, the TW3 book by Tanner et al. includes software for calculating a child’s bone
age by entry of the stages of each of 13 bones of the TW-RUS method [Tann01]. Similarly,
the Fels method requires computation using computer software to calculate a bone age
estimate [Roch88].
More complex computer assisted methods have been developed that assist a user by pre-
senting themwith comparable atlas images and descriptions of the skeletal maturity crite-
ria for the TW method. One system included a database for managing both patient results
and the data used in the bone age analysis [Niem02]. In a comparison between bone age
assessments performed using this system and those performedmanually, the interobserver
variability was comparable to that of the manual TW2 method. The computerised method
simplified some parts of the assessment and had good data management, but even so, this
had little impact on the variability of bone age estimates.
2.1.2 User-assisted computerised assessment
User-assisted computerised assessment refers to when a user is required to add input to
assist the software. This approach recognises that there are aspects of bone age assessment
thatmay require the skill and judgement of a human observer to achieve good results. Such
assistance could be required because of the cost and difficulty in automating certain aspects
of the assessment, or if current automatic methods produce unreliable results compared
with assistance from a user.
2.1.2.1 The CASAS system and use of a continuous scale: Tanner et al.
Early in the development of the TW method, Tanner and Cameron proposed that the pro-
cess of allocating TW bone age stages was something that was suitable for a computer
to perform [Tann01]. With the assistance of Tanner, Discerning Systems Inc. developed
a computer-aided skeletal age scoring system (CASAS) based on the TW2 RUS method.
With user-assistance, this system digitised the x-ray bone by bone using a light box and
monochrome video camera. The system analysed the digitised information using methods
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of classification statistics. (this system was later replaced with a digital version that was
designed to process digital radiographs, although the processing remained essentially the
same). Each bone was positioned and zoomed on the camera with the aid of an overlay
template. If required, the captured image was histogram equalised and filtered to remove
“extraneous details and radiographic imperfections” [Tann94b].
The computer performed a template matching assessment using a two dimensional fast
Fourier transform. The bone was matched by finding the best average template that min-
imised the root-mean-square error between the coefficients of the Fourier transform of the
bone, and the coefficients of the Fourier transform of the bone template [Tann94b]. This
produced a discrete stage for the bone maturity stage, but Tanner et al. took it a step fur-
ther and used the root-mean-square error for the two stages above and the two stages be-
low the best match. They fitted a Gaussian function to the resulting five root-mean-square
error values, and used the mean from this fit as the bone maturity score. This produced a
continuous bone stage between 0 and 9.0. The stage for each bone was used to calculate
an overall estimate of the bone age using the TW2 system. Personal communication and
internet searches indicate that this product is no longer supplied by Discerning Systems
Inc. (Jan 2009).
An important contribution to the performance of this system was how representative the
bone templates were of the TW bone maturity stages. The templates were generated by
averaging the Fourier transform coefficients from at least 10 radiographs of each bone
stage. For some of the middle stages, as many as 30 radiographs were available and were
used to generate the template. The radiographs were from the TW ’Basic Series’, a series
of radiographs from a London longitudinal study in which bone age had been assessed
and reassessed over many years [Tann94b]. Although the radiographs from this series
were used in the development of the standard for the TW skeletal maturity, they were
not used in the development of the actual bone scoring system, according to information
from Tanner et al. [Tann83, p4], an approach that could be flawed. The TW method places
a large emphasis upon the verbal criteria that “describe shape and density markings of
each bone” [Tann83, p4]. Given that the Fourier transform is linear, the process of Fourier
transforming the images and taking the average of the coefficients is the same as taking
the Fourier transform of the average image. Minor amounts of misregistration and scaling
would result in a reduction in the high spatial frequency components in the average image
(they would be ‘blurred’ by the averaging). It is difficult to say how the coefficients of the
Fourier transform provide a measure of the shape and densities of the bones, to meet the
verbal criteria of the TW method. If the method is based on the ability to match the exam-
ined radiograph with the template image, then it is unlikely that it is doing so on the basis
of morphology. The template images are critical, and the choice of the source images to
create these template images becomes important.
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Of all the automated bone age assessment methods to date, the CASAS system has been
tested themost. This testing included evaluation of the system against radiographs used in
the development of the TW method, as well as radiographs of normal children and those
with proven pathologic conditions. A number of studies have investigated differences be-
tween the CASAS andmanual TW bone age assessments, including how often intervention
by the user was required, how well the manual and CASAS methods compared in calcu-
lating individual bone stages, and the overall bone age results (refer to Appendix A). They
showed that on average one manual insertion was required per radiograph, the repeata-
bility of the CASAS system is better than the manual TW method, and there is reasonable
agreement between bone age stages using the CASAS and manual methods.
It has been claimed that the use of a continuous scale in the CASAS system leads to a
smoother progression in bone age over time, with the standard deviations of the CASAS
results being 50% of those for the manual TW method [Tann94b]. This is one of the rea-
sons why the system has been recommended for the longitudinal assessments in children
[Teun96], and the suggestion was even made that if patients are being further assessed,
then their previous radiographs should be reassessed using the CASAS system [Tann94a].
In a series of 6-monthly serial radiographs of children, the stage of some bones appeared to
reverse in approximately 4% of bones when using the manual method, but there were no
reversals of one stage or more when using the CASAS system [Tann94a]. Another group
found that in a limited sample of five patients with Turner’s syndrome, three patients
showed a reversal in bone age when assessed using the CASAS system, but there were
no such reversals when they used the manual TW2 and GP methods [Fris96].
General opinions on the CASAS system seemed to vary, although the general conclu-
sion was that it was probably adequate for bone age assessment in children with normal
bone morphology. Some of the reported drawbacks with the CASAS system were that
it worked best with high resolution radiographs typical of those pre-1990, and that non-
standard hand positioning and unusually shaped bones caused poor matching to bone
stages [Tann01, p24] [Fris96] [Teun96].
Overall, research on the user-assisted CASAS system has shown that it is possible to in-
crease repeatability, and that it is possible to use relatively simple image processing tech-
niques to perform the TWmethod of bone age assessment with reasonable accuracy. How-
ever, the system appears to fail when the bone age is assessed in children with some patho-
logical conditions, most likely because of bone deformations in these conditions. The sys-
tem can also require a large number of manual interventions, which reduces the objectivity
of the assessment.
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2.1.2.2 Analysis of the middle phalanx of the third finger using an active shape model:
Niemeijer et al.
A limited implementation of the TW2 system was performed by Niemeijer et al. [Niem02]
whereby they classified the stage of the middle phalanx of the third finger using an ac-
tive shape model. An active shape model is an model of the mean object shape with and
an added eigenvector description of the most significant variation modes for the shape–
described using a covariance matrix. It is essentially an iterative, deformable model with
shape constraints imposed using a statistical measure derived from a training set of con-
tours. In this system, the user would draw a box around the third phalanx and the com-
puter would automatically segment the enclosed bone using the active shape model. Clas-
sification of the bone stage was performed by finding the highest correlation between the
pixel values for a physeal region of interest and the pixel values from a set of mean images
representing the limited range of TW2 stages. Compared with a trained observer, their
system had an accuracy of 73%, and this compared favourably with an accuracy of 80%
for a second human observer [Niem02, p62]. However, this staging was only useful over
the TW2 stages of E to I, corresponding to an age range of approximately 9 to years 17 .
Furthermore, by using only one bone the precision of the estimates may be poor because,
for example, the step between two stages in the TWmethod can be as high as four years in
males [Tann01, p2].
2.1.2.3 Neural network-based system using linear distance measures: Gross et al.
The alternative to implementing a morphology-based system like the TW method is to
have the user directly measure features from the radiographs and to use a decision sys-
tem to calculate the bone age. The approach taken by Gross et al. was to have a user
position cursors on digitised hand-wrist radiographs to measure distances. The ratios of
these distances were feed into a neural network that had been trained to calculate the bone
age [Gros95]. They startedwith tenmeasurements, but a linear regression analysis allowed
them to choose seven measurements whose ratios against chronological age gave the best
correlation coefficients for a group of male children. From these correlation coefficients
they chose three ratios with the highest correlation coefficients. The drawback of this tech-
nique was that it ignored morphological information that is used in the GP, TW, and Fels
methods. This may be one of the reasons why they found that all correlation coefficients
for the ratios were less than 0.67. They found, however, that there was no significant dif-
ference between the bone age derived using their neural network and that assessed by a
single radiologist using the GP method. They also found no significant difference between
the mean neural network bone age and bone ages from 14 images from the actual GP at-
las. These results show the ability of their neural network to find relationships between
variables that each have a low correlation with bone age.
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2.1.3 Fully automated assessment
Methods for fully, or near–fully, automated assessment of bone age are the topic of this
dissertation. Although a number of researchers have worked on methods to fully auto-
mate assessment, few have published details of complete systems. This section provides a
summary of the research on complete systems.
2.1.3.1 Phalanges, epiphyses, and carpal bones: Pietka, Gertych, Huang et al.
The research by Pietka, Gertych, and Huange et al. was a significant contribution to both
methods of bone age assessment and the operation of a fully automated system. They
developed a clinical system that integrated with a Picture Archiving and Communication
System (PACS), and included a digital atlas of bone age radiographs that could be updated
in a controlled manner [Piet05]. They successively refined their system since first publish-
ing results in the early 1990s.
The general approach taken by this group was to first perform a rough estimate of bone
age using phalangeal length measurements and phalangeal length tables developed by
Garn - as discussed in [Piet91]. Based on this bone age estimate, their system would de-
cide which features to extract from the various regions of the hand-wrist. For example,
carpal bone analysis would only be performed if the bone age was less than nine years of
age in boys, and less than eight years of age in girls [Piet93]. The approach of using the
phalangeal length to make decisions on further analysis presents the question of what hap-
pens to the assessment if this initial estimate is inaccurate, especially at bone ages around
the switchover to different methods of region analysis. This concern arises because it was
initially found that accurate measurements of phalangeal length could be performed, but
these were not a good indicator of skeletal maturity [Piet91]. The phalangeal length is a
surrogate for height and is not a reliable maturity indicator.
The image processing methods they used to analyse and extract skeletal maturity features
were relatively simple, yet surprisingly robust for the age ranges they analysed. Their
objective in analysing maturity features of the bones was to find features that had a high
discrimination power with bone age, but not necessarily those that were in clinical use
[Piet95]. Their expectation was that features should be reliably extracted and should not
require “too sophisticated and time consuming algorithms” [Piet95]. Although in many
respects it ignores the wealth of knowledge that has been introduced through the selection
of skeletal maturity indicators used in the GP, TW, and Fels methods, this is a pragmatic
and robust approach.
Throughout most of their research they used a fuzzy reasoning system [Piet05, Piet03b,
Piet97,Piet95]. The justification for the use of fuzzy classifiers was the ability of this method
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to cope with inexactness, missing data, and subjectivity in the bone age assessment. This
was especially important for the carpal region because the bones not only have changing
features with age, but in younger children some of the bones are not even present. A
potential limitation of this fuzzy classification system was that it was developed using
relationships with age rather than a measure of skeletal maturity, making it dependent on
the reference population used to develop the fuzzy classifier.
It is a little unfortunate that most of the results published by this research group focussed
on the accuracy of their methods of region extraction and segmentation, with few assess-
ments of the accuracy of bone age results. They did compare their method of bone age
assessment with chronological age, showing that the average difference between the two
was about a year [Piet05, Piet03b]. They also compared computerised phalangeal-derived
and carpus-derived bone ages with those performed by a radiologist using the GPmethod.
Therewere nearly three times as many carpus-derived cases than phalangeal-derived cases
that differed from the GP measurements by more than one year [Piet95]. However, the
overall difference between the computerised assessment andmanual GPmeasurementwas
less than six months in 73% of phalangeal-derived cases and 63% in carpus-derived cases,
demonstrating the reasonable performance using both of these methods.
With the integration of their bone age assessment system into a clinical PACS environ-
ment [Piet03b, Piet05], the research group were careful to highlight that such assessment
is fundamentally only computer-assisted because a clinician is always responsible for the
final diagnosis [Piet95]. To assist the clinician, they automatically presented a comparable
bone age image from a standardised digital atlas, chosen using the bone age calculated by
their system [Piet03b]. To do this, their system had web-based image distribution and a
digital atlas based upon a structured query language engine that controlled data storage
and retrieval [Piet03a]. They also used a special graphical user interface to view image
analysis during development of the system and to analyse the cause of image processing
failures [Piet04].
Personal correspondence and publications indicate that the research of this group is contin-
uing in subgroupsworking on different issues to improve and extend systemperformance.
This works includes combining Gibbs random field and active contour model segmenta-
tion methods to improve the segmentation of phalangeal epiphyses [Gert07a]; improving
the clinical integration of the system and quality assurance [Gert07b]; expanding analy-
sis of the carpal bones [Zhan07]; and expanding the age range of the system by including
analysis of the radial epiphysis in older children [Tsao08].
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2.1.3.2 The third digit - three epiphyses: Sato et al.
Using a simpler approach of analysing only the bones of the third digit, Sato et al. claimed
that they could automatically assess the skeletal maturity of Japanese children [Sato99].
Their system was called the computer-aided skeletal maturity assessment system (CAS-
MAS). It analysed the proximal, middle, and distal epiphyses of the third digit using ra-
tios of the widths of the epiphysis to metaphysis, as well as the ratio of the metaphysis-
epiphysis overlap to the width of the metaphysis. Where fusion of the epiphyses was
nearly complete, they included the option of analysing the radial epiphysis.
For the three epiphyses of the third digit, and across the age range 2–15 years, they found
that the percentage of successful automatic evaluations varied enormously. The results
tended to be worse for the very young and older children, which can be explained by the
under-development of the epiphyses in the young, and problems with bone overlap in
older children. In those children for whom automatic evaluation of their radiographs was
possible, there was a good correlation between the ratio of the epiphyseal-metaphyseal
width and their chronological age. This finding of a good correlation between bone age
and maturation of a limited set of bones is similar to another study that found high corre-
lations between overall bone age and the individual bone age of the capitate, metacarpal
III, proximal phalanx III, and middle phalanx III [Clar62]. Although such limited sets of
bones may provide an indication of bone age, there is the risk that variability in bone
maturity within this set will produce an unreliable bone age estimate [Roch88, p29]. When
many bones are included in the assessment, the influence of variability in one or two bones
will be less than if only a limited set of bones is used, depending to some degree on the
method of estimating the bone age. Additionally, a concern that arises is whether such
correlations between limited sets of bones and the overall bone age are valid in children
with pathological conditions where bone age variation of individual bones is greater.
2.1.3.3 Phalanges, epiphyses, and carpals: National Tsing-Hwa University
The bone age research group at the National Tsing-Hwa University (Taiwan) initially fo-
cused on analysis of the third digit [Hsie07b] [Chan03], similar to that by Sato et al. (above).
Their system included a method for extracting the left hand from a radiograph with both
hands on the same film [Hsie07b]. Their preprocessing methods included thresholding
techniques and heuristics searches that resulted in rotation of the hand image so that the
third digit was vertical [Hsie07b]. A phalangeal region of interest (PROI) was found by
scanning elliptic arcs over a fixed angle about an initial, approximate direction of bones
of the digit. Segmentation of the phalangeal bones themselves involved a combination of
Gabor filters to smooth the image, and edge finding and refinement using a Canny edge de-
tector and a local variance method. The resulting binary image of the segmented phalanx
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was used to mask the original image and produce a segmented PROI image containing full
grey-scale information. Their segmentation method appeared to be very successful, with
failure of the PROI extraction in only 2 from 360 female radiographs, and 5 from 360 male
radiographs [Hsie07b].
Two sets of features were extracted from the segmented PROI images. The first was a set
of geometric measures of the length, width, and area of the distal, middle, and proximal
phalanx. The three regions were found by searching for minima in a profile of summed
pixel values across the PROI. The areas and lengths were normalised using the length of
the distal phalanx. The choice of the distal phalanx for normalisation was a little surprising
because this bone is known to have poor contrast in some radiographs, so it can be difficult
to accurately locate the end of the bone for a measurement.
The second set of features was based on the shape of the epiphysis of the distal phalanx.
Horizontal projection profiles of both the binary image and grey scale image were derived
from an analysis window that enclosed the metaphysis and epiphysis of the proximal pha-
lanx, and the diaphysis of the middle phalanx. They used the discrete cosine transform to
derive a frequency space representation of these profiles. The dimensionality of the fea-
tures was reduced by choosing the first two significant components from a principal com-
ponent analysis of the normalised lengths, areas, and nine frequency components from the
discrete cosine transform. These components were feed into a neural network.
Three neural networks were investigated using the leave-one-out statistical method of
training and testing. These were a back-propagation neural network, a radial basis func-
tion neural network, and a support vector machine neural network. Their support vector
machine performed the best, but even that network only gave an accuracy of 85% when a
bone age error of 1.5 years was allowed.
To improve the estimate, they decided to incorporate carpal bone information into the bone
age assessment for children less than eight years of bone age (as assessed by the carpal
analysis itself). The carpal bone age was calculated using a fuzzy membership function
for the ratio of carpal bone area to total carpus area2. They did not provide details of
how they calculated the carpal bone area. The carpal bone age was applied as a mask to
neural network output values. For any given bone age less than or equal to seven years,
a final bone age estimate was made using the neural network output corresponding to
the carpal bone age estimate, plus the two outputs above and the two outputs below the
estimate. This meant that five outputs were weighed about the output corresponding to
the carpal bone age estimate. If the carpal bone age was more than seven years, the two
largest neural network outputs were used. Hence the fuzzy estimate of carpal bone age
2In a recent publication this group further validated their use of the carpal bone area ratio applied to four
different classifiers [Hsie07a]
2.1 A review of computerised assessment of bone age 41
was used to constraint the neural network result for the phalangeal processing. This fuzzy
constraint, combined with the use of a support vector machine, resulted in a small increase
in correct classification rate that demonstrated the usefulness of including the carpal bone
information in the bone age assessment. In a recent publication this group further explored
the use of a phalanx-based neural network system for classification of bones, with the bone
age estimate confined by a fuzzy-based carpal bone analysis [Hsie08a].
This group is now extending their system to include screening for Turner’s Syndrome by
measuring both the bone age and a measure of the distal-middle phalanx ratio [Hsie08b],
a ratio that often changes in this syndrome.
2.1.3.4 Phalangeal analysis using an active shape model: Mahmoodi et al.
The phalanges were also processed in an automated system developed by Mahmoodi et
al. [Mahm00]. Their system first used a hierarchical search method to localise the bones,
then a bone contour was found using an active shape model. From the contour of the
active shape model they derived three bone shape features whose correlation coefficients
with chronological age were between 0.72 and 0.89. The three features were the coefficient
of a principal component from the active shape model; a shape moment of the proximal
end of the phalanx; a ratio of the width of the epiphysis to the width of the metaphysis.
They also looked at texture analysis of the epiphysis-metaphysis region and although they
found a reasonable correlation between the results from this analysis and chronological
age [Mahm98, p129], they appeared to dismiss this finding in a subsequent publication of
their research [Mahm00].
Using the three features, they estimated the bone age by calculating an age that minimised
a risk function based on the Bayes risk principle from decision theory [Mahm00] [Mahm98,
p132]. The accuracy of this method was tested using a leave-one-out technique whereby
one sample (patient radiograph) was removed, the system was trained using the remain-
ing samples, and the removed sample was tested using new parameters based on the
training. They claimed bone age accuracies of (82±3)% for males, and (84±3)% for fe-
males [Mahm00]. They also proposed that these accuracies could be further improved
by using a larger training set that would allow them to model the variance in their sample
population, rather than assume that the variance was the same across all age ranges (which
is what they had done in this research).
2.1.3.5 Neural network classifiers for geometric features of the RUS and carpal bones:
Liu et al.
A large patient database was used by Liu et al. to train and test an artificial neural network
system that used geometric features of length ratios and area ratios of the RUS and carpal
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bones to compute a bone age [Liu08]. Particle swarm optimisation was used with bone
templates to segment the bones. The system used two classifiers: one for the RUS bones
and one for the carpal bones (for children less than nine years old). Both classifiers pro-
duced very small mean bone age differences between the system and human observers,
and a small standard deviation of the differences. An important finding from their work
was a reduced variability in carpal bone-based bone age estimates made with their auto-
mated system. This potential improvement by automation is discussed in more depth in
Section 2.3.
2.1.3.6 Neural network Analysis of the radius and ulna: Trista`n and Arribas
Trista`n and Arribas used neural networks to produce a bone age estimate using an im-
plementation of the TW method for the radius and ulna [Tris08]. Their method included
an adaptive clustering algorithm to segment the radius and ulna after manual assistance
with some land marks. A unique aspect of their research was the use of neural networks
in the decision stage that generated a posteriori probabilities that could be used to estimate
the diagnosing error. Although the mean difference between their system and two human
observers was small, the range of the differences were large, and their method was lim-
ited to only four TW3 stages for the radius, and five for the ulna. However, they believe
their system could benefit from improvements in bone segmentation and further training
of their neural networks. Their results suggest that neural networks are worthy of further
investigation.
2.1.3.7 Neural network analysis of the epiphyses and carpal bones: Rucci et al. and
Bocchi et al.
The usual approach to the task of analysing the bones of the hand and wrist is to gener-
ate an outline of the bone boundary and to extract features from either this outline or its
interior. Finding the bone boundary can be difficult in the carpal bones because of low
edge contrast, overlapping soft tissue, and noise in the radiographic image. Rucci et al.
claimed that they could avoid this problem by training neural networks to look for image
features [Rucc95]. They did this using a neural network architecture consisting of an at-
tention focuser and a bone classifier. The attention focuser used what they called a ‘retina’,
effectively a ‘pixel-processing’ neural network that fed into hidden neural network layers
to produce an output of X and Y values corresponding to the centroid of each bone in the
radiograph. The centroids were used to position square regions of interest over each bone.
A classification neural network, using a similar retina structure, then classified the bone
into one of the TW2 stages.
The network was trained using 56 relatively low resolution radiographs, and tested us-
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ing another 16 radiographs. The gold-standard for the training was an assessment by an
‘expert physician’ using the TW2 method. They reported a bone stage classification ac-
curacy of 65% for the correct stage, and 97% for a difference of less than or equal to one
stage. The average difference between the bone assessed by the expert and their system
was 0.62 years, with a standard deviation of 0.58 years. Once again, these results indicate
the usefulness of neural networks in the classification task for the TW2 method.
Although not presented as a fully automated system, the research by Bocchi’s group [Bocc03]
[Bocc04] if combined could result in a system that would be almost fully automated. In
their early work, a user manually selected regions from the radiograph, but in subsequent
research they investigated a neural network method for locating and labelling the bones.
They used similar ‘pixel-processing’ methods to those investigated by Rucci et al. [Rucc95],
except their system included analysis of the epiphyses. For the manual method of bone
localisation and labelling, they found an average difference of only 0.05 years, and a stan-
dard deviation of 0.7 years between the bone age measured using their system and that of
an expert physician [Bocc03]. The maximum error was 1.4 years.
The results from both these groups appear very good. However, it was unclear over what
age ranges they had tested their systems, and whether their systems would still work if a
bone was missing, for example, before ossification in young children. Furthermore, it was
unclear whether their systems would cope with bones that had started to overlap.
This neural network research demonstrates an interesting approach to storing processing
information within a neural system. The conceptual difficulty with the approach used
so far is that the neural systems start out dumb. In doing so, they effectively ignore the
significant amount of research that has gone into developing skeletal maturity indicators
for bone age assessment.
2.1.3.8 The Royal Orthopaedic Hospital Skeletal Ageing System: Hill and Pynsent
The Royal Orthopaedic Hospital Skeletal Ageing System (ROHSAS) undertook an auto-
mated implementation of the 13-bone and 20-bone TW2 assessment without any human
intervention. Their systemwas able to complete an assessment in approximately four min-
utes using 1994 personal computer technology [Hill94b]. It used an iterative method to
find the hand outline and identify the phalanges, carpus, radius-ulna area, and could iden-
tify whether the left or right hand was presented based on assessment of the widths of
the radius and ulna. Segmentation of the bones was based on the fuzzy set and entropy
method [Pal83]. The bones were classified using a shape recognition method based on nor-
mal, fuzzy, and fractional fuzzy grammars that were analysed using octal chain codes that
described the edges of the bones [Kwab85]. As with the CASAS system, the user could
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intervene and override the classification of individual bones, if required.
The ROHSAS system was evaluated by Cox using 98 radiographs from the International
Children Centre London Longitudinal Study [Cox94]. In a comparison of bone age assess-
ments using these radiographs, Cox found that the mean interobserver difference was 0.35
years, and 0.5 years between one observer and the ROHSAS. There was no difference in
bone stage between the computer and a single human observer in 74% of the bones as-
sessed. The ROHSAS assessed bones as one stage higher in 14% of the bones, and one
stage lover in 11% of bones. However, the rejection rate of the system was 25%, most of
which the researchers attributed to their system not coping with small distances between
the edge of the hand the edge of the radiographic film. The conclusion by Cox was that the
grammar-based system produced acceptable results, but the concern was that it required a
much larger set of normal radiographs for validation, as well as evaluation against a set of
radiographs outside of the normal range [Cox94].
2.1.3.9 The RUS bones analysed using BoneXpert: Thodberg et al.
The BoneXpert system is a recent and extensive addition to the research on automated bone
age assessment [Thod09]. This system uses shape-driven active appearance models to seg-
ment the radius, ulna, and short bones (the TW RUS bones), ignoring the carpus. Active
appearance models are similar to active shape models, but include a model of the intensity
variation of a region - the shape and intensity variations constitute the ‘appearance’. The
parameters of the active appearance model are derived from a principal component analy-
sis of a set of rotated, scaled, and registered bone contours. More than 3000 bone contours
were used to derive the principal components for the shape variation, intensity variation,
and texture (using Gabor filters)3. A set of coefficients are produced by fitting the active
appearance model to a bone, and a selection of 30 of these coefficients were used as image
features for a linear regressionmodel of the age of a bone. The ages of the individual bones
were then combined to give an overall bone age estimate. Additionally, the system was
calibrated against the Greulich and Pyle atlas to give GP bone ages, and TW2 bone ages
were calculated using a slightly unusual method that produced TW stages from individual
ages of bones, then recombined them to give a TW2 bone age.
The performance of the system is still being actively evaluated, but initial results indicate
that the performance is good, with an accuracy of 0.42 years (standard deviation) for the
GP method, and 0.80 years for a cross-validated study using the TW2 method [Thod09].
The system has the ability to reject radiographs of poor quality. The overall rejection rate
was very low (1%), although the rejection of individual bones was sometimes high (as
high as 18% for the radius and ulna). An especially useful output of the research was a
3The shape analysis was similar, in principle, to that developed by Mahmoodi et al. [Mahm00]
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measure of bone age precision based on an interpolation of the bone age from sequential
radiographs, and assuming linear growth. The precision of the system was 0.17 years
(standard deviation), and this was very good compared with an average operator precision
of 0.50 years, demonstrating the improvement in reproducibility that can be achieved using
an automated system.
The BoneXpert system has been released as a commercial product with pay-per-use licens-
ing (http://www.boneXpert.com, Jan 2009).
2.1.4 Summary
Three approaches to the computerised assessment of bone age have been discussed: computer-
assistedmanual methods, user-assisted computerisedmethods, and fully automatedmeth-
ods. This review has demonstrated, through examples, that it is possible to achieve rea-
sonable bone age accuracy with each of these approaches.
Some of the fully automated methods are limited in that they only use of a small set of
bones in the analysis. If only a limited set of bones is chosen, such as the third digit
method, then there is more risk that variability in bone maturity across the hand could
result in an unreliable bone age estimate. The range of bone-specific skeletal ages within
the hand and wrist can be large, even within normal children [Roch88, p29]. Furthermore,
some pathologies can exaggerate bone age differences between the bones of the hand and
wrist [Roch88, p29]. This presents a challenge for fully automated assessment: include as
many bones as possible to span the period of skeletal development and to protect against
variability in bone maturity, yet use this variability to indicate the confidence in the bone
age estimate.
Most of the effort given to automated bone age assessment has been focussed on the radius,
ulna, and short-bones – the so-called RUS bones. This review has shown that research on
the automated assessment of carpal bones has been limited to younger children, less than
nine years old. The role of the carpal bones in older children has not been investigated.
This is a research opportunity that is discussed further in Section 2.3.
2.2 Model of a system for the computerised assessment of bone
age
The aim of this brief section is to describe one possible model of a fully automatic sys-
tem for bone age assessment, or at least a system with minimal expert-user intervention.
Included is discussion on approaches that other researchers have taken to address require-
ments of this model.
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2.2.1 Overview of the model
The task of automating the assessment of bone age from hand-wrist radiographs is mostly
one of computer vision. A computer is presented with an input image that is processed
to generate a description of the objects within the image (the bones) which is then used to
derive a measure of the bone age of the child. One model for such a system is shown in
Figure 2.1. Themodel depicts individual stages of the assessment process, but in a practical
implementation the stages are often interdependent. For example, some methods require













Figure 2.1 Model of the proposed bone age assessment system.
This is only one possiblemodel. An example of anothermodel is the use of ‘pixel-processing’
neural networks that attempt to circumvent the need for segmentation. Such techniques
have been used by Rucci et al. and Bocchi et al. for bone age assessment (see Section 2.1.3).
The various stages of this model will now be briefly described.
2.2.1.1 Image formation and acquisition
The hand-wrist radiograph is formed from x-rays leaving an x-ray source, passing through
the hand, and some of the transmitted x-rays causing ionisation in an x-ray sensitive re-
ceptor. The x-rays usually pass through the hand in a straight line. Of those that do not,
some undergo scattering, and the rest are completely absorbed by bone or soft tissue. The
amount of x-ray scattering and absorption depend on the energy of the x-rays and the
thickness, density, and atomic number of the material through which they pass. It is the
differences in these four parameters that cause differences in the relative x-ray flux at the
x-ray receptor. For example, if the x-ray energy is high there will only be a small differ-
ence between the absorption of the x-rays in bone and soft tissue. This results in a loss of
contrast between the bone and soft tissue on the radiograph.
2.2 Model of a system for the computerised assessment of bone age 47
The type of x-ray image receptor can also influence the contrast. For example, a recep-
tor consisting of a combination of an x-ray sensitive, light-emitting screen with a light-
sensitive film has a non-linear dependence on the flux of x-rays reaching the screen. The
non-linearity in this screen-film combination is caused by the optical response of the film.
If the x-ray flux is small (underexposure) or large (overexposure), there is loss in image
contrast. The screen-film combination will only give optimal contrast performance over a
limited range of x-ray flux. If the x-ray exposure is poorly controlled, the image contrast
will be degraded.
To expand the optimal-contrast range, traditional screen-film combinations can be replaced
by computed radiography or direct radiography. Computed radiography uses photostim-
ulable phosphor plates that store the ionisation caused by the x-rays as a latent image, that
is then readout from the plate using a laser beam to stimulate the phosphor. Alternatively,
a direct radiography panel can be used to immediately convert the x-ray ionisation to an
electrical signal for storage as digital image [Doi06]. Unlike screen-film combinations, both
of these systems can control the relationship between the incident x-ray flux and the result-
ing output pixel values. This allows changes to the image contrast and dynamic range, and
improves tolerance to over and under-exposure of the x-ray receptor. If required, spatial
filters can also be applied to enhance edges.
With computed radiography and direct radiography systems there are no further steps in
the image acquisition stage for computerised bone age assessment - the image is inherently
in a digital form that is stored ready for transfer to a processing system. With screen-film
systems, the film has to be digitised. Dedicated x-ray film digitisers are available for this
task, but digitising video cameras have also beenmounted over x-ray light boxes to capture
the image data.
The digital form of the radiographic image is usually a rectangular array of pixels with
depths of 8, 12 or 16 bits. The overall contrast in the image is determined by the energy of
the x-rays, scattered and absorbed radiation in the tissues of the hand, energy-dependent
absorption of x-rays at the image receptor, and the relationship between the x-ray flux
reaching the receptor and the output pixel values. The overall image resolution is deter-
mined by the size of the x-ray source in the x-ray tube, the distance from the x-ray tube to
the image receptor, the distance between the hand and the image receptor, and the design
of the image receptor itself. Often only the image receptor resolution is considered because
the other factors are controlled by a standard radiographic exposure (Section 1.2.1).
The noise in the digital image is determined by a combination of structural noise sources
from the image receptor, variations in the x-ray fluxes due to stochastic processes of x-ray
generation and interaction (quantum mottle), and quantization noise from the digitisation
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process. Although not strictly a source of noise, the radiographic projection of the inter-
nal composition of the bones - the bony trabeculae - can produce image textures that are
difficult to analyse.
2.2.1.2 Preprocessing
The preprocessing requirements usually depend on the subsequent methods used in the
bone age assessment system. For example, if a segmentation algorithm is intolerant of
noise, then significant spatial filtering may be required as part of the preprocessing. Typ-
ically, the preprocessing prepares the image for subsequent analysis. This may include
removing or excluding image labels such as the ’L’ typically used to indicate the left hand,
as well as eliminating white borders caused by collimation of the x-ray beam, and reorien-
tation of the image.
The preprocessing system should also be responsible for the initial screening of the hand-
wrist radiograph. This should include rejecting poor quality radiographs that would lead
to erroneous results. Such radiographs would then be flagged for either user intervention
or full, manual reporting by a radiologist or specialist physician.
2.2.1.3 Region of interest extraction
The purpose of the region of interest (ROI) extraction stage is to break down the bone age
assessment into different processes. The GP, TW, and Fels methods separately consider the
phalangeal andmetacarpal epiphyses, the carpal bones, and the radius and ulna epiphyses.
The model adopted here is that all three regions should also be considered separately in an
automated system.
The output of the ROI extraction stage is a numerical representation of regions surrounding
the areas of interest. These regions usually completely enclose the bones of interest, but
may focus on areas such as the metaphyseal-epiphyseal region.
2.2.1.4 Image segmentation
Image segmentation can be complex because there is no standard definition or theory for
it, nor single standard method of performing it [Prat01, p551]. The segmentation process
of this model refers to the separation on bone structures from other structures of the hand
and wrist by way of some attribute of the bone. The attribute is commonly based upon
differences in intensity in the digital radiographic image, but it could also be based on
another attribute such as a region of common bone texture. The segmentation is usually
described by a contour defining the edge of a bone, or region of bone. This contour may be
open or closed, depending on the bone and the features that are extracted from it.
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2.2.1.5 Feature extraction, classification, and parameterisation
The term image feature is sometimes used to refer to low-level characteristics or attributes
of an image [Prat01, p509] and such features are used for the image segmentation stage.
However, in this model feature extraction is the process of extracting higher-level image
features from a segmented radiograph such as epiphyseal outlines, and these features have
some relationship with skeletal maturity indicators. These features may be used to classify
a bone into some stage of development, like that usedwith the TWmethod, or alternatively,
the features may be described by a set of parameters that have a direct relationship with
skeletal maturity.
2.2.1.6 Decision system
The decision system estimates the bone age either from a set of bone classifications, or from
a set of parameters describing features of the various bones. The process of estimating a
bone age is dependent upon a reference population and is implemented as a calibrated
mapping from the bone classifications or parameters to a bone age estimate based on the
reference population. The alternative approach is to estimate a skeletal maturity score that
is independent of the reference population, as in the TWmethod, and to subsequently con-
vert this to bone age using calibrated conversion factors [Tann01, p9]. Ideally, the decision
system should also give an indication of the uncertainty in the bone age estimate.
2.3 Improving the computerised assessment of bone age – the in-
clusion of carpal data
Although there has been a significant amount of research on the computerised assessment
of bone age, especially with respect to the phalanges, there remain gaps in knowledge
and opportunities for improving the assessment. An example is the lack of research on
the role of the carpal bones and the contribution they can make to computerised assess-
ment. It remains unclear whether incorporating carpal bone maturity indicators into a
computerised system can improve the accuracy of bone age assessment in older children.
The carpal bones have a wide range of morphology and in older children they begin to
overlap, which adds extra complexity to their automated analysis. Furthermore, there is
concern that including the carpal bones in bone age assessment has a negative influence
upon the accuracy and precision of the assessment because of interobserver and intraob-
server variability, and inherent differences in development between the carpal bones and
the phalanges [John65].
The objective of this research is to developmethods for the computerised analysis of carpal
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bone skeletal maturity in children over nine years of age4. The aim is to incorporate this
analysis into a system for the automated assessment of bone age. The motivation for the
research was the hypothesis that if interobserver and intraobserver variability are the ma-
jor contributors to uncertainty in bone age estimation, then automating the assessment
should decrease this uncertainty and provide a more objective measure of the contribu-
tion of carpal bones to bone age assessment. In addition, improved precision and accuracy
of carpal bone analysis could improve the precision and accuracy of the overall bone age
estimate, the importance of which was discussed in Section 1.2.3.5.
Therefore, this final section of Chapter 2 introduces three areas that require investigation:
segmentation of the carpal bones, extracting features from the carpal bones, and incorpo-
rating carpal bone features into a decision system for bone age estimation. The discussion
of the basis for this research begins by reviewing what has been established about the role
of the carpal bones in bone age assessment.
2.3.1 The role of the carpal bones in computerised assessment
It is proposed that the carpal bones of older children contain indicators of skeletal maturity
that have not been utilised in systems for the computerised assessment of bone age. The
research question is whether incorporating these indicators into a computerised system
would improve the assessment of bone age in children over nine years of age.
2.3.1.1 Should the carpal bones be included in bone age assessment?
In addressing this question, it is important to consider both the contribution the carpal
bones make to accuracy, and the impact including them has upon the precision of bone age
assessment. This, however, appears to be a difficult question to answer because a review of
the scientific literature shows conflicting claims about the role of the carpal bones in bone
age assessment. The reason for this difficulty is most likely a combination of differences
in sample populations for research studies, and differences in the methods of assessment -
with corresponding differences in accuracy and precision.
Comparison of assessments when carpals are included or excluded
The impact that including the carpal bones has upon accuracy can be determined by com-
paring bone age measurements with and without the carpal bones as part of the analysis.
Unfortunately, this only provides a relative measure of the impact of the carpal bones be-
cause an absolute comparison would require prior validation of the accuracy of the bone
4The carpal bones begin to show a decreasing contribution to the bone age assessment in children beyond
the age of nine years (Section 2.3.1.3). Additionally, the analysis is made more complex because the carpal
bones begin to overlap. These are the two reasons why automated assessment in children over the age of nine
years has received little attention
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age method against the sample population used for the comparison.
Furthermore, this assumes the reference population matches the test population (as dis-
cussed in section Section 1.3.3) especially the concordance between carpals and the other
bones. The accuracy of the GP method can be tested by simply excluding the carpal bones
when comparing radiographs with the standards from the GP atlas. In a study using
two observers, the difference between including and excluding the carpal bones was sig-
nificant for all duplicate readings for boys and girls (a total of four readings), but for a
second observer only one of four sets of readings were significantly different from each
other [John65]. Given this inconsistency and that the maximum difference between includ-
ing and excluding the carpal bones was only 3.9 months, it is difficult to conclude that their
findingswere significant. Another study used the GP atlas to separatelymeasure bone ages
for the carpals, wrist, and hand (phalanges and metacarpals) [Carp93], and found that the
carpal bone age was 4.1 months less than the hand bone age in boys, and 8.1 months more
than the hand bone age in girls. The influence of ethnicity on these differences was studied
by Levine, who found that in White, Negro, Coloured, and Indian males the carpal bone
age lagged the hand bone age an average of -6.25 months to -3.68 months, but for females in
the same ethnic groups the difference ranged from -0.37 months to +4.12 months [Levi72].
Although Levine’s results for boys are comparable with other studies [John65] [Carp93],
there is poor consensus on ethnicity effects for females, an inconsistency that remains un-
explained. However, it may indicate that different investigative groups have used slightly
different criteria when comparing subjects and atlas images, since the GP method is sub-
jective.
The TW2 and TW3 methods both have separate radius-ulna-short bone (RUS) and carpal
bone ages that simplify relative measurements; hence, TW is probably the best method for
comparison of results with and without the carpal bones. However, the very consistency
of the TW method may be due to the discarding of subjectively variable, but useful, data,
and this discarding could bias such an investigation. Even so, the mean difference between
the TW-RUS and TW-Carpal scores was found by Tanner et al. to be zero for boys in the age
range 2-13 years and zero for girls in the age range 2-11 years [Tann01, p12]. However, in
another study the TW2 RUS bone age was approximately 1 year in advance of the carpal
bone age [Cole88]. This latter study included boys and girls over 13 years of age, so caution
is required when making a comparison with the findings by Tanner et al.. A third study of
4-12 year old children from Argentina showed TW2 Carpal bone ages lagged behind TW2
RUS bone ages by a year or more, although Tanner et al. suggested that this might have
been due to the carpal bones not sharing the “secular trend universally seen in the RUS set
of bones, rather than indicating a population difference”5 [Tann01, p13].
5Secular trends are slow trends that are seen over long timeframes. In this case, the trend has been towards
advancement of maturation and, hence, bone age. The suggestion by Tanner et al.was that this trend may have
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Overall, this evidence for the impact of the carpal bones on the accuracy of bone age as-
sessment remains inconclusive for both the TW and GP methods. It is clear, however, that
the experts in bone age assessment cited above expected that including the bones would
provide a benefit.
Comparison of intra- and inter-observer variability when carpals are included or excluded
Observer variability has received the most attention for its influence on the precision or
reproducibility of bone age assessments, as mentioned in Section 1.3.1. One study using
the GP method looked at between-observer differences, between-technique differences for
bone age assessment with and without inclusion of the carpal bones, and intra-observer
differences. They concluded that the carpal bones may provide some useful informa-
tion, but that their inclusion did not assist, and probably hindered, bone age assessment
[John65]. There are three concerns about the evidence used to support this conclusion: 1)
the impact that including the carpal bones had upon systematic errors in the bone age as-
sessment was statistically significant in seven sets of measurements associated with one
observer, but only in one set of measurements associated with a second observer; 2) the
between-observer differences were significant in two sets of measurements for girls, but
one in favour of carpal bone exclusion, and the other in favour of carpal bone inclusion;
and 3) assessment of variances between including and excluding the carpal bones showed
no significant difference for both girls and boys. It is difficult to find a clear relationship
between the evidence in this paper and its conclusions. Furthermore, another similar in-
vestigation concluded that excluding the carpal bones did not systematically affect either
the interobserver or intraobserver variability [Roch70b]. It is unfortunate that despite these
concerns, the earlier paper [John65] has been cited as a basis for excluding the carpal bones
from computerised analysis in older children [Zhan07] [Piet97] [Piet93].
The lack of agreement on whether to include the carpal bones has been summarised by
Roche et al. [Roch88, p15], who noted findings of variability in the rate and patterns of
carpal maturation and noted that some researchers had concluded from this that the carpal
bones should be excluded. However, they believed that this variability in the rate of matu-
ration could be useful [Roch88, p16], and for this reason included a range of carpal maturity
indicators in the Fels method, including typical variations in bone morphology at differ-
ent stages of maturity. Furthermore, they looked at the contribution of the carpal bones
to the assessment and found that for the Fels method the carpal bones contributed 40% of
information for bone age assessment in the age range 5 - 9 years, and 20% for each of the
ranges 3 - 5 years and 9 - 11 years [Roch88, p260]. However, their investigation of variabil-
ity of grades showed that 52% of the intraobserver variability and 29% of the interobserver
variability could be assigned to the carpal bones [Roch88, p269]. These findings highlight
the problem with the carpal bones: the carpal bone contribution to bone age assessment is
only occurred for the RUS bones, and not in the carpal bones.
2.3 Improving the computerised assessment of bone age 53
high in young children, but so is the intraobserver and interobserver variability associated
with them. If a computerised system could reduce observer variability, then it is possible
that the carpal bones could have a significant role in such a system.
Summary
There is no conclusive evidence to support exclusion of the carpal bones from bone age
assessment. This contrasts with the evidence based on large reference populations that
was used to support including the carpal bones in the GP, TW, and Fels methods [Greu59]
[Tann01] [Roch88]. These methods demonstrate that the role of the carpal bones is well
established in bone age assessment. For example, the TW2 20-bone method attributes 50%
of the bone age assessment to the carpal bones [Tann83, p5]. In summary, the carpal bone
assessment should remain part of the method for bone age assessment, and it should be a
part of a computerised system for bone age assessment.
2.3.1.2 Using carpal bones for differential diagnosis
The argument for and against including the carpal bones hasmostly focussed on the impact
they have on bone age assessment in normal children. Some researchers have suggested
that the difference in skeletal maturity between the carpal bones and the rest of the hand
could be of use in the differential diagnosis of disease [Tann01, p12] [Kirk98]. It has been
proposed that differences in development between the carpal bones and long bones could
be due to different underlying hormone processes [Moli04]. Investigation of this idea,
however, has been limited to specific diseases. In a study of children with a disorder that
caused bone maturation acceleration, the TW2-RUS bone ages were at least one year in
advance of TW2-Carpal bone ages, while the average difference was only 0.1 years for
normal children [Vejv81]. Another study of children with renal disease also showed that
TW2-RUS bone ages were an average of 10 months in advance of TW2-Carpal bone ages
[Cund88]. It is possible, therefore, that bone age assessment could benefit from trying to
separate skeletal development for the different regions of the hand, rather than trying to
combine them into a single measure. In this respect, even if the carpal bone ages are shown
to have a poor accuracy, they may be of use for differential diagnosis of disease.
2.3.1.3 Including the carpal bones in computerised assessment of older children
In children over the age of nine years, carpal bones frequently overlap, bone changes slow,
and maturity indicators generally become more subtle and difficult to determine. This is
the reason why the carpal bones are often not included in bone age assessment of children
over nine.
Differences between the manual and computerised approaches to carpal bone assessment
The argument presented so far for including the carpal bones in computerised assessment
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is: a) the GP, TW, and Fels methods all make extensive use of these bones; b) the evidence
for excluding them is poor; and c) the carpal bones may assist differential diagnosis of
disease. However, the idea that evidence from the manual methods of assessment can be
applied to computerised methods may be incorrect and needs to be challenged.
Although human observers are very good at many of the visual and interpretive tasks
required for bone age assessment, it is reasonable to expect that computerised methods
will eventually be able to perform such tasks with at least equal ability. Because comput-
erised methods have the potential to eliminate observer variability by elimination of ran-
dom variations in the assessment, they may even prove to be better than human observers,
especially in the precision of assessments.
There is the additional possibility that some quantitative measures of skeletal maturity that
are difficult for human observers to perform could be of value when bone age assessment
is computerised. For example, relative area measurements and the quantification of bone
margin irregularity could lead to an improvement in the accuracy of bone age assessment.
Computerised assessment would also allow more advanced algorithms to be used for the
decision system that derives a bone age from skeletal maturity indicators. An example of
this is the use of computerised statistical models for processing skeletal maturity indicators
in the Fels method [Roch88, p58].
Finally, implementation of computerised carpal bone assessment will allow further re-
search to clarify the relationship between the isolated carpal bone age and skeletal maturity
of both the hand and the rest of the body.
To include or not to include carpal assessment in older children - morphological considerations
The carpal bones in older children begin to take on their final form and do not change
much. Once they reach adult maturity they make no further contribution to bone age
assessment. At this point it becomes difficult to include them in such methods as the GP
method, where bone-specific ages are averaged to give a bone age estimate [Roch88, p15].
This is because the skeletal development based on observation of these bones appears to
have finished, and the lack of change in skeletal maturity prevents monitoring of growth.
What is unclear is the level of maturity at which this occurs.
TheGP, TW, and Felsmethods all have carpal bone skeletalmaturity indicators that progress
beyond nine years of age. The Atlas of the GP method provides details of changes in the
carpal bones until 11 years of age in girls and 12.5 years of age in boys [Greu59]. With the
exception of the pisiform ossification, the Fels method requires that at least one maturity
indicator should be analysed in all carpal bones until the age of 14.5 years in girls and 15.5
years in boys [Roch88]. The TW3-Carpal scores keep changing in girls until 11 - 15 years,
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and until 13 - 17 years in boys (the ranges being the 97th to 3rd percentiles) [Tann01, p12].
Perhaps the most useful indication of the potential contribution of the carpal bones is the
mean increment in the TW3-Carpal bone score per year. Results from Tanner et al. showed
that the mean increment per year reached a maximum at approximately 8.5 years in both
girls and boys [Tann01, p15].
These results are similar to the findings ofMolinari et al., reproduced in Figure 2.2 [Moli04].
Despite there being a rapid decline in the mean increment of the carpal bone score beyond
9 years of age, Figure 2.2 illustrates that even children at the 10th percentile (lower dashed
line) show changes in scores to at least 11 years of age. These results do not suggest that
maturity changes in the carpal bones are a reliable indicator of skeletal development, or
that they would improve the accuracy of bone age assessment, but they do suggest that
nine years of age is not the level at which such analysis should automatically stop.
To include or not to include carpal assessment in older children - clinical significance
In some respects, questions about whether the carpal bones should be included become
more significant when considering their role in a computerised assessment system. Analy-
sis of the carpal bones is complex and a decision has to bemade about whether to invest the
effort to include them. There has been a resurgence in interest in automated carpal bone
analysis, but this has been limited to children less than nine years old [Lin04] [Zhan06].
The role of the carpal bones in the computerised assessment of older children is unknown.
Although this role is an interesting research question to address, and is stimulus for in-
vestigating the computerised assessment of these bones, equally important is the more
immediate need for improved accuracy of bone age assessment in this age group. Puberty
is an important stage of development of a child, yet there is limited consensus on when
the GP method is least accurate, with some suggesting the early puberty period 10–14
years [Zeri91] and others the late puberty period 14–17 years [Kemp99] .
Finally, as introduced in Section 1.1.3, bone age monitoring is useful at all ages while
growth hormone is being administered, but in older children the bone age assessment will
also assist the decision to cease growth hormone therapy.
2.3.1.4 Summary
This section has presented an argument for why carpal bones should be included in bone
age assessment. It is argued that even if the evidence for excluding the carpal bones is con-
sidered reasonable, this evidence may not be applicable to the computerised assessment of
bone age. The potential benefits from computerised analysis are sufficient to warrant in-
vestigation of the role of the carpal bones in the bone age assessment of children over nine
years of age. The rest of this chapter introduces the basis on which this could be achieved.
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Figure 2.2 Mean increments in TW3-Carpals scores per year. The curves are the 10th, 50th (solid
line), and 90th percentiles. The solid vertical line is the time of peak height velocity during the
pubertal growth spurt. (reproduced with permission from [Moli04])
2.3.2 Segmentation of the carpal bones and the overlap problem
The problem
The methods for segmentation of the carpal bones on radiographs of older children are
likely to be different from those for young children because around nine years of age the
carpal bones begin to overlap, rendering the segmentation process more difficult. Unlike
the problem of occlusion that has been extensively studied in computer vision, the overlap
in radiographs is of structures that are semitransparent. This means that for two overlap-
ping bone objects each include the other bone’s edge within their boundary.
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Segmentation procedure outputs
Early in the research for this thesis it was recognised that the complexity caused by the
semitransparent scene, combined with possible poor radiographic definition of a bone
edge, would mean that it would not always be possible to find a complete contour during
carpal bone segmentation. Where components of a contour are too poorly defined to be of
use, a mechanism is required to label these components, to allow them to be excluded from
subsequent feature extraction and bone age assessment procedures, but to be included in
measures of confidence in the segmentation.
2.3.3 Extracting features from the carpal bones
Overview
The GP, TW, and Fels methods all describe carpal bone skeletal maturity indicators that
can be of use in older children (Section 2.3.1). It should be possible to automatically extract
image features that relate to these indicators and hence have a relationship with bone age.
Furthermore, rather than use feature extraction methods to classify a bone into a given
stage of development, it should be possible to parameterise the features and provide a
continuous scale for the maturity of an individual bone.
Maturity as a continuum
If the resolution used in the quantisation of the bone maturity stages is a significant com-
ponent of the bone age error in methods like TW, then using a continuous scale should im-
prove the precision of bone age estimation. The motivation for this is the observation that
an error of as little as one stage in the TW analysis can change the bone age by more than
0.3 years [Alba95]. One group attempted to solve this by developing a continuous scale for
computerised scoring of bones based on a distance measure of Fourier coefficients of the
bone images compared with the coefficients of a set of template images [Tann94b]. But, as
discussed in Section 2.1.2.1 their are serious shortcomings to this method. An alternative
approach is to use a continuous scale to describe complex image features that have a closer
match with the skeletal maturity indicators of the GP, TW, and Fels methods.
Feature selection
There are many features that could be derived from a two-dimensional image of a carpal
bone, but only a few are likely to have a dependent and reproducible relationship with
bone age. If a feature is related to or considered a useful skeletal maturity indicator, then
there are two constraints upon the feature: 1) it should be independent of the physical build
of the child, and 2) the endpoint of the feature should be common to nearly all children (see
Section 1.1.2.2). However, it is possible that two image features do not meet these criteria,
but there may be a useful relationship between them that does. An example of this is
the epiphyseal and metaphyseal diameters of the phalanges. The diameters themselves
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depend on the size of a child’s hand (physical build), but the ratio of the diameters can
be used to indicate the stage of maturity of the phalanges [Tann01, p72]. By investigating
features that are independent of the physical build of children, it may be possible to reduce
the variance of the feature across the population and improve its usefulness.
Much of the research on computerised assessment of the carpal bones has focussed on
simple, geometric and gray-scale measures that are applied equally to bones in children
less than nine years of age. Although such methods can be applied to the carpal bones of
older children, in many respects they ignore the expertise that has been incorporated into
the GP, TW, and Fels methods. It can be argued that simple features like ratios of areas are
difficult for human observers to quantify, but easy to be incorporated into a computerised
system. However, it can equally be argued that more complex features are also required
to quantify skeletal maturity indicators in older children, an example being investigation
of features to describe the development of articular facets of the capitate bone [Tann83,
p73]. Neither the simple nor the complex features should be ignored. They both require
investigation to see if incorporating them into a computerised system can improve the
assessment of bone age.
2.3.4 A decision system that considers data confidence
For the decision system there are three areas in addition to current methods that should be
considered for a clinical bone age system.
Missing data
As well as providing a measure of confidence in the carpal bone segmentation and subse-
quent feature extraction, it is important that the decision system also includes this confi-
dence measure in the estimate of bone age. If the segmentation or feature extraction are so
poor that a bone feature can not be included in the assessment, the system should generate
a measure of uncertainty for the estimate.
Reporting measurement error
The decision system should reject as few patients as possible. However, there is a trade-off
between rejections and accepting results that are inaccurate. An improvement in bone age
decision systemswould be the ability of a system to reportwhen difficulty was experienced
with the automated analysis, and either allow manual intervention by a user, or produce a
bone age estimate with a warning about the limitations of the estimate.
Reporting individual BA variation
The ability to highlight discordant results would be an additional benefit. The highlighting
of discordance between thematurity of the carpal bones and the rest of the hand and wrist6
6This also applies to highlighting discordance within groups, such as within the phalanges and within the
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would not only provide an indication of confidence in the bone age estimate, it could be
used in the differential diagnosis of growth disorders (Section 2.3.1).
2.3.5 Image database requirements
It is proposed that the ideal evidence that an image feature is a useful maturity indicator
should come from analysis of sequential radiographs in a longitudinal study. A large col-
lection of such radiographs should clearly demonstrate age-dependent changes in skeletal
maturity indicators. This data would allow investigation of the predictive value of features
derived from the carpal images, both individual features and groups of features. Themajor
advantage of this approach is that for any single child it would be possible to determine
when a given skeletal maturity indicator no longer shows changes with skeletal develop-
ment. However, such a study would be difficult to perform because it would be necessary
to follow children for many years.
The alternative is to perform a cross-sectional study of a range of normal children, or chil-
dren assumed to be normal because they had radiographs that were not for developmental
disorders. This is essentially a snapshot of the population at a given point in time, with a
range of bone ages included in the study group. The major disadvantage of this method
is that it is not possible to follow skeletal maturity indicators to the point at which they no
longer change, and, hence, determine the predictive value of an image feature.
The original intention of this research was to use radiographs that were used for the devel-
opment of the CASAS System (refer to Section 2.1.2.1). With the permission of Professor J
M Tanner, Professor R D Bock kindly supplied 98 of the original images as 8-bit TIFF files
scanned with a 50-micron pixel size. On close inspection by a radiologist, Dr Michael Hur-
rell, few of these images were considered of sufficient clinical quality to estimate bone age
using the GP method. It was decided that this data set did not constitute a cross-sectional
study and could not be used for determining the reliability of extracted features.
Permissionwas granted by the Upper South BRegional Ethics Committee (URB/06/05/032)
to extract a limited collection of anonymised hand radiographs from the Christchurch Hos-
pital Picture Archiving and Communications System (PACS) for a period of one year. This
data was sufficient for the proof-of-concept research undertaken for this thesis.
2.4 Conclusions
This review has shown that the research to-date on computerised bone age assessment has
largely ignored the role of the carpal bones in older children. When analysing the carpal
carpals.
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bones of older children there are three areas that require further investigation: segmen-
tation of overlapping bones, extraction of features from the bones that relate to skeletal
maturity indicators, and optimising the use of these features to estimate bone age. The
first of these, segmentation of overlapping carpal bones, is fundamental to the success of
investigating the role of the carpal bones. However, equally important is the removal of
noise from the radiographic images. The success of segmentation is closely linked with
regularisation or smoothing of the image data through denoising. Such denoising is the




This chapter introduces some of the mathematical terminology and notation used in this
thesis.
3.1 Images and image derivatives
The hand-wrist radiographic images processed in this thesis are rectangular images with
integer pixel intensities in the range 0–4095. These images are a discrete representation of
the radiographic exposure incident upon the computed radiography plate. It is assumed
that the discrete sampling size is small enough so that the pixel intensities can be approx-
imated by continuous or piecewise continuous mathematical functions. The integer pixel
intensities are treated as positive real numbers for the continuous mathematical formula-
tion. Therefore, letting Ω be the closed spatial domain of definition of the image, the image
I can be defined as1
I(x, y) : Ω→ R, where (x, y) ∈ Ω ⊂ R2.
The image gradient∇I is the derivative of the image I with respect to the spatial coordinates
and is a vector representing the direction and magnitude of maximum variations in the
image
∇I = (Ix, Iy)T
where Ix and Iy are the first partial derivatives of I with respect to x and y respectively.
The directional derivative of I in the direction v ∈ R2 is given by the dot product of the image
1This notation is similar to that used by Tschumperle´ [Tsch02].
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= ∇I · v.
In practice the image gradient is often computed following Gaussian smoothing of the
image data. Because of the commutative property of the derivative and Gaussian smooth-
ing, this operation can be combined as convolution with a Gaussian derivative function.
This defines the gradient operation at a scale set by the spatial spread (σ) of the Gaussian
smoothing.
3.2 Image processing using partial differential equations
In the last couple of decades partial differential equations (PDEs) and the calculus of varia-
tions have emerged as powerful tools for image processing. As the theoretical and numer-
ical foundations of these methods develop, the drive is towards introducing new image
processing tools and establishing the connection between these and existing image pro-
cessing methods such as stochastic and wavelet methods [Chan05, p21].
Most of the PDE-based methods used for image processing can be divided into two main
categories: energy-basedmethods and direct PDEmethods. In image denoising the energy-
based methods are an inverse problem solved through the minimisation of an integral
equation that relates the image data with some approximation based on the desired de-
noised image. The use of the term ‘energy’ may appear a misnomer, but it reflects the
strong connection of these methods with the physical sciences, and the Bayesian frame-
work in which a likelihood is maximised by minmising its associated posterior ‘energy’
[Chan05, p18]. The integral or variational form can often be solved using calculus of vari-
ation techniques such as forming Euler–Lagrange equations for the functional that forms
the integral. For example, if I(x) is an original clean image and I0(x) the image corrupted










whereE(I) is an energy functional associatedwith the image function I , λ is a positive bias
weighting factor, andΨ is a convex regularisation function that determines the smoothness
of the final solution [Aube06, p70]. In this variational formulation I(x) is can be found by
solving the partial differential equations that arise from setting E′(I) = 0 (assuming E is
convex). The solution is usually found through an iterative process, so that for iteration t
the function It is a denoised image that converges to I , if certain conditions are met.
In the other case of the direct PDE methods, the PDEs are solved directly without intro-
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ducing the idea of an energy. It is the direct PDE formulations that have been inspired by
physical processes such as diffusion, advection, and transportation. The bonus of adopt-
ing such methods is that they have been present in the scientific community for some time
and have a strong theoretical and numerical basis. For a solid mathematical foundation
relevant to the use of PDEs in image processing, the reader is referred to some very good
monographs [Aube06], [Chan05], and [Sapi01] (to name just a few).
3.3 Euler–Lagrange equations
Often when applying energy-based methods to image processing, the energy functional E
is defined as an integral of some function f of the image I and image gradient ∇I . The




f(x, I(x),∇I(x)) dx. (3.1)
If the derivative f ′ satisfies some ‘mild’ growth conditions, and I and ∇I can both be
differentiated (with both I and∇I having finite integrals overΩ – that is, they are functions















where ξ = ∇I and n is the number of dimensions of I [Aube06, p37].
Setting the Gaˆteaux derivative E′(I) = 0 generates an Euler–Lagrange equation.
These Euler–Lagrange equations are PDEs that need to be solved using numerical meth-
ods such as finite differences, finite elements, or spectral decomposition. Finite difference
methods are popular in image processing because images are usually formed from uni-
formly distributed pixels. Appendix A of [Aube06] provides an introduction to finite dif-
ference methods that are relevant to image processing.
3.4 Mathematical notation
R real numbers
Z integers, for example, the set of positive integers Z+
≈ approximately equal to
∞ infinity
∝ proportional to







6= not equal to
O(.) order
∗ convolution operation
δi small neighbourhood of i
S\i S excluding i
(i, j) or (x, y) spatial location pairs, x and y
I(i, j), Ii,j or I(x) Image intensity value (pixel intensity/value) at spatial location (i, j) or x
aki,j discretised variable a at pixel location (i, j) after k iterations
Ω rectangular image domain, Ω ⊂ R2
Ωi region i of the image domain, Ωi ⊂ Ω
∂Ωi boundary of the region Ωi






Ix derivative of the image I with respect to the variable x
∇f gradient of f










H or∇2I Hessian of I , in the classical sense [Aube06]: (∇2I)i,j = ∂2I∂xi∂yj
µ or x¯ mean of a population or mean of a specified random variable
E{.} or 〈.〉 expected value operation (mathematical expectation)
σ standard deviation (square-root of the variance)
Std{.} standard deviation operation
s standard deviation (s2 is an unbiased estimator of σ2 the population variance)
Var{.} variance operation
p(.) probability operator
p(x|y) probability of x given y
Gσ Gaussian kernel with standard deviation or spatial spread σ > 0.








, where x ∈ R2.
H(.) andHǫ(.) Heaviside function and regularised Heaviside function
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H(x) =

1, if x ≥ 0;0, if x < 0;
δ(.) and δǫ(.) Dirac delta function and regularised dirac delta function
‖.‖ norm of a matrix or vector (Euclidean norm, unless stated otherwise)
trace(.) trace of a matrix: trace(A) = a11 + a22 + · · ·+ ann =
∑n
i=1 aii
log(.) logarithm base 10 (common logarithm)
ln(.) logarithm base e (natural logarithm)
66
Chapter 4
Pixel intensity and noise characteristics
of the Kodak computed radiography
system
4.1 Introduction
Unlike screen-film radiography, computed radiography has a wide dynamic range. This
dynamic range means that radiographs are seldom overexposed or underexposed. How-
ever, to produce images that are suitable for diagnosis the CR systems employ post -
processing methods that map the pixel intensities to display important radiographic de-
tail. The algorithms used to adjust the computed radiograph data can significantly affect
the pixel intensity and noise characteristics.
The system for computerised assessment of bone age introduced in Chapter 2 should be
able to adapt to any image that is processed. The approach taken in this research, however,
was to focus on processing of radiographs taken using the combination of Kodak Ektascan
HR plates and Kodak Directview CR900 plate reader. The hand-wrist radiographs used in
this research were from the Christchurch Hospital Picture Archiving and Communication
System (PACS) and the majority of these were taken using the Kodak Ektascan HR/CR900
combination.
The purpose of this chapter was to determine whether pixel intensity and noise variations
of the Kodak CR 900 system can be modeled and predicted, with the intention of pro-
ducing working models that can be used in subsequent image processing tasks. This is
in contrast with other theoretical models that more accurately reflect the performance of
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the CR system, but are too complex to be used for image processing tasks. Furthermore,
most of these more accurate models have only be validated for processing of the CR im-
ages in non-clinical radiographic modes (minimal processing). The approach taken in this
chapter was to use a simple model of radiographic noise – one in which Poisson noise
sources dominate – and to determine the applicability of this model for clinical hand-wrist
radiographs. A simple model was used because it was anticipated that a signal-dependent
denoising method would not require a precise noise model. It is important to investigate
whether this model can be applied to the hand-wrist clinical radiographs because there are
multiple stages in the Kodak CR image processing, such as Perceptual Tone-Scaling and
Enhanced Visualization Processing [Gall10], each of which can affect the image noise. The
focus is on the Kodak CR system, but the theoretical model and many of the investigative
methods used in this chapter can be applied to other Computed Radiography and Digital
Radiography technologies.
To streamline the presentation of arguments and findings, the experimental methodology
is detailed in Appendix B.
Please note: With the exception of the following dose response relationship, all pixel inten-
sities used in this thesis were for the 12-bit photometric interpretation of white on black.
Under this interpretation the blackest pixels have pixel intensities of approximately 0 and
the whitest pixels have pixels intensities of approximately 4095.
4.2 Pixel intensity and contrast characteristics
Three methods were used to investigate the pixel intensity and contrast characteristics of
the radiographs (please refer to Appendix B for full experimental details). The first in-
volved exposing the whole CR plate and measuring the change in pixel intensity of the
central part of the image with change in radiation dose incident upon the plate. This was
used to determine the dose response of the CR system. The second method used a piece
of aluminium milled as a series of steps (a so-called ‘stepwedge’) to determine the change
in pixel intensities and contrast within any one radiograph as the radiation dose changed.
Both this and the first method used the CR reader in raw mode1, the mode in which little
image processing is performed to map the pixel intensities to those required for clinical
images. Using this mode, it was possible to test models of the relationship between both
pixel intensity and noise, and the radiation dose incident on the plate. The final method
used a specially constructed hand phantom and a series of radiographs to simulate how
the pixel intensities and contrast change for different radiation doses to the plates when
the plates were processed using the normal CR system ‘hand’ protocol - thus simulating
1The term ‘raw mode’ is used in this chapter to refer to the Kodak CR processing mode of ‘Pattern’ where
there is minimal processing of the pixel intensities.
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the clinical situation. This final method included placing a small sheet of aluminium over
the objects in the carpal section of the phantom to simulate radiographic characteristics of
overlapping bones.
4.2.1 Dose response of the Kodak CR system
In computed radiography a photostimulable phosphor plate is exposed to radiation that
causes energy to be stored in a phosphor layer2. This stored energy is read by scanning the
plate using a focussed laser beam that stimulates the emission of light of a shorter wave-
length than the laser. This process is referred to as photostimulated luminescence. The
light is collected using optics and a filter is used to separate the stimulating laser light from
the emitted light. After detection and amplification of the filtered light signal, the resulting
output signal is proportional to the radiation exposure of the plate at the point the laser is
scanning. The output signal is linear with radiation exposure over a dynamic range of at
least 104 [Rowl02]. This wide dynamic range cannot, however, be used to generate a mean-
ingful radiographic image and the pixel intensities need to be mapped to values suitable
for display of the image. Themanufacturers of CR systems reduce the dynamic range using
logarithmic or square-root processing that is implemented using either analogue or digi-
tal circuits. In the Kodak CR 900 system the detected light signal is converted to a digital
value using a 16-bit analogue-to-digital converter. However, the output of the analogue-to-
digital converter undergoes a digital 16-bit to 12-bit logarithmic conversion [Bogu95]. The
resulting 12-bit signal undergoes correction for variation in the efficiency of the light col-
lection optics, correction for variation in the scanning laser output power, and tone scaling
to produce useful images irrespective of the radiation dose to the CR plate [Bogu95].
The dose response of the CR plate is sometimes referred to as the signal transfer property
and is the relationship between the dose to the CR plate and the output pixel intensities.
This dose response is usually stated for a particular kVp setting of the x-ray generator and
for a particular filtration of the x-ray beam. For example, for the Kodak Ektascan HR plates
this relationship is [Bogu95]
P = 1000 log(D) + 1700, (4.1)
where P is the intensity of the pixels in the image 15 minutes after exposing the plate3, D is
the CR plate entrance dose in micro-grays for an x-ray generator voltage of 80 kVp, and the
x-ray beam is filtered with an additional 0.5mm copper and 1mm aluminium [Same01].
The common approach to analysing the dose response curves for CR systems is to use a
logarithmic response to fit the data using the natural logarithm relationship P = a ln(D)+b,
2Many important details about the operation and performance of CR technology and systems can be found
in the publications by Rowlands [Rowl02] and AAPM Task Group 10 Report 93 [Seib06].
3Please note that this pixel intensity relationship is for the raw data in the CR system. The output pixel
intensities are these values subtracted from 4095.
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where a and b are constants [Mars09] [Mack08]. However, the relationship between ln(D)
and log(D) is a simple scaling by log(e); so this relationship is still of the form of Eqn. (4.1).
Without accurate information about the Kodak CR 900 plate reader4, it is reasonable to
assume that because the Kodak CR system uses a logarithmic conversion built into the
overall analogue-to-digital conversion [Bogu95], it is likely that this is implemented as
a look-up table, and both the logarithmic operation and scaling are fixed. This would
produce discrete steps in the output values. By using a method to reduce the influence of
the corrections for the optics collection efficiency, these discrete steps have been observed
by the author for CR images [OKee04]. Using this assumption, the dose response for the
Kodak CR system can be modelled as
P = 1000 log(D + c) + b, (4.2)
where b and c are constants. Different x-ray tube kVp settings will produce different doses,
but by modelling these doses as simple scaling ofD by a factor k (and ignoring c for now),
then the new dose will produce a pixel intensity of P = 1000 log(kD) + b = 1000 log(D) +
(1000 log(k)+ b). So the pixel intensities for different kVp settings simply result in changes
to the constant added to the dose response relationship (the curves move up and down).
Similarly, poor calibration of the dose measurement equipment will result in a scaling of
the dose, and a similar additive shift in the model. What is important to note is the same
applies to any factor that results in an apparent linear scaling of D, for example, scaling of
the light detection signal.
This logarithmic relationship is a simplified model of the CR plate dose response because
when the dose is zero the model should theoretically produce values approaching negative
infinity. The values typically do not even go to zero because of the inability to completely
erase the CR plate after reading it and because of dark currents in the light detection cir-
cuitry. Both of these result in a lower, positive-valued limit to the pixel intensities. The
dose response models do not allow for this. In an attempt to allow for offsets, incomplete
erasure of the CR plate, and possible offsets in the dose measurements, the factor c was
included in the model Eqn. (4.2). The validity of this model is demonstrated in Figure 4.1
for radiographic exposures of 52 kVp and 70 kVp. An alternative logarithmic plot of the
same data and model is presented in Figure 4.2 where the performance of the models is
more clearly illustrated for low doses. There was difficulty in producing controllable ra-
diographic exposures for low doses at 52 kVp; it was easier to control the 70 kVp doses
because of the added x-ray beam filtration. This meant that the doses entering the CR plate
were truncated at a level higher than in some clinical radiographs because in clinical ra-
diographs the hand attenuates the x-ray beam and reduces the subsequent dose to the CR
plate. A future improvement to this experiment would be to place a sheet of perspex in
4The author attempted to secure this information from the manufacturer, but was unsuccessful.
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Table 4.1 Dose response of the Kodak Ektascan HR plates and Kodak CR 900 plate reader at 52 kVp
and 70 kVp: parameters derived from fitting different models to the CR plate dose response. P is
the image pixel intensity, D is the entrance dose to the CR plate in µGy, and a, b, and c are derived
constant parameters. R2 is the correlation coefficient for the fit. The results illustrate the improved
performance of the models when only clinically relevant doses of less than 20µGy are analysed.
Uncertainties are the standard error for the parameter.
Model a b c R2
52 kVp
P = 1000 log(D + c) + b 1000 1335±13 -0.22±0.16 0.99484
P = a log(D) + b 996±20 1329±25 - 0.99429
P = 1000 log(D + c) + b fitted over a
limited dose range of D<20µGy.
1000 1385±4.5 -0.62±0.06 0.99950
P = a log(D) + b fitted over a limited
dose range of D<20µGy.
1107±17 1244±16 - 0.99800
70 kVp
P = a log(D) + b 1057±46 1534±46 - 0.98862
P = 1000 log(D + c) + b fitted over a
limited dose range of D<20µGy.
1000 1660 ±14 -0.19±0.02 0.99862
front of the CR plate and dose meter, to allow measurements at even lower doses.
Initial fitting of the model of Eqn. (4.2) to the dose response data produced a good fit for
low doses, but relatively large departures for high doses. This was the case for both model
Eqn. (4.2) and a more general model of the form P = a log(D) + b. However, for clinical
hand-wrist radiographs at the typical x-ray tube setting of 52 kVp, hand entrance doses of
approximately 40µGy will result in radiation doses entering the plate of less than 20µGy
for soft tissue thicknesses of more than 20mm. Only using doses less than 20µGy im-
proved the fit for low doses – the doses that were clinically relevant. The same result was
observed for 70 kVp measurements. The derived parameters for the different models are
listed in Table 4.1. It is evident from the results that the model works well for the CR en-
trance doses of interest (D<20 µGy), but the values of c < 0 cannot be explained physically
and are a likely limitation of the data collected for low doses, or an incorrect model of the
low dose response of the CR system.
The CR system manufacturers map the CR output values to something similar to those of
a screen-film x-ray system. The need for this is illustrated in Figure 4.3 where a CR plate
dose response is compared with a typical screen-film system for hand-wrist radiographs.
The screen-film system has a section with an essentially linear relationship between the
logarithm of the entrance dose and the film blackening (optical density). This section of
the screen-film curve has relatively high contrast, and the response of the CR system has
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Figure 4.1 Dose response relationship for the Kodak Ektascan HR plates and CR 900 plate reader.
The exposures were at 52 kVp and 70 kVp and pixel intensities (P ) have been derived from 4095-
(CR plate pixel value): (1) the generalised model of P = a log(D) + b for 52 kVp (the curve was
very similar for the model P = 1000 log(D + c) + b over the whole range); (2) the model P =
1000 log(D+c)+b for 52kVp and fitting using values of D<20µGy; (3) model P = 1000 log(D+c)+b
for 70 kVp and fitting using values of D<20µGy; and (4) the generalised model of P = a log(D) + b
and fitting using values of D<20µGy.
to be modified to match this contrast. Furthermore, unlike screen-film which has a fixed
curve and the image is only visible if a certain optical density has been exceeded, the CR
response can be remapped to different output pixel intensities at any dose. This is one of
the major advantages of the CR technology in that it is possible to use a range of x-ray
exposures to produce similar looking images.
4.2.2 Pixel intensity characteristics
The Kodak CR plate reader uses a series of image processing algorithms to produce ra-
diographs that look similar for different radiation doses to the CR plate. These algorithms
are applied as part of the clinical processing protocol associated with both the selected
body part being examined and radiographic projection for the body part. In this case the
‘Hand’ body part and ’PA’ projection (palm-down on the x-ray cassette) were used locally
4.2 Pixel intensity and contrast characteristics 73
CR plate entrance dose (microgray) [D]




























Figure 4.2 An alternative presentation of the results presented in Figure 4.1 for the dose response
relationship for the Kodak Ektascan HR plates and CR 900 plate reader. The exposures were at
52 kVp and 70 kVp and pixel intensities (P ) have been derived from 4095-(CR plate pixel value).
Logarithmic scale for dose: (1) the generalised model of P = a log(D) + b for 52 kVp, fitted across
the whole range; (2) the model P = 1000 log(D + c) + b for 52 kVp and fitting using values of
D<20µGy; (3) the model P = 1000 log(D + c) + b for 70 kVp and fitting using values of D<20µGy.
for hand-wrist images for bone age assessment.
When the ‘Hand’ clinical processing protocol is used the Kodak CR system processes the
radiograph to find the radiographic field (the main exposed area) and uses segmentation
to find the hand outline so that only pixels of clinical significance are used to determine
the processing parameters [Bogu95]. The finding of pixel values of interest is followed by
tone scaling and visual enhancement such as edge enhancement. The combined processing
meant that it was not possible to investigate the pixel intensity and contrast characteristics
of hand radiographs without using something that looked radiographically similar to a
hand. Because of the difficulty in justifying multiple radiographs of children to investi-
gate pixel intensities, a hand phantomwas developed to radiographically simulate a hand
(please refer to Appendix B for details). This hand phantom contained regions of uniform
attenuation with no structure so that noise and contrast measurements could be made.
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Figure 4.3 The dose response of the Kodak CR system (•) and the dose response of a typical 100-
speed screen-film system for hand-wrist radiography (no markers). To produce images that look
similar to the optical density curve of the screen-film system, the output pixel intensities of the CR
system need to be adjusted to give a dose response curve similar to the screen-film system.
Details of the phantom construction are in Appendix C.
The hand phantom was x-rayed over a wide range of doses. The seven regions of interest
within the phantom for the mean pixel intensity measurements are shown in Figure 4.4.
These seven regions correspond to different amounts of attenuation and, hence, different
doses to the CR plate below the corresponding part of the phantom. In thesemeasurements
the entrance dose refers to the entrance dose to the hand phantom or test object, not the
actual radiation dose incident upon the CR plate. For the local hand-wrist radiographs,
this entrance dose to the phantom was approximately 40µGy. Just below this dose the
mean pixel intensities of the regions of interest increase sharply. This is thought to be
caused by the Kodak CR plate reader implementing a low-dose optimisation method for
controlling the image noise – this function was left on for these radiographs, as per the
clinical protocol. As shown in the previous section, the usual variation of pixel intensity
with dose is a logarithmic relationship. The tone scaling algorithm in the CR plate reader
works well to maintain the mean pixel intensities across a wide range of doses, although
there are changes that occur for low doses. The limitation of this experiment is that the
geometry of the hand phantom is fixed and this does not test the change in pixel intensities
with, for example, collimation of the image. Such assessment would require construction
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of hand phantoms with multiple hand sizes and this has been reserved for future research.
(Collimation of the image could cause truncation of the simulated soft tissue of the hand,
possibly affecting the scaling.)
Figure 4.4 Regions of interest used for measurement of the pixel intensities and noise of the hand
phantom radiographs. This radiograph shows the aluminium plate used to simulate overlapping
carpal bones.
4.2.3 CR contrast changes with dose
Although the absolute pixel intensities are of interest for image processing, equally impor-
tant for both computer vision and clinical interpretation is the contrast within the image.
The contrast change with dose for the Kodak CR system was measured for the raw image
mode using an aluminium stepwedge, and for the clinical mode (Hand) using a hand sim-





2 |(Ia + Ib)|
where I is the mean pixel intensity in a region.
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Entrance dose (microgray)


























Figure 4.5 Mean pixel intensities for seven regions within the hand phantom. The variation in
pixel intensity with dose would normally be logarithmic. The flat lines illustrate the ability of the
CR plate reader to maintain pixel intensities and contrast with increasing dose. The typical dose for
hand-wrist radiographs is approximately 40µGy. ROI 7 was excluded from the analysis because
it was only used for the simulation of overlapping bones and has essentially the same intensity as
ROI 3 .
Radiographs of the aluminium stepwedge were processed using the Pattern raw mode,
hence no tone scaling or visual enhancement was applied. The contrast between steps
of equal thickness increased slightly with dose for steps that had high pixel intensities
(corresponding to greater thickness of the wedge), but the increases with dose were largest
for the low pixel intensity steps, as illustrated in Figure 4.6. Because the energy spectrum
of the x-ray tube is approximately constant with increasing dose for modern x-ray systems
– and this was confirmed for these experiments by measuring the kVp – the source of
contrast variation for any single step is most likely the CR system not having a simple
logarithmic dose response for higher x-ray exposures. As introduced earlier, if the dose is
increased from D to kD, the pixel intensities increase by a constant factor of log(k). This
means that the contrast between two stepswill not increase. However, for a departure from
a logarithmic response for higher x-ray doses, the relationship log(kD) = log(k)+log(D) no
longer applies and the contrast between steps will change as the dose changes. This effect
will be largest for steps that already produce a high exposure to the plate and this was
observed in this experiment. The change in contrast between steps for any fixed dose can
be explained by preferential attenuation of lower energy components of the x-ray beam
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as it passes through the thickness of aluminium. This results in decreasing low energy
components in the x-ray beam, so overall there is progressively less attenuation because
the remaining higher energy components are attenuated less. This means that identical
thickness steps will have different contrast depending on whether they are in thick or thin
parts of the stepwedge.
Entrance dose (microgray)


























Figure 4.6 The change in contrast with dose for steps of an aluminium stepwedge processed using
an operation mode that does not use tone scaling or visual enhancement algorithms. The contrast
between the steps is not equal because the attenuation characteristics of the x-ray beam changes
as the beam passes through thicker sections of aluminium (referred to as ‘beam hardening’). For
any one step, these attenuation characteristics should be fixed, so the curves should ideally be flat.
Contrast increaseswith dose themost for low pixel intensities (lower step numbers) that correspond
to areas of increased exposure of the radiograph. This indicates dose-dependent contrast changes.
The stepwedge images show a slight variation in contrast for the dark areas of the image,
but the clinical processing protocol appear tomaintain contrast in the hand phantom image
across a range of doses, as illustrated by the maintenance of pixel intensities in Figure 4.5.
This slight difference in performance could reflect the ability of the clinical processing al-
gorithms to maintain image characteristics across a wide range of doses. The performance
difference is unlikely to be caused by attenuation differences between the hand phantom
and the stepwedge because the hand phantom contained a wide range of effective atten-
uators of the x-ray beam and sufficient low attenuation regions to produce similar dark
regions of the image compared with the stepwedge.
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Mean pixel intensity between steps




























Figure 4.7 An alternative analysis of the results in Figure 4.6, clearly illustrating the increased
contrast for lower pixel intensities, and the slight increase in contrast with increasing dose also
for lower pixel intensities. The line for a typical entrance dose for clinical hand-wrist radiographs
(∼ 40µGy) is marked with open circles (◦). All doses are in units of µGy.
4.2.4 The contrast of overlapping objects
One image contrast that is especially relevant to this research is the scenario of overlapping
objects. When two thin objects overlap, the resulting fractional x-ray transmission should
be the product of the transmission of each object. This means that when a logarithmic dose
response is present, as in the Kodak CR system, the fractional transmission should theoret-
ically be a simple sum of the logarithm of each individual transmission component (sum of
the CR pixel intensities). However, this model of the combined transmission assumes that
there is little scattered radiation and that the x-ray beam contains a single energy – this is
not the case for the output from x-ray tubes. As seen earlier with the contrast for the steps
of the aluminium stepwedge, the overlap of bones is unlikely to be a simple product of the
transmissions or sum of the CR pixel intensities.
The effect of bone overlap on pixel intensities in clinical radiographs was tested by plac-
ing a 5mm aluminium sheet over part of the carpal objects in the hand phantom. Rather
than a fixed increase in pixel intensity, Figure 4.8 shows that the increase is linearly depen-
dent on pixel intensity, and that it changes significantly at low doses when the low-dose
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optimisation of the CR system activates. The results presented in Figure 4.7 suggest that
the contrast increases approximately linearly as the mean pixel intensity of the stepwedge
steps decreases. This supports the observation that for the overlap, the contrast increases
as the pixel intensities decrease because in this situation the overlap is similar to the next
step on the stepwedge. Furthermore, the very similar curves for the two higher doses
of 48.5 and 199 µGy are in agreement with the maintenance of pixel intensities in clinical
radiographs, as illustrated in Figure 4.5. These findings mean that there is no simple rela-
tionship between the pixel intensities for overlapping objects for both the raw mode and
clinical mode of processing of the radiographs. Therefore, it is not possible to identify over-
lapping objects by relying upon the simply addition of pixel intensities of the individual
objects: visually the overlap will appear to be the sum of the individual pixel intensities,
but mathematically they are not a simple sum. This is important for the segmentation
of overlapping carpal bones because it means that the overlap cannot be be identified by
assuming, for example, that the overlap of two homogenous regions will result in a sum-
mation of the pixel intensities in the regions.
Pixel intensity of region prior to overlap



























Figure 4.8 Simulation of bone overlap using the hand phantom and a sheet of aluminium. For
simple attenuation the curves should be flat – independent of the pixel intensity. The significant
difference for the low dose of 8.9µGy can be explained by activation of the low-dose optimisation
of the Kodak CR system. The dashed lines are linear regression fits. All doses are in units of µGy.
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4.3 Radiographic noise
Computed radiography images contain noise caused by a number of sources. These in-
clude quantum fluctuations in the x-rays producing the image, conversion noise in the
image receptor, light output fluctuations from the CR plate, electronic noise in the detec-
tion and processing of the light, quantisation noise in the digital conversion, and structural
noise from spatial gain variations in the CR plate [Bogu95, p23]. Some of these are truely
random noise sources, others, like structural noise, may be more systematic and simply
appear as a noise component.
A number of comprehensive models of radiographic noise have been published (see, for
example, [Barn82]). Many of these models are formulated in the spatial frequency domain
because they address the interest in contrast-detail performance of the imaging systems.
Although these models are useful for understanding the relationship between design char-
acteristics and performance of the imaging systems, the models presently have unwar-
ranted complexity for the task of modelling image noise for the purpose of denoising. The
approach taken in this research was to develop and test a simple model of the noise, one
designed to be workable for image denoising.
The relative contribution of the different noise processes in radiographs depends on the
dose incident on the CR plate. The quantum noise of x-ray production is the dominant
noise source in radiographs taken using typical clinical exposures [Mack07]. To produce
a simple noise model, only quantum noise sources have been considered. Furthermore, it
needs to be noted that even if all the quantum noise can be removed from an image, the
image will still contain a type of textural noise due to the bone structure. Unfortunately,
this bone structure varies significantly from person to person and is not consistent enough
to be used for texture-based segmentation. So at this stage, investigation and removal of
other minor noise sources is likely to have a diminishing return because of the significance
of this textural noise.
Although not strictly a noise source, superimposed on the image structural components
and quantum noise is scattered radiation detected as part of the radiographic process. The
high density and high effective atomic number of bones in the hand means that the main
x-ray interaction is through the non-scattering photoelectric effect [John83]. This is in con-
trast with soft tissues of the hand in which compton scattered radiation is the main inter-
action of the x-rays. Although the scattered radiation from the soft tissue reduces observed
image contrast, Monte Carlo simulations have shown that this scattered radiation has only
low spatial frequency components [Wins05]. This means that there will still be noise due
to the detected scattered radiation, but the scattered radiation will not directly contribute
high spatial frequency components to the image.
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The most common approach to modelling image noise across many applications is to as-
sume it is Gaussian white noise with a fixed variance. This model is not valid in many
radiographic images because the quantum fluctuations in the number of x-rays generated
follows a Poisson statistic.
4.3.1 A Poisson noise model
An x-ray tube can be treated as a Poisson source and fluctuations in the number of x-rays
emitted from the tube can be described by a Poisson probability density function [Barr04,
p1103]. Many of the detection processes for the x-rays can be described by either binomial
selection or Poisson processes and it can be shown that the cascading of these processes
with the Poisson x-ray tube source results in another Poisson distribution [Barr04, p638]
[Yaff94].
This simplified model of a noise source with a single Poisson distribution can be used
to derive a theoretical model of the relationship between the image pixel intensities and
the noise in these pixels. The noise measurement of interest is the variance of pixel in-
tensities in a small region of interest within the image. If measurements are made using
regions of interest in the image that have a large area compared with the blur of the de-
tector, then pixel intensities can be considered independent and identically distributed,
and the mean pixel intensity of the region is the mean of a collection of uncorrelated pix-
els [Barr04, p1101]. This independence means that the noise can be considered individu-
ally for each pixel in the region. The region of interest has to be small compared with gross
variations in the x-ray flux across the detector. This is so that there is no variation across
the sampling region and the expected value (E{.}) of the individual pixels in the region
equates to the mean pixel intensity in the region. This requirement also means that the
measured variance of the pixel intensities in the region is only due to the random noise
and not the gross x-ray flux variations.
As introduced in Section 4.2.1, the output from the CR plate light detection system is
mapped to pixel intensities by a logarithmic calculation of the form
Y = a log(X) + b (4.3)
where a = 1000 and b incorporates scaling of X via the relationship log(kX) = log(k) +
log(X). IfX and Y are treated as random variables, then the mean and standard deviation
for a measurement region of interest can be calculated by applying a probability density
function based on a Poisson distribution, but with a change of random variables based on
Eqn. (4.3) [Barr04, p1443] [Pres07, p362].
The proposed noise model is a single Poisson distribution. A discrete random variable X
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is said to be Poisson distributed or Poissonian if for a parameter λ it obeys the probability
law
p(X = x;λ) =
λxe−λ
x!
where x is a non-negative integer for the number of events in an interval. The parameter
λ is the expected number of occurences in an interval. The expected value (mean) µ and
variance σ2 of X are both equal to λ [Barr04, p1467], so the probability law for the Poisson
distribution can be written
p(X = x) =
µxe−µ
x!
meaning that the random variable X is completely specified by its mean value µ. If µ >
10 then the discrete Poisson distribution can be approximated by a continuous normal
distribution with mean µ and variance µ [Barr04, p1468]:






4.3.1.1 Mean pixel intensity of a noise region of interest
IfX is a random variable for the x-rays detected in themeasurement region, then themean,
P , of the pixel intensities is given by the expectation operation P = E{Y } = E{a log(X) +
b}.
Using the linearity of the expectation operation, E{Y } can be simplified to E{a log(X) +
b} = aE{log(X)} + b. The expectation E{log(X)} can be approximated using a Taylor
series expansion and only keeping terms to a second order [Barr04, p1445]:
















because for the random Poisson variable X,σ2X = E{X}.
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So for E{Y } = E{a log(X) + b},
P = E{Y } = aE{log(X)} + b




≈ a(log(E{X}) − 0.2171
E{X} ) + b
≈ a log(E{X}) + b.
(4.5)
As the expected value of X increases, this approximation improves, although E{log(X)}
remains slightly less than log(E{X}). This is supported by the result that because log(x)
is a concave function, the opposite of Jensen’s inequality for the relationship between
functions of random variables and expectations [Barr04, p1444] can be applied to give
E{log(X)} ≤ log(E{X}) (recalling that X > 0 must apply for physical detection of an
x-ray). Furthermore, the approximation of a Poisson distribution with a normal distribu-
tion only applies for E{X} > 10, and for these values the error in the approximation of
E{Y } is less then 2.2%. As the CR pixel intensities (Pinv) increase, the value of E{X} de-
creases (because Pinv = 4095 − E{Y }) and the measurement of the mean becomes more
inaccurate. This is an important caveat when analysing areas of high attenuation in the
images, for example, thick bones.
4.3.1.2 Variance of a noise region of interest
For a sampled region of interest, the variance of the random variable Y is a measure of the
image noise. A first order approximation to the variance is given by [Jahn02, p82] [Knol00,
p87]





Using y = a log(x) + b and because for a Poisson distribution of X, Var{X} = E{X} > 0







Applying the approximation E{X} = 10(E{Y }−ba ) (inverting Eqn. (4.5)), this equation can be
written in terms of the variable Y only
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where the mean pixel intensity substitution Pinv = 4095 − P = 4095 − E{Y } has been
applied.5
Taking the square root of the variance to give the standard deviation (σ) and taking the


























This noise model suggests that for radiographs in which the x-ray statistics can be de-
scribed by a single Poisson distribution (the quantum fluctuations dominate) and the trans-
formation of pixel intensities is of the form of Eqn. (4.3), the image noise is signal-dependent
and should vary approximately exponentially with the mean pixel intensity (Pinv). This
model is very similar in form to the result stated by Gravel et al. of the exponential rela-
tionship between noise variance and optical density in screen-film radiography [Grav04].
Plotting the logarithm of the standard deviation for a region of interest versus the mean
pixel intensity should produce a straight line with a slope of 12a . (For the Kodak CR system
a = 1000 – refer to Eqn. (4.2)).
4.3.2 Testing the noise model using simulation of Poisson noise
The expectation approximation introduced in the CR noise model of Eqn. (4.6) was tested
by simulating the random variable X using a Poisson random number generator [Mart02,
p102]. To simulate physical measurements of variance and mean pixel intensity, 100 x 100
pixel regions of interest (10 000 samples) were simulated for 40 values of λ for the Poisson
distribution uniformly sampled from λ ∈ [17, 667]. The CR simulation was performed
using a = 1000 and b = in the noise model. As illustrated in Figure 4.9, there was a linear
relationship between the logarithm of the standard deviation of the pixel intensities and the
mean pixel intensities, supporting the noise model and the validity of the approximations
used in Eqn. (4.6) for the values of λ simulated.
4.3.3 Testing the noise model using a stepwedge
The results from the stepwedge measurements were used to validate the noise model for
the Kodak CR system when operated in the raw mode (minimal image processing). The
stepwedge contained too few steps to test the model across a range of pixel intensities, so
results from different measurements at different doses were used to produce a compos-
5Introduction of the term Pinv and this correction are necessary because of the radiographic convention of
0 being black and 4095 being white in the Kodak CR system.
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Figure 4.9 Simulation of Poisson distributed noise to test the approximations of the model from
Eqn. (4.6). The data points are the logarithm of the standard deviation of 10 000 Poisson random
numbers generated and transformed according to the Kodak CR system dose response model of
Eqn. (4.3). The linear fit validates the noise model of the standard deviation of the noise increasing
exponentially with the mean pixel intensity.
ite set of data to test the model. The noise versus pixel intensity results are illustrated
in Figure 4.10. The linearity for low doses supports the proposed noise model for use in
clinical radiographs, and fitting the linear model of Eqn. (4.7) with a = 1000 and the in-
tercept as a free parameter of the fit produced a correlation coefficient of R2 = 0.981 for
pixel intensities larger than 1500. Pixel intensities less than 1500 correspond to the point at
which the dose response curve presented in Figure 4.1 departs from the logarithmic model
(4095 − 1500 = 2595 inverted pixel intensity in Figure 4.1). This is also the largest mean
pixel intensity recorded for a set of 97 clinical radiographs before processing of the radio-
graphs with a clinical processing protocol6. The results are obviously nonlinear for the low
pixel intensities (larger doses), although it appears that the data may have two linear com-
ponents, or at least all of the steps of the stepwedge for the higher dose radiographs are
linear, but with a different slope than predicted by the model. One possible explanation
for this departure from linearity is that the dose response relationship for the CR system
6This is the so-called Exposure Index (EI), a measure of the average pixel intensity in the anatomically
important areas of the radiograph, in this case, the soft tissue and bones on the hand-wrist radiogaph. This is
discussed further in Section 6.3.1.
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used in these experiments did not follow the modelled logarithmic response at high doses.
This is supported by the dose response results illustrated in Figure 4.1: the dose response
‘rolls-off’ faster than a modelled logarithmic response for high doses, and this results in
a further decrease in the standard deviation of the noise. If the ‘roll-off’ of the dose re-
sponse for high doses was a product of two logarithms, this would explain the possible
appearance of mixed linear components in the data of Figure 4.10.























Figure 4.10 Kodak CR system radiographic noise for fixed regions of stepwedge images. This
data is a composite of noise values from eight steps of the stepwedge, for eight different doses to
the same plate ranging from 27µGy to 436µGy (the indicated doses in the legend are in units of
µGy). The results for each exposure are labelled with different symbols. The pixel intensities are
for minimal processing of the Kodak CR data (raw mode of processing). The pixels intensities of
interest are those larger than 1500 and for these intensities the relationship is approximately linear
with a slope in agreement with Eqn. (4.7) for a = 1000. However, as the dose to the plate increases
the noise reduces faster than the model predicts and it appears that the data may have two linear
components, one for low dose, and one for high doses.
4.3.4 Testing of the noise model using the hand phantom
In the previous section the noise model was shown to be valid for the unprocessed radio-
graphs of a stepwedge at doses typical of those used for hand-wrist radiographs. The hand
phantom was used to test this model for radiographs processed using clinical protocols.
The hand phantom was intentionally designed with uniform attenuation areas that could
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be used to measure the variance of the noise without structural features superimposed
upon the image data. Regions of interest were used within these uniform areas to measure
the variation of image noise with dose to the CR plate. To reduce variability, the same size
and position of regions of interest were used, and the CR plate was positioned within a
template to reduce changes in the position of the regions. There were seven useful regions
within the hand phantom image, although one (region 4) produced erroneous results be-
cause it was of very large radiographic contrast, and its small size meant that the region of
interest data was affected by edge enhancement routines used as part of the clinical image
processing protocol. The results are presented in Figure 4.11 for the standard deviation on
a log scale. At low doses the system applies low-dose compensation and this significantly
changes the noise characteristics of the images, as observed for the 9 and 18.5 µGy curves.
The logarithm of the noise is approximately linear for the clinically relevant doses of 39 and
48.5µGy. Interesting to note is the sharp drop in noise for the the smallest pixel intensities.
This region of interest is in the image background and these pixel intensities are normally
not included in the calculations for the tone scaling of the image [Bogu95]. The drop could
be due to a true reduction in noise in the background, or a compression of the image pixel
intensity scale for the background region; that is, the pixel intensity for the background is
higher than predicted from the standard deviation of the noise, so the data point is shifted
by the mean pixel intensity.
Given the tone scaling and other image enhancements performed by the Kodak CR system,
the results presented in Figure 4.11 for the clinically relevant doses of 39 and 48.5µGy
are a little surprising. Although these results validate the noise model of Eqn. (4.6) for
radiographs processed using clinical protocols, the uniformity of the regions of interest
used in the analysis would not normally be found in clinical radiographs. However, the
results suggest that if regions of interest can be found that provide a reliable estimate of
the image statistics in clinical radiographs, then it should be possible to measure the noise
characteristics and fit a linear model to the logarithm of the standard deviation of the noise.
The results for higher entrance doses show a departure from linearity that can be ex-
plained by the non-logarithmic dose response of the CR system at these doses. This non-
logarithmic response could result in a decreased standard deviation of the noise. Another
explanation is the noise reduction due to the effect of the tone scaling for higher raw pixel
intensities. Either way, such high doses are normally not used clinically, and hand doses
as high as 99µGy can still be reasonably well approximated with an exponential function
(linear fit in Figure 4.11) if the dark areas of the image are avoided. These dark areas of the
image are outside of the main region of interest of the hand and are not of importance once
the hand outline has been detected for further processing.
The model of radiographic noise developed in this chapter for the Kodak CR systems is
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Mean pixel intensity
































Figure 4.11 Kodak CR system radiographic noise for clinical processing of hand phantom images.
The curves for the clinically relevant doses of 39 and 49µGy support the proposed noise model
being exponential with pixel intensity. The non-linear nature of the curves for doses over 49µGy
can be explained by the departure of the CR system from a logarithmic dose response for high doses,
as also observed in Figure 4.10. The encircled data points are outliers corresponding to erroneous
results for region of interest 4 of the images (refer to Figure 4.4). All doses are in units of µGy.
important for image denoising because it not only shows that the noise is non-stationary,
it also indicates that there is significant variation in the amount of noise for the different
pixel intensities in the radiographs. This can be seen from the results for the hand-phantom
presented in Figure 4.11 where the variation in image noise (standard deviation) across the
image is as high as a factor of six. If a denoising method uses an average value for the
image noise, then some parts of the image will undergo excessive denoising, while other
parts of the image will undergo insufficient denoising. This is especially important for the
bones in the radiographs because these have the highest noise levels and require the most
denoising. This is explored further in Chapter 6.
4.4 Conclusions
The Kodak computed radiography systemuses a logarithmic transformation to convert the
stimulated light output from the CR plate to image pixel intensities. Using this transforma-
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tion and modelling of the radiographic noise as a single Poisson distribution, it was shown
that the standard deviation of the noise is signal-dependent and varies approximately ex-
ponentially with increasing pixel intensities for radiographs processed using the rawmode
on the CR plate reader. When clinical protocols are used to process simulated hand radio-
graphs, the algorithms for tone scaling and visual enhancement maintain pixel intensities
over a wide range of doses. This result is used in Chapter 5 for identifying image artefacts.
Even after tone scaling and visual enhancement, the image noise for uniform regions of
the radiograph still has an approximately exponential relationship between the standard
deviation of the noise and the pixel intensities. This model is used in Chapter 6.3 for noise
estimation as part of image denoising.
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Chapter 5
Preprocessing and region of interest
extraction
The analysis of most images is performed in a series of stages. One of the first stages in
the analysis of hand-wrist images is preprocessing. This stage is required to improve the
accuracy and robustness of the image processing. In this chapter the preprocessing tasks
of artefact identification and hand outlining are addressed. This preprocessing improves
noise estimation methods (see Section 6.3), and creates an outline of the hand to initialise
methods for region of interest extraction. Significant research has already occurred on
the topic of region of interest extraction and this part of a bone age assessment system is
essentially a development task. Rather than duplicate or parallel this research, the author
chose to select the carpal regionmanually for this proof-of-concept research. This approach
had the additional advantage of removing the region of interest extraction as a source of
variability in the automated assessment of the carpal bones.
5.1 Introduction
Preprocessing and region of interest (ROI) extraction refer to image processing tasks that
prepare the hand-wrist radiograph for bone segmentation and subsequent feature extrac-
tion for bone age estimation. The requirements for preprocessing depend on both the
means by which the image was acquired and the subsequent image processing methods.
For example, some of the computerised methods that worked with digitised screen-film
radiographs had to be modified to work with computed radiography images [Piet01a].
The preprocessing takes an image considered suitable for reporting by a radiologist and
changes it to a computerised representation that is suitable for segmentation and feature
extraction. This means potentially changing the image characteristics like spatial resolu-
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tion, contrast and noise. An important question is how much preprocessing is tolerable,
that is, how much can the images change before these changes affect the computerised
bone age measurements? This question has not been answered in the published litera-
ture. Similarly, and perhaps more surprising, there is no consensus on the image quality
requirements for the manual methods of bone age assessment that are in use. One possible
explanation for the lack of consensusmay be the different methods of bone age assessment.
For example, a high resolution screen-film combination is recommended for use with the
TW3 method [Tann01], whereas it has been claimed that if a bone age precision of only 0.5
years is considered acceptable, then a reasonable estimate can be achieved using a much
lower resolution bone density scanner combined with an atlas-based method similar to
that of Greulich and Pyle [Plud04]. Because of the uncertainty regarding the image quality
requirements, the approach taken in this research was to preserve spatial resolution and
image contrast wherever possible.
It has not been possible to handle all variations of image characteristics in this research.
Although the focus was on computerised methods of bone age assessment, the primary
objective was to investigate these methods to identify the role of the carpal bones in older
children. Some working assumptions were adopted in order to focus on this primary ob-
jective and to make best use of the computed radiography data available for use in this
research:
• The hand can be oriented in any direction on the radiograph,
• The radiograph is of the left hand,
• All five digits are within the radiograph and all bones are visible,
• All carpal bones are within the radiograph and there are no more than eight bones,
• The radius and ulna have at least 1 cm of diaphysis visible on the radiograph,
• The radiograph is of suitable quality for reporting by a radiologist. Furthermore, it
should be free of artefacts that cross the bone boundaries and free of complicating
factors such as fusion of the hamate and capitate bones. These special cases will be
dealt with in future research.
The demarcation between preprocessing, region of interest extraction (ROI), and the sub-
sequent stage of bone segmentation is vague. This reflects the dependencies between these
methods and the use of some segmentation methods in ROI extraction. This chapter ad-
dresses the preprocessing tasks of artefact identification and hand soft tissue outlining. The
chapter begins with a review of existing preprocessing methods that have been used for
automated assessment of bone age. These methods include radiographic border detection,
5.2 Existing preprocessing and region of interest extraction methods 93
contrast enhancement, image artefact identification and removal, and region of interest ex-
traction. Hand outlining has been implemented in this chapter because it is required for
the identification of radiographic markers and for noise estimation methods used in Sec-
tion 6.3. From the review of existing methods, region of interest extraction for automated
bone age assessment is now only a development and implementation task. For this rea-
son it has not been addressed in this research and manual methods have been used instead
(please refer to Appendix D for details of the software used for thesemanual methods). Al-
though this is a time consuming approach, it has the advantage of removing the influence
of region of interest extraction from the carpal bone segmentation and feature extraction
results (this task can be completed very reliably by a human with little training). This
approach is also in anticipation of incorporating the carpal bone analysis into an existing
system for automated bone age assessment.
5.2 Existing preprocessing and region of interest extraction meth-
ods
This section reviews existing methods of preprocessing and region of interest extraction
that are commonly used in systems for automated assessment of bone age. Image radio-
graphic marker identification is discussed in Section 5.3 and denoising of images is dis-
cussed in Chapter 6.
5.2.1 Detecting radiographic borders
During a hand-wrist x-ray the image receptor is often exposed right to its edge. Some-
times collimators are set on the x-ray machine such that parts of the image receptor are
unexposed to the primary x-rays1. The boundary between exposed and unexposed areas
is often unsharp because of geometric and attenuation limitations of the collimators, and
because of x-rays scattered from the hand. On most modern CR systems it is possible to
exclude the unexposed area of the image either manually or as part of the automatic image
enhancement. The unexposed area may be left as ‘white’ or the image changed to ‘black’
to reduce unwanted glare when viewing the images. Different radiographic techniques
and different processing selections mean the nature of the radiographic border can be un-
predictable. Figure 5.1 shows three different hand-wrist radiographs with three different
radiographic borders for the same CR system. The method of finding the radiographic
border needs to manage these three possibilities.
These methods have ranged from simple pixel-based searching through to more complex
procedures involving such methods as the Hough transform for identifying lines in the
1X-ray beam collimation is considered good practice because it reduces unwanted scattered radiation, as
well as reducing unnecessary radiation dose to the patient.
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image. It is possible to search for vertical and horizontal lines that contain an empirically
determined portion of pixels with intensities less than some threshold, but this only works
when the radiographic borders are parallel to the edges of the image receptor [Hill94a].
Alternatively, because the standard deviation of pixel intensities in the unexposed area is
less than in the main area of the image (because the unexposed area is more uniform),
this can be used to identify the borders of the unexposed area. The borders can be further
refined by fitting lines between pairs of potential corner points and testing pixel intensity
deviations along these lines [Piet91].
The Hough transform is a method of transforming image objects into a parameter space in
which it is easier to group objects to identify them. One of the simplest and most common
applications of the Hough transform is to find lines in binary images. The object pixels in
the binary image are converted into polar coordinate curves that are summed in a Hough
space image [Prat01, p570]. Where the curves intersect in Hough space there are local
maxima, and the polar coordinates of the local maxima define straight lines in the image.
The largest pixel intensities in the Hough space image correspond to the dominant straight
lines in the image. A refinement of this method is to calculate the gradient magnitude
and direction for the image pixels, and to weigh the contribution of each image pixel to
the Hough space image based on the gradient magnitude [Behi02]. By imposing further
geometric constraints on the selection of points in Hough space, it is possible to identify
the radiographic border on hand-wrist radiographs [Behi02].





(a) A white radiographic border and im-
age artefacts.
(b) A dark radiographic border gener-
ated by the computed radiography sys-
tem. Note the radiographic ‘L’ marker,
as well as a ‘L’ marker generated by the
computed radiography system.
(c) No radiographic border, but note
the artefact on the right of the im-
age caused by identification mark-
ings for the CR plate.
Figure 5.1 Different types of radiographic borders seen on computed radiography images of the
hand and wrist. The computerised methods should be able to cope with all three types of borders.
These images are all from a Kodak CR 900 system.
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Although it appears to be a seemingly simple visual task, identifying the radiographic bor-
ders was shown by one group to require complex statistical descriptions, adaptive param-
eter adjustment, and estimation rules to adequately remove the unexposed background on
CR images [Zhan97]. An often overlooked influencing factor is the person performing the
radiograph. Poor hand positioning or poor use of collimation can significantly change the
demand placed upon the method for border identification. This may explain why some re-
searchers have only required relatively simple methods, while others have required more
sophisticated and robust methods of identifying the radiographic border.
5.2.2 Background correction and soft tissue variations
One of the most common preprocessing tasks is to remove the influence of a non-uniform
image background. The most common cause is the radiographic heel effect. This effect
arises from attenuation of the x-rays that penetrate the anode when leaving the x-ray
tube [Hend02, p81]. The resulting directional attenuation causes a non-uniform emission
from the x-ray tube and therefore a non-uniform background in the image. Image segmen-
tation methods that use analysis of the histogram of pixel intensities for binary grey-scale
thresholding [Prat01] usually rely upon the objects in the image having regions of homo-
geneous pixel intensities. A non-uniform image background can disrupt the homogeneity
of regions and will cause failure of image segmentation methods.
Themost popularmethod of background correction is tomodel the background as a smooth
variation across the image and to either use this model in the segmentation, or subtract the
background component from the image. The challenge with the backgroundmodelling ap-
proach is that the background pixels relating to the direct exposure area have to be located
to analyse them - the background region is required prospectively. This is a conundrum -
to model the background it is necessary to determine the background region.
Properties of the image pixels have been used to identify background regions. One of the
earliest methods was to find the direct exposure area of the image by looking at the stan-
dard deviation of pixel intensities in small regions, and to threshold the image based on
the mean pixel intensities these areas [Piet91]. A similar method using criterion based on
the mean and standard deviation of the pixel intensities has also been used in a recent pub-
lication [Gior07]. An alternative method is to divide the image into four quadrants and to
identify the background pixels from the most frequent pixel intensity in each of the quad-
rants [Piet01b]. The location of the four frequent pixel intensities are then used with bi-
linear interpolation to produce a background image that is subtracted from the hand-wrist
image [Piet01b]. This approach has produced good results, with only 1% of hand extraction
processes failing due to poor background removal for the tips of the phalanges [Piet01b].
An extension of this method is to use sliding regions rather than fixed quadrant regions,
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and to similarly analyse pixel properties in these regions. This method uses sliding win-
dows on both sides of the central image axis, two at the top and two at the bottom of the im-
age with the regions able to slide vertically or horizontally along the image [Piet01a]. The
location of the regions is analysed separately for the vertical and horizontal movements
and background pixel intensities based on the lowest mean pixel intensity and lowest vari-
ance. The mean pixel intensity in each region is used to generate a threshold value for the
rows and columns in the image using linear interpolation. All pixels with intensities be-
low the threshold are set to zero and ignored in subsequent image processing operations.
Both this method and the four quadrant method have been used in bone age assessment
systems. Differences in performance have not been investigated, but both have been used
in recent publications on computerised bone age assessment [Piet05] [Piet04] [Zhan06].
Nonlinear models of the background have also been used, with the argument that such
models are necessary for background removal [Lee08]. The models of the background
have included simple two-dimensional third order polynomials [Lee08] [Yoo07], but more
complex models based on the x-ray tube geometry have also been developed and quan-
titatively evaluated [Behi01] [Behi02]. The problem that remains with these methods is
that it is necessary to identify the background pixels. Approaches to this problem have
included: iterating between background segmentation and heel effect correction until the
correction converges [Behi02]; using four regions similar to the method above and iter-
atively identifying background regions [Lee08]; and iteratively refining the background
model by removing large pixel variations from the background region [Yoo07]. Although
the first approach showed good results for a large collection of hand radiographs, it is
reliant upon a sufficient region of direct exposure background being present on the radio-
graphic image [Behi02]. This could present a problem if the hand-wrist radiographs are
closely collimated to the outline of the hand, either using the x-ray machine collimators, or
manually using the CR image processing functions.
In some respects, the effect of the soft tissue thickness variation, and especially the soft
tissue wedge-shaped hand are more important and unpredictable than the effect of back-
ground. Theoretically, compensating for differences in attenuation caused by the soft tissue
wedge-shaped hand (Figure 5.2) should be easy. However, the person-to-person variabil-
ity of the soft tissue component can be high, even for children of the same bone age. This is
made more difficult by differences in fat content of the tissue. Because of these problems,
and the problems with background removal, such corrections have not been used in this
research. Instead, segmentationmethods have been used that place minimal demand upon
models for the background region and soft tissue variation.
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Figure 5.2 A side profile of the left hand and wrist of a nine year old boy. This photo demonstrates
the wedge-shaped profile of the hand with an increasing hand thickness when moving from the
distal phalanges (finger tips) to the wrist. This wedge-shaped profile causes non-uniform attenua-
tion in the hand-wrist radiographs. The picture also demonstrates what would be considered poor
radiographic technique because the hand has relaxed slightly and the knuckles have risen, result-
ing in changes in the radiographic angle of the phalangeal-metacarpal joints, and a slight change in
angulation of the carpal bones.
5.2.3 Contrast enhancement
A common method of contrast enhancement is to scale the pixel intensities so the im-
age histogram follows some probability density function that improves the image con-
trast [Prat01, p253]. This method is referred to as histogram equalisation. Different types of
scaling have been used, but themost common form is designed to produce a histogram that
is nearly uniform. If the image contains dark regions in which perception needs to be im-
proved, then histogram equalisation can be of benefit because it ‘stretches out’ the contrast
of the image. The uniform histogram equalisation method has been used as a preprocess-
ing step for hand radiographs to standardise the dynamic range of the image and ensure
the background has approximately the same pixel intensity in all radiographs [Hill94a].
There are extensions to the uniform histogram equalisation methods. Early bone segmen-
tation research claimed that the hand radiographs had a histogram with bone, soft tissue,
and background groups of pixels, and that each group had a Gaussian distribution of pixel
intensities [Mich89]. This research demonstrated that it is possible to stretch the image
histogram to improve the separation of these distributions. This approach has also been
used with the Tsai moment-preserving method [Tsai85] to calculate thresholds to separate
the image pixels into the three groups, then perform histogram equalisation separately for
each of the three groups [Sun94]. A slightly different approach to histogram equalisation
is to base the contrast enhancement only on edge pixels [Ko95]. This method uses a gradi-
ent filter and pixel connectivity criterion to generate a preliminary estimate of edge pixels.
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The edge pixels are all that is used in the histogram equalisation. This method is thought
to make the contrast enhancement less sensitive to image noise and to address the trade-off
between contrast enhancement and the edge degradation that usually results from apply-
ing these methods [Ko95].
A major problem with histogram equalisation is that if the image is already of ‘good-
quality’, then histogram equalisation may actually degrade the image [Prat01, p258]. Fur-
thermore, with many CR systems a lot of image manipulation has already been performed
to produce a suitable image for display (see, for example, [Bogu95]). Although it would
be convenient to be able to standardise the pixel intensities for areas of the image such
as background, the limitations of histogram equalisation mean this standardisation might
be of limited benefit. Often the histogram equalisation, or other contrast enhancement
method, will produce more visually appealing images. But these changes will not neces-
sarily improve image processing. For this reason, contrast enhancement has not been used
in the research reported here.
5.2.4 Region of interest extraction
The purpose of the region of interest (ROI) extraction is to generate a numerical represen-
tation of areas of the image that require separate image processing for bone age estimation.
With the exception of some research on active shape models [Thod09] and neural networks
(below), all computerised bone age assessmentmethods proposed to date require the inclu-
sion of the image processing stages of ROI extraction and segmentation. The ROI extraction
is a prerequisite to bone segmentation methods because many of the segmentation meth-
ods have unsatisfactory performance when applied to the whole hand, mostly because the
methods and parameters have usually been optimised for specific regions of the hand or
wrist.
The distinction between ROI extraction and segmentation can cause confusion when re-
viewing existing methods. Some of the methods of ROI extraction use image processing
that is normally reserved for segmentation. The methods of extraction are often a succes-
sion of refinement techniques with segmentation forming one part of the process. This can
blur the division between ROI extraction and subsequent segmentation stages.
The majority of research on ROI extraction has been for the epiphyseal-metaphyseal re-
gions of interest (EMROI) of the phalanges. Analysis of the EMROI are not part of this
research on carpal bone analysis, but there are some aspects of the EMROI extraction that
are of interest. The early stages of EMROI extraction usually involve tasks like alignment of
the radiograph and labelling of areas such as the fingers and forearm. But this is where the
similarities end because the location of a developing epiphysis is much more predictable
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with respect to the adjoining bones than is a carpal bone, so quite different methods are
required.
Some of the ROI extraction methods can be limited by normal development of the bones.
For example, methods that rely upon clear separation of the epiphysis and metaphysis for
EMROI extraction often fail when these bones begin to fuse [Gior07]. This is important
because the point of fusion is a milestone in skeletal maturity and it should be considered
in any system for the computerised assessment of bone age. Similarly, when a child is
young the carpus is surrounded by a clear region of soft tissue, but as the child matures
the carpal bones overlap with the radius bones and metacarpals and the soft tissue gap
disappears. The carpal region becomes more difficult to extract from the hand-wrist radio-
graph [Fan01]. The ideal ROI extraction method should be able to identify the region at
any age of the child, with the performance of the method independent of age-specific bone
features. This would allow the ROI to be used with feature extraction methods that are
applicable from early ossification of the bones to full fusion or maturity.
5.2.4.1 Orientation of the hand
Finding the orientation of the hand is a standard image processing function prior to ex-
tracting the ROIs, although it is sometimes inherent in the method of ROI identification.
Starting from a point of few assumptions, this orientation can be as fundamental as using
recognition of the radius and ulna to determine whether the radiograph is of the left or
right hand [Hill94a]. However, with the exception of one group that included both hands
on the radiograph (and so had to find the left hand using thresholding and vertical pro-
file summations) [Chan03], most researchers assume that the radiograph is that of the left
hand.
Depending on the size of the hand, the hand can easily be x-rayed at any orientation on
the image receptor. This will depend on the policies and education of radiographic staff at
the institution in which the x-ray is performed. It has been demonstrated that correction
for orientation is often required because a significant portion of hand-wrist radiographs
are not taken using the conventional orientation of long axis of the hand aligned with the
long axis of the image receptor [Piet01a]. Correction of the alignment may mean finding a
reference axis that can be used for further analysis, or rotation of the whole radiograph to
bring the long axis of the hand to the vertical.
Starting with binary thresholding using the average pixel intensity of the image (after re-
moving image data outside of the radiographic border), the orientation of the hand can
be determined using simple line search strategies that look for anatomical features like the
forearm and separation of the fingers [Piet91]. More complex procedures have been used to
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increase the reliability of the initial orientation [Hsie07b]. However, depending on the fea-
tures chosen, these methods have limitations. For example, it is possible to x-ray the wrist
slightly rotated, so the phalanges and long axis of the radius and ulna are out of alignment.
Similarly, the fingers can be x-rayed at a range of angles with respect to the metacarpals.
What is required is a feature that is essentially invariant of normal hand positioning, but
no such feature exists for the hand. However, unless there is gross clawing of the fingers
or the unusual situation of an ulna-radius deviation, the third digit or third metacarpal is
the best reference feature. The third metacarpal bone (Figure 5.3) is present at birth and
is usually always in alignment with the proximal third digit, the capitate, and the distal









Figure 5.3 Terminology for the region of interest extraction (ROI) of the radiograph and a rectangu-
lar carpal region of interest (CROI). Because of the carpal-metacarpal bone overlap, the CROI needs
to include some of the metacarpal bones. The carpal region of interest is defined by one third of the
length along the third metacarpal, the middle of the first phalanx, the soft tissue boundary on the
side of the hand opposing the first phalanx, one one sixth of the length of the phalanx back from a
best-fit of a ∧ to the gap between the internal borders of the diaphysis of the radius and ulna (or the
lower border of the image, whichever is the smaller).
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5.2.4.2 Knowledge-based search methods
The majority of existing methods for ROI extraction are based on knowledge-based search
methods. These are heuristic search methods that use prior knowledge of the soft tissue or
bone anatomy of the hand and wrist. They are usually implemented as a series of succes-
sive refinement operations, starting with identification of the fingers or radius and ulna,
moving on to bone identification, then finishing with delineation of individual regions of
interest. Sometimes the individual regions require further refinement like correction for
radiograph misalignment so they are in a standard orientation ready for further analy-
sis [Piet04].
A common approach to initial identification of regions is to threshold the image using ei-
ther a single threshold value [Mich89] [Piet91] [Hsie07b], or adaptive thresholding method
[Luis03] [Zhan06] [Zhan07]. This produces a silhouette of the hand soft tissue compo-
nent, but it may include some bone outline components, especially for the distal pha-
langes [Piet97]. The silhouette can be cleaned-up using the morphological operations of
dilation and erosion to remove unwanted regions (for example, [Effo94]).
From the silhouette image, a number of techniques have been used to locate and label the
major anatomical regions of the hand. For the most part, these techniques can be grouped
into line profile search methods, and methods for identifying angle changes of the traced
hand contour. The profile search methods scan across the hand and run-length encode
step changes between black and white values in the binary image, or some other measure
of change. These step changes are related to key anatomical landmarks like the edges of
the fingers. By aligning the centre of the steps, it is possible to identify, for example, the
phalangeal axes [Sun94] [Piet01b] [Hill94a] [Effo94]. After smoothing the image profiles
within the steps, derivative operations can be used to find bone edges for subsequent pro-
cessing [Mich89].
The angle-change method works by tracing the outline of the silhouette and looking for
changes in contour angle with distance along the contour. Contour angle changes, like
those at the tips of the phalanges, can be used to identify anatomical landmarks [Effo94]
[Mahm00] [Kwab85] [Lee08] [Yoo07]. Another use of tracing the contour is to sweep across
an arc, analysing the distance from a fixed point in the wrist to the silhouette outline, and
looking for distance versus angle patterns that correspond to anatomical landmarks, like
valleys corresponding to the short distance to the base of the phalanges [Mahm98].
The silhouette can also be skeletonised using a thinning algorithm or medial axis trans-
form. This process results in axes that are first approximations to the centre lines for the
phalanges [Gabo97] [Luis03]. A collection of search paths are created by linking these
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axes and extending them to the image boundary or soft tissue-background margin. By
analysing projections perpendicular to these search paths, it is possible to identify joints
and extract phalangeal EMROIs [Gabo97]. However, it is not possible to find themetacarpals
using this method. They have been found instead by using a circumferential search across
the hand at a fixed distance along the extended axes [Luis03].
One problem with the silhouette method is that it is reliant upon the initial thresholding or
segmentation of the soft tissue and bone areas. With variable image background and soft
tissue thickness variations and overlap (Figure 5.4(a)), standard segmentation methods
begin to fail. An alternative is to either find ridges in the image corresponding to the long
axes of the fingers [Marq01], or to find bone edges using edge detectors like the Sobel
filter [Piet91] [Morr94] and the Canny edge detector [Mano94] [Hsie07b].
The carpal region of interest (CROI) can be found by scanning vertical and horizontal lines
of the silhouette and looking for edges andwidths that relate to anatomical features like the
minimum width of the proximal end of the wrist, and the soft tissue junction between the
thumb and second digit [Piet93] [Zhan07]. Because fixed horizontal and vertical scan lines
are used in thismethod, the CROI results will depend on the performance of the orientation
correction method. To some degree, this orientation limitation can be overcome by using a
method that starts by finding a third metacarpal reference axis, then uses empirical CROI
ratios and skin boundary regression lines to extract the CROI [Voge00].
Instead of using the silhouette to find soft tissue landmarks, it is possible to delineate a
CROI by finding bone landmarks. This will only be reliable if the bones are present across
all stages of maturity. One set of landmarks that has been used is the head of the ulna and
the base of the thumb [Hsie07b]. These landmarks can be found by scanning the image
to find the head of the ulna bone and projecting across the bone to define the base of the
CROI, then scanning to find the base of thumb and projecting across the first metacarpal to
define the top of the CROI [Hsie07b].
Finally, in a method referred to as the ‘sticking’ algorithm, a simulated needle is stuck side-
ways into the hand image and a histogram of pixel intensities tracked until local thresholds
have been found corresponding to the bone edges [Fan01]. This method can be used to find
upper and lower bounds for the CROI. Using these bounds, the rest of the carpus can be
divided into bone search regions using projective pixel-intensity integration operations.
This method requires good contrast between bone and soft tissue, and only works in chil-
dren up to 7 years old because after this age the carpal bone separation is too small and the
extraction error increases [Fan01].
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5.2.4.3 A registration approach to ROI extraction
Although the hand-wrist radiograph is a visual scene that grows in complexity with the
age of the child, there remain constant components in the image against which registra-
tion techniques can be used. Although there are areas of the hand that are rigid, like the
majority of the metacarpal bones, hand movements such as simple rotation of the wrist
or spreading or closing of the fingers mean that rigid registration methods may fail. The
idea of the image containing both rigid and elastic components was motivation for a ‘wire’
model with articulating joints [Mart09] [Mart03]. In thismodel, thewires link landmarks in
the radiograph that require rigid registration methods (namely, the long bone structures).
Elastic registration is applied to the remaining soft tissue structures, with the elasticity
proportional to the distance these structures are away from the wires.
The carpal bones are excluded from this registration because of difficulty in using the wire
model with the bone sizes, and problems with finding age-invariant landmarks [Mart09].
However, the landmarks for each finger bone and metacarpal, plus the radius and ulna
landmarks, are used to constraint the registration of the carpal region by joining land-
marks on the metacarpals with landmarks on the radius and ulna. Unfortunately, there is
significant distortion of the carpal bones because of the elastic registration.
The registration method is very detailed and complex, and even includes a correction for
the influence of bone width. However, the method appears to deform the image elastically
as part of the registration, with the aim of registering the image with a fixed template
[Mart09]. This ties the method to the accuracy of the chosen template. It may become clear
in future publications why this approach has been adopted.
5.2.4.4 The use of neural networks
In a completely different approach compared with the previous methods in this section,
neural networks have been used for ROI extraction. Neural networks were used with a
neural ‘retina’ that feed into a set of focusing networks that extracted the carpal bones
[Rucc95]. In a similar method, feature extracting neural networks were arranged on a
square lattice, with the lattice able to deform elastically so as to shift the focus of attention
of the network processing [Bocc03]. The first approach produced a collection of centroids
that were used to produce square ROI with the ROI size determined a priori based on the
average bone size. This method was able to label the carpal bones. In the second approach,
different input preprocessing and network configurations were used for the phalanges and
carpal bones. Rather than perform region of interest extraction for subsequent segmen-
tation and feature extraction, in both of these approaches the authors feed the extracted
regions into a classification neural network for a bone age estimate for the each bone.
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5.2.4.5 Identification and extraction using high-level processes
Most of the methods discussed so far in this section use low-level image processing func-
tions. In some cases higher-level knowledge has been integrated into the methods as prior
knowledge. There is a collection of methods that still use such higher-level knowledge,
but incorporate it into techniques that provide some reasoning about the status of the ROI
extraction. These methods allow multiple techniques to be applied to the same image, but
as separate processes. An example is the use of an object-oriented approach that includes
inter-process communication and high-level supervising processes that communicate to
verify the ROI extraction, and to report any verification errors [Shim97]. In this example
there was a shape model for landmark identification and matching that was defined using
bone contour segments decomposed into a space that described the arclength and orien-
tation. The use of high-level processes would be worth considering for a full bone age
assessment system.
5.2.4.6 Comments on ROI extraction
The performance of ROI extraction methods have been published by only a small number
of researchers. Most of these results are for the EMROI of the phalanges [Gert07b] [Piet01a]
[Yoo07]. The results published for carpal region extraction suggest that the methods are
reasonably reliable, with error rates of 6% for the CROI [Piet95], and 9% for carpal bone
identification in young children [Fan01]. The lack of published results may be due to the
performance of the ROI extraction methods being assessed intrinsically in the overall per-
formance of segmentation or bone age assessment methods. However, without a measure
of the performance of the ROI extraction, it leaves the open question of what is influencing
possible poor performance: these methods, or subsequent processing steps.
There are disadvantages with both the soft tissue and bone-based methods of ROI extrac-
tion. When the contrast is low between the soft tissue and image background, the silhou-
ette method can begin to fail and the bone-based segmentation is preferable. However,
the advantage with the soft tissue method is that if the outline can be generated, the bone
contours in normal hand-wrist radiographs are constrained to fall within this outline. This
is important for carpal bone detection in young children because it constrains the detection
region for early bone ossification.
It is clear from the review of existingmethods that the task of region of interest extraction is
essentially a development rather than a research one. This task is an important part of any
bone age assessment system and can influence the overall automated results. However,
because it is anticipated that the carpal bone analysis will be incorporated into an existing
bone age assessment system, the region of interest methods were not developed as part of
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this research and a manual method was used instead (see Appendix D for details of the
software developed for the manual extraction). The manual method has the additional ad-
vantage of removing the influence of the region of interest extraction upon the carpal bone
analysis, assuming the person performing the manual extraction can accurately perform
this task – in this case it was the author who performed the task for all radiographs in the
research dataset.
5.3 Image artefact identification and removal
Image artefacts such as lines, spots, hand restraints, patient identification markings, and
position markers (Figure 5.4(a)) cause complications for image processing tasks. It is usu-
ally important to identify their location in the image and to either crop them out of the
image, or to tag their location so they are excluded from image processing tasks.
With digital systems, patient identification is usually applied as an image overlay during
display of the image. In this situation it does not affect image processing. The position
marker is different. Although on some systems it can be applied electronically, whether it
is done this way or by means of a physical marker placed on the image receptor, it usually
ends up as a permanent mark on the image and is an unwanted artefact for the purpose
of image processing. The positive aspect of this artefact is that the markers usually highly
attenuate the x-ray beam and produce image pixel intensities at the extreme end of the
pixel intensity distribution. This means that the markers are relatively easy to identify, as
illustrated by the pixel intensity histogram in Figure 5.4(b).
The approach to removing small spot and line artefacts hasmostly been the use of knowledge-
based morphological operations and elimination of small regions through prior knowl-
edge of typical bone sizes. This elimination is usually performed as post-processing of
the segmented images and may be combined with other methods of bone object refine-
ment [Zhan06].
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(a) Artefact image for a five month old child.
This image shows the ’L’ radiographic marker,
and a compression pad across the fingers and
wrist - to hold the child’s hand still.
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(b) Pixel intensity histogram for the radiograph,
clearly showing the pixel intensities for the ’L’ marker.
The histogram shows the frequency distribution of
pixel intensities. This histogram clearly shows the
separation between the pixel intensities for the radio-
graphic marker and those for the rest of the image.
Figure 5.4 A hand-wrist radiographic image, with a number of artefacts, and its corresponding
pixel intensity histogram.
The other characteristic of the radiographic marker that helps with the detection is that the
markers are usually uniform areas on the image. From the results presented in Figure 4.11
it is clear that high intensity pixels have high levels of noise. If the radiographic marker is
artificially generated by the CR processing system, then it will have no noise, although it
can have lower intensity pixels around its border depending on the compression employed
for the image storage. If it is generated by the use of a radiographically opaque marker,
then there will be radiographic noise, and the level of noise can be relatively high. This will
be indistinguishable from high intensity pixels associated with areas of high bone attenu-
ation. However, it is possible to distinguish between the two using an initial estimation of
the outline of the hand and only classifying a region as belonging to a radiographic marker
if it is outside of the hand soft tissue area. The situation of the marker being inside the
hand soft tissue outline has not been addressed in this research.
In this section the radiographic position marker artefact is investigated. The handling of
the remaining artefacts has been reserved for future research and radiographs with such
artefacts have either not been included in the research image dataset, or have been ob-
served to have an insignificant effect upon the image processing. Impulse noise identi-
fication and removal is investigated in Section 6.2 and this is applied before any further
methods of artefact identification or removal are applied.
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5.3.1 Using the pixel intensity histogram
The first thing to note from the hand-wrist radiographs is that there is no clear demarkation
in pixel intensities between the pixels associated with the bones, the soft tissue and the
background. Furthermore, as illustrated in Figure 5.5, the pixel intensity histogram for
the soft tissue is effectively bi-modal. There is no simple Gaussian distribution or mixture
model that could be used for, say, the segmentation of these groups of pixels by single- or
multi-level thresholding.
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Figure 5.5 Pixel intensity histograms for the separate components of a typical hand-wrist radio-
graph. The histogram has been rebinned into 256 bins to reduce the noise due to pixel intensities
that are not present in to CR output and are always set to zero. Pixels with intensity of less than
3 have not been included in the histogram because the CR system performs masking and usually
sets the pixels outside of the mask to zero. There is no clear separation of the peaks so it would be
difficult to apply, say, a Gaussian mixture model to this histogram.
To get an idea ofwhether thewhole-image histogram results shown in Figure 5.5 are typical
of clinical images, 97 radiographs were processed and the statistics were collected for each
image for pixels within the collimated radiation field on the image. Themean and standard
deviation across the collection of 97 images is shown in Figure 5.6. As mentioned earlier
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Figure 5.6 Mean and standard deviation of the pixel intensity histograms for 97 hand-wrist radio-
graphs. Although the mean generally agrees with the results presented in Figure 5.5, the standard
deviation is large so the result must be interpreted with caution. What is clear from both curves
is that the cut-off of 3700 for the radiographic content is an appropriate value to use. The pixel
intensities above this correspond to the radiographic markers. Note: the histogram was smoothed
with a 1D Gaussian filter to reduce the noise for the purposes of presentation.
in the section, there are some parts of this histogram that are consistent and can be of
use in preprocessing. Firstly, the radiographic markers tend to have high pixel intensities
and these are relatively easy to remove by rejecting those pixels with intensities above
3700. There are two possible approaches to the rejection of pixels: (a) mask the pixels and
perform inpainting to smooth away the effect of themissing pixels, or (b) tag the pixel with
a special number so they can be identified in subsequent processing tasks and excluded
from the analysis, if appropriate. The later was the approach adopted in this research with
pixel values set to zero because the radiographic images never normally contain zero pixel
intensities in the main radiation field. A lower limit was also set, so pixels with intensities
below 100 are not of clinical significance for bone age assessment and can be excluded from
any analysis.
The success of identification of the radiographic marker stems from the finding in Fig-
ure 4.5 that the CR system maintains pixel intensities across a range of x-ray doses. From
110 Preprocessing and region of interest extraction
Figure 5.7 A binary mask created using the thresholds of pixel intensity < 100 and > 3700. The
inset shows the original image.
this, one can be assured that the intensity of the radiographic marker will remain approxi-
mately constant across the range of clinical radiographic exposure. The exception to this is
at very low dose exposures where the pixel intensities change, but as will be discussed in
Section 6.3.1 these can be easily identified from the value of Exposure Index stored in the
image DICOM files.
Figure 5.7 shows an example of the resulting binary mask for a clinical image where the
markers and background were found using the simple thresholds of 100 and 3700.
5.4 Conclusions
From the literature review, there is a significant amount of research that has been under-
taken relating to the preprocessing tasks for bone age assessment. It appears that much of
this research can now be translated to development work. For this reason it was not inves-
tigated as part of this research. Instead, where necessary, manual intervention was used,
but not to the point that this intervention exceeded the capability of existing methods –
otherwise additional research would be required. This was so that the methods developed
can be implemented in an existing system, or on a local system that is being developed.
Chapter 6
Denoising the hand-wrist radiograph
Image denoising is often considered a preprocessing task, but in this research it has been
considered separately because the results of the preprocessing are used for noise estima-
tion as part of the denoising algorithm. This chapter introduces a single-image method
of estimating the radiographic noise in hand-wrist radiographs. This estimate is used to
set parameters for image denoising. The denoising method has been treated as a sepa-
rate task from segmentation. This is in contrast with techniques that perform these tasks
simultaneously [Tsai01].
6.1 Introduction and existing methods
Like most of the preprocessing methods, the requirements for denoising depend on the
subsequent image processing tasks. The most important of these tasks is image segmenta-
tion. This dependency usually involves a trade-off between the denoisingmethod and both
the detectability of objects and accuracy of edge or region detection. This dependency cre-
ates problems when investigating denoising methods. Optimising the denoising method
usually involves applying the method then applying the segmentation method and de-
termining the influence of the denoising on the segmentation results. Unfortunately, this
means that the results can be significantly influenced by the segmentationmethod, so there
is no truly independent assessment of the denoising method. One of the aims of this re-
search was to decouple this dependency by finding an alternative method of assessing the
quality of the denoising, without the need for segmentation. In this way the segmentation
method can be optimised for a fixed denoising method.
There is a vast amount of published literature on the topic of image denoising, with a
multitude of methods investigated for many different applications. It is clear that there is
currently no universal image denoisingmethod. Many of the denoisingmethods are appli-
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cation specific and depend on the type and significance of the noise in the original image,
as well as the tolerable noise and blur of the processed image. For example, because the hu-
man visual system can cope with very low signal to noise ratios, processing an image that
originally contained a high level of noise may result in an image that is visually acceptable
to a human (for the task at hand), but can contain too much noise for subsequent image
processing tasks. The structural content of an image also determines requirements of the
denoising method. For example, periodic structures such as texture in images often re-
quires different denoising methods than regions of relative homogeneity. Similarly, many
natural scenes contain sharp object boundaries whereas edges in radiographic images are
less sharp; the requirement for edge-preservation is different between the two.
A review of denoising methods by Buades et al. provides a summary and classification of
recent developments in image denoising, with the exception of hybrid methods [Buad05].
Investigation of a range of these denoising methods was beyond the scope of this research,
although some recent methods such as non-local means may be worth investigating in
the future. The approach taken instead was to expand upon denoising methods that have
already been applied to hand-wrist radiographs.
6.1.1 Existing methods of denoising hand-wrist radiographs
The hand-wrist radiographs invariably contain noise from image receptor stochastic pro-
cesses, image receptor structural noise, electronic noise and, although technically not a
noise source, an apparent noise from the radiographic projection of the internal composi-
tion of the bones: the bony trabeculae. These noise sources can decrease the homogeneity
of objects and have a significant impact upon image processing operations such as edge
detection. The importance of denoising for successful segmentation of screen-film hand-
wrist radiographs was recognised some time ago [Mano94]. In many respects this has not
changed with the introduction of digital x-ray systems. In digital systems such as com-
puted radiography or direct radiography there is often little control over the intensity of
the final image because of automatic image manipulation. This means that a low x-ray ex-
posure is typically adjusted to provide an acceptable image contrast and, with the excep-
tion of an increase in noise in the radiograph, there are few clues to a low x-ray exposure1.
Unfortunately, a low x-ray exposure results in increased image noise and a reduction in the
detectability of small contrast differences. With screen-film radiographs a low x-ray expo-
sure leads to a light, non-diagnostic radiograph that has to be repeated. With the automatic
image adjustment of digital x-ray systems, and the remarkable ability of the human visual
system to copewith image noise, it is tempting to not reject low-exposure, high-noise hand-
wrist radiographs. This means that denoising methods are at least as important for digital
1Most digital x-ray systems do offer a numerical measure or visual indicator of the acceptability of the x-ray
exposure, but once submitted to the PACS, this measure or indicator is usually not immediately obvious.
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systems as they are for screen-film radiography. Many CR systems include a facility for
image denoising in the clinical processing protocols, but if these are used they are usu-
ally set to provide a visually acceptable image rather than one that is suitable for image
processing.
One of simplest denoising methods that has been used with the hand-wrist radiographs
is the mean filter [Hill94a]. This filter is a neighbourhood operation that replaces the
central pixel of a sampling neighbourhood with the mean intensity of the pixels in the
neighbourhood. This produces a linear low-pass filter that attenuates the high spatial fre-
quency components of the image; the components that often arise from the lack of spatial
correlation of image noise [Prat01, p262]. Although the low-pass filter operation works
well for some noise sources (especially additive uniform noise and Gaussian distributed
noise [Prat01, p269]), its largest drawback is the blurring of important image features like
edges. To get around this limitation, and recognising that some of the noise components
in hand-wrist radiographs are more impulse-like, some researchers have used nonlinear
filters. The most popular of these is the median filter, a similar operation to the mean filter
except the central pixel is replaced with the median of the neighbourhood pixel intensi-
ties [Prat01, p271]. This impulse suppression filter has been used for additive noise re-
moval both in isolation [Dine95], and in combination with a Lee filter [Piet05] [Piet04] and
a refined Lee filter [Gert07a]. The Lee filter uses local image statistics and amean-square er-
ror estimator to produce a noise reduction method [Lee80]. The refined Lee filter takes this
a step further and adaptively constrains the local statistics calculations in neighbourhoods
that have high image gradients (edges) [Lee81]. It is claimed that this approach reduces
the image noise, but with less blurring of edges than with the standard Lee filter [Lee81].
However, it has been demonstrated that the Lee filter is not optimal for signal-dependent
noise [Kuan85], as is the case for radiographic images.
The refined Lee filter improves the preservation of edges by using the gradient or edge di-
rection in calculations for the degree of local noise suppression. This is similar in principle
to the method of anisotropic diffusion that has been used for the denoising of hand-wrist
radiographs [Zhan07] [Lee08] [Lin05]. Anisotropic diffusion filtering (see Section 6.4) is a
method in which the degree of smoothing (diffusion) at a point in the image is determined
by a function of some image property at that point. The usual image property is gradi-
ent and the function is chosen so that the image smoothing is smallest in directions with
high gradients, and largest in directions with low gradients. On hand-wrist radiographs
this means that bones edges are smoothed the least (edges are preserved) and large areas
with low contrast, such as soft tissue areas, are smoothed the most. Although anisotropic
diffusion achieves edge preservation that is beneficial when using edge-based segmenta-
tion methods [Zhan07], in its standard form it can suffer from ‘bleeding’ of the smoothing
operation through low contrast edges, producing a smooth hole in the bone contour.
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Gabor filters have also been used for denoising of hand-wrist radiographs. The Gabor
filters are a collection of two-dimensional sinusoidal filters that have a Gaussian-shaped
envelope [Prat01, p544]. The orientation and frequency of the sinusoidal variations are
controlled by the filter parameters and this means that it is possible to change the degree of
smoothing in specific directions. For example, one group of researchers used four different
filter orientations, resulting in four separate filtered images. These filtered images were
then segmented separately before being combined to produce a single segmented image
[Chan03].
The carpal region of the hand-wrist radiograph often contains bones with a lot of bone
structure that appears on the radiographs as a type of textural noise. It is termed noise
here because it is too inconsistent between children to be of use as a texture for segmenta-
tion. Although it is necessary to as far a possible preserve the edges of the bones during
denoising, it is not necessary to preserve the edges of this bone structure. For this reason,
only the bone contours have been considered for the evaluation of denoising algorithms.
The approach chosen for denoising beginswith the removal of impulse noise using a robust
yet simple local statistic of pixel intensity variability. This is in contrast with some more
elaborate methods of impulse noise detection and removal. The noise is then estimated
using local statistics and the exponential noise model developed in Chapter 4. The signal-
dependent noise model is then used in a refined anisotropic diffusion method to denoise
the hand-wrist radiographs.
6.2 Impulse noise reduction using median filtering and outlier
detection
The first artefact to remove from the images is impulse noise because of the impact it can
have on subsequent image processing task. The most common cause of impulse noise is
dust or dirt on the computed radiography (CR) plate. The dust or dirt reduces the stimu-
lated emission of light from the plate and produces a white spot on the radiograph. These
impulse noise spots are very localised and have a high contrast. From inspection of a col-
lection of 2392 x 1792 pixel Kodak CR images, the white spots usually involve from one to
ten adjacent pixels, with the most common being three.
Linear filtering is a fundamental method in signal and image processing, and although
it is good at suppressing Gaussian-type noise, it does not work well for impulse-type
noise [Jahn02, p307] [Riou96]. There are a number of methods of impulse noise reduc-
tion that can be applied to radiographs [Niko04] [Wind01] [Garn05] [Fros09], but the most
common method is to use a neighbourhood filter such as the star-shaped (4-connected)
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median filter [Piet01a] [Piet04] [Gert07a]. The median filtering is usually followed by fil-
tering to reduce Gaussian noise, but the impulse noise removal and Gaussian denoising
can also be combined into one method [Garn05]. This combined method has not been
used in this research because of the complexity of optimisation of the method. In this sec-
tion the star-shaped median filter is compared with two outlier-detection filters: one based
on a sample standard deviation measurement, and the other using the median absolute
deviation (MAD) robust estimator of statistical dispersion. The performance of the three
methods was tested for impulse noise removal using the image quality metric of mean
Structural Similarity Index (SSIM), an alternative to mean-squared error (MSE) [Wang04].2
6.2.1 Median and MAD filtering for impulse noise removal
The problem with linear filtering is the inability of the method to adapt to image con-
tent. Many boundaries of objects in an image act like discontinuous functions and it is
these features that are often of interest. It is important that denoising methods be able to
distinguish these discontinuities from noisy oscillations and this requires nonlinear filter-
ing [Chan05, p70]. The starting point of nonlinear filtering is median filtering, an example
from the class of order-statistics filtering.
Arias-Castro and Donoho present a mathematical treatise of median filtering with some
interesting discussion on the performance of linear filtering and median filtering [Aria09].
They challenge what they call the median folk theorem that “Median filtering outperforms
linear filtering for suppressing noise in images with edges”. Their conclusion was that
based on a decision-theoretic framework, the median folk theorem is false except in the
case of negligible noise level per pixel. Interestingly, for a low frequency of corruption
of an image by impulse noise, the mean noise level per pixel is very small, although it is
unclear whether this finding relating the median and linear filtering applies to impulse
noise.
Let Nj(x) be a (2n + 1) × (2n + 1) neighbourhood of pixels centred at the pixel x in an
image, and let Ij be the corresponding pixel intensities of this neighbourhood (please refer
to Figure 6.1) with the intensity of the central pixel I(x), then the median filter sweeps this
neighbourhood across the image and replaces the central pixel with the intensity
I(x)← median(Ij)
j∈N(x)
2MATLABr code for the SSIM index was downloaded from www.ece.uwaterloo.ca/∼z70wang/research/
ssim/ (accessed Jan 2010) .
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because s is odd.
The median operation is nonlinear because for a distribution k scaled by factor s,
median(s · k) = s ·median(k),
but for two distributions k andm,
median(k +m) 6= median(k) + median(m).
This nonlinearity means that the median filter cannot be implemented as a convolution
operation.
The star-shapedmedian filter uses a more localised 4-connected pixel neighbourhood with
a ‘+’ shape that includes the central pixel and the four adjacent pixels [Piet04]. The median
calculation for the new central pixel intensity Inew(i, j) is
Inew(i, j) = median{I(i+ 1, j), I(i − 1, j), I(i, j + 1), I(i, j − 1)}.
For a Gaussian distribution the median is equal to the mean. The mean is not a robust
estimator, whereas the median is a robust estimator of central tendency in that it will toler-
ate outliers such as impulse noise. If there is an impulse in a sample neighbourhood then
the mean will be affected by this value. The median of the sample will not be affected un-
til 50% of the sample values are outliers. This 50% is referred to as the breakdown value
for the robust statistic: the number of outliers the sample can contain before the estimate
becomes arbitrarily large [Rous02]. This outlier tolerance means that the central pixel is
replaced with a robust estimate of the mean of the pixel intensities in the neighbourhood,
and, hence, is less influenced by extreme pixel intensity changes in the neighbourhood,
such as happens near edges of objects. This leads to the ability of the median filter to
preserve edges compared with, say, a mean filter.
The drawback with the median filter is that it replaces every central pixel of a neighbour-
hood with the median of the neighbourhood. This causes noise suppression, but can also
lead to signal suppression [Prat01, p271]. Furthermore, this changes the noise character-
istics of the image and the requirement in this research was to remove the impulse noise
with minimal impact on the overall image noise so that the exponential noise model of
Eqn. (4.6) can be used for noise estimation. The approach used in this research was to
separate the tasks of detecting and removing impulse noise, effectively using a ‘switching
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I
j
Figure 6.1 The pisiform bone with a square neighbourhood for filtering. The neighbourhood win-
dow sweeps across the whole image, replacing the central pixel with a value based on some cal-
culation using the neighbourhood pixel intensities Ij . The neighbourhood is defined by its size,
shape, and the location of the central pixel.
filter’ approach [Riou96] [Fros09].
The outliers are detected using a statistical discriminator based on finding the sample stan-
dard deviation s of a deleted neighbourhood and calculating the absolute difference be-
tween the central pixel intensity I(x) and the mean of the deleted neighbourhood3. If this
difference exceeds a factor t times the standard deviation, then the central pixel is classified
as an outlier and is replaced by the median of the deleted neighbourhood. Although the
impulse detection was only meant to be applied to positive-going impulse noise, an abso-
lute value operation was used to detect and remove negative-going impulses as well. This
had the effect of removing statistical outlier pixels with intensities less than typical impulse
noise. This effectively tidied-up the local statistics of the neighbourhoods by correcting for
excessive pixel fluctuations. For t = 3 and a Gaussian distribution of pixel intensities, only
0.26% of the central pixels will be replaced by the median value of the deleted neighbour-
hood if no impulse noise is present. The algorithm is listed in Algorithm 1 on page 118.
This method works well if only the central pixel of the neighbourhood has been corrupted
by impulse noise. If other pixels have been corrupted then the standard deviation increases
significantly for the deleted neighbourhood because of the quadratic term in the standard





i=1(xi − x)2 where xi are the samples and N is the
3A deleted or punctured neighbourhood in this case is the set of pixels in the neighbourhood omitting the
central pixel.
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is a robust estimator that is an alternative to the standard deviation for measuring statis-
tical dispersion [Rous87]. It is very robust with a breakdown value of 50%. The standard
deviation estimate σˆ is calculated using σˆ = 1
kn
·MAD where kn is a scale factor that de-
pends on the distribution and the number of samples [Foi08]. For a Gaussian distribution




·MAD and kn ≈ 1
5n
+Φ−1(34), (6.2)
where Φ() is the inverse of the cumulative distribution function for the Gaussian distribu-
tion [Foi08].
By replacing the mean with the median and the standard deviation with the MAD-based
σˆ estimator, it is possible to implement an outlier detection method that is more robust to
more than one pixel in the neighbourhood being corrupted by impulse noise. The neigh-
bourhood operation for implementing this filter is listed in Algorithm 1. This operation
is applied to all pixels in the image, with zero padding of the edge pixels of the image.
Because of the robust nature of the MAD estimator there is typically little difference in
practice between using a full neighbourhood that includes the central pixel, and using a
deleted neighbourhood. A deleted neighbourhood was used in this research. With the
MAD estimator having a breakdown value of 50% [Rous93] this means that the MAD es-
timator was very robust. The MAD estimator does, however, have some drawbacks and
these are discussed in Section 6.3.
Algorithm 1 Neighbourhood operation for impulse noise removal using the MAD robust
estimator of local statistical dispersion. This operation is applied to each pixel neighbour-
hood in the image.
Input: I set of neighbourhood pixel intensities, t threshold in units of sigma (typically 3)
Output: y pixel intensity to replace the central pixel
x = Icentral pixel




// Correct MAD for small sample bias and check for outliers using threshold
if |x− Imed| > t ∗ 1kn ∗MAD then
y = Imed // Replace the central pixel with the median of the neighbourhood
else
y = x // Return the current central pixel value
end if
return y
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6.2.2 Comparison of the outlier filters
The star-shapedmedian filter, standard deviation-based outlier filter, andMAD-based out-
lier filter were tested using both samples of observed impulse noise and a clinical radio-
graph of the carpus. The same neighbourhood size was used for both the detection and the
median calculation for removal of the impulse.
A 5x5 pixel neighbourhood was empirically found to give the best performance for out-
lier filtering of the hand-wrist radiographs. This choice of neighbourhood size involved a
trade-off between false detection and performance of the true detection-correction. Increas-
ing the size of the neighbourhood decreased the number of false pixel changes, but also
decreased the accuracy of local pixel intensity calculations. The outlier filter with a larger
neighbourhood size was less effective at impulse removal at edges, probably because of
incorrect estimates of the pixel intensity dispersion for neighbourhoods with high contrast
at edges. Increasing the neighbourhood size also lead to under-correction of impulses if
two or more impulses were close together with respect to the neighbourhood size. If the
neighbourhood size was decreased, large size impulse noise was not properly removed.
A reduced neighbourhood size also resulted in an increased percentage of false impulse
detections and this had the undesirable effect of changing the underlying distribution of
pixel intensities.
The threshold t for the outlier filter was set to three. Increasing this value reduced the
impulse detection. For bones with relatively sharp edges there was some increase in the
number of holes near the edges, but there remained an overall improvement in the level of
impulse noise suppression, as assessed visually.
6.2.2.1 Method noise of the MAD-based outlier filter
The method noise is the difference between the original image and the denoised image
(please refer to Section 6.5). Figure 6.2 illustrates the method noise for a typical radio-
graph of the whole hand. Important to note from the method noise image is the lack of
bone edges or the bone texture that results from, say, the trabeculae bone. Figure 6.2(b)
shows that both positive and negative impulse noise was removed by the outlier filter. The
changed pixels are shown in Figure 6.2(c) where the changes are shown in a binary repre-
sentation with white being a changed pixel. Figure 6.2(c) suggests that there have been an
extensive number of pixels changed by the outlier filter, but this is a characteristic of the
image display because in this image only 3.9% of the pixel intensities were changed. Even
though this number of pixel changes is smaller than may be visually apparent, they are of
concern because for a Gaussian distribution of pixel intensities one would expect that only
0.26% of pixels without impulse noise would be falsely detected as outliers by a outlier
120 Denoising the hand-wrist radiograph
filter with t = 3. As mentioned in the previous section, the false detection of impulse noise
was also influenced by the neighbourhood size. For example, for the radiograph shown in
Figure 6.2(a) the percentage of pixels changed by the MAD-based outlier filter was 8.2%,
3.9%, 2.8%, and 2.2% for neighbourhood sizes of 3x3, 5x5, 7x7, and 9x9 pixels, respectively.
Some of this can be explained by the bone edges and bone texture in the image causing
false detections, but this is unlikely to be significantly influenced by neighbourhood size
and is not supported by the results presented in Figure 6.2(c). A more likely explanation
is that the distribution of pixel intensities in regions of the Kodak CR 900 hand-wrist ra-
diographs are not Gaussian. This is discussed in more detail in Section 6.3.2.1, but what
is important to note from Figure 6.2(c) is that the there are few pixel changes in regions of
the image that contain bone edges, bone texture, or soft tissue edges. Furthermore, Fig-
ure 6.2(c) shows the binary representation of the pixel changes, whereas the overall impact
on the image is best represented by Figure 6.2(b) where the false pixel intensity changes
are relatively small and have little impact on the image visually.
The operation of the outlier noise removal on specific impulses is demonstrated in Fig-
ure 6.3 for a single pixel impulse, and in Figure 6.4 for an impulse noise involving five
pixels. In both cases the before and after images illustrate the success of the impulse noise
removal and the method noise image demonstrates the minimal impact of the filter on the
non-impulse pixels.
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(a) Original image (b) Method noise for the MAD filter
(c) Binary version of the method noise
Figure 6.2 The impact of the MAD-based outlier filter on the image pixel intensities and noise.
The original full resolution image, (a), was filtered with a 5x5 neighbourhood and a threshold of
three. The method noise, (b), is the difference between the original and filtered image. The display
range for the method noise was set at plus and minus one standard deviation of the method noise
intensities. To further demonstrate the pixel changes, a binary version of the method noise, (c),
was generated by highlighting the non-zero pixel intensities of the method noise. The method
noise is pixel-intensity dependent, but does not have a structure caused by edges. The lack of pixel
changes at the edges does, however, reflect the limitation of this outlier filteringmethodwhere there
are large image gradients. The binary version of the image noise appears to contain an extensive
number of changed pixels, but this is appearance is caused by downsampling of the image because
only 3.95% of the pixels have been changed by the filter.
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(a) (b) (c)
Figure 6.3 Single-pixel impulse noise removed using the MAD-based outlier filter. (a) original
radiograph; (b) denoised image; (c) method noise. Note the minimal impact of the outlier detector
on the image noise.
(a) (b) (c)
Figure 6.4 Multiple-pixel impulse noise removal using the MAD-based outlier filter. (a) original
radiograph with 5 pixels corrupted by impulse noise (b) denoised image; (c) method noise.
6.2.2.2 Comparison of the different impulse noise removal methods
A comparison of the different impulse noise removal methods is illustrated in Figure 6.5
and Figure 6.6 for two clinical images. Both the MAD-based outlier and median filters
remove the impulse noise from the original radiograph of Figure 6.5, but only the MAD-
based filter leaves the image noise essentially untouched. Both the median filter and mean
filter significantly alter the image noise and cause image blur, as illustrated in Figure 6.6(d)
and (f). The significant residual impulse noise in the epiphyseal gap of the radius bone for
the standard deviation based outlier filter (Figure 6.6 (d)) most likely reflects lack of robust-
ness of the standard deviation calculation compared with the MAD estimate of statistical
dispersion. The standard deviation calculation for a neighbourhood containing only a few
large image gradients will be larger than with a MAD-based estimate of dispersion, mean-
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(a) Original radiographic image (b) MAD outlier filtered image (c) Standard deviation outlier filtered image
(d) Median filtered image (e) Star−shaped median filtered image (f) Mean filtered image
Figure 6.5 Comparison of the different outlier filters. The MAD-based outlier filter (b) performs
well at removing the impulse noise, as does the standard-deviation based filter (c), although there
is some residual impulse noise. The median filter removes the impulse noise, but significantly
changes the noise characteristics. The star-shaped median filter (e) has less impact upon image
noise, but does not completely eliminate the impulse noise. The mean filter (d) alters the image
noise and does not completely remove the impulse noise.
ing that it is unlikely the difference between the central pixel and the neighbourhood will
be calculated as statistically significant, so the impulse noise will not be corrected. The
limit of performance of the MAD-based outlier filter is illustrated in Figure 6.6 (b) where
impulse noise on the large edge gradient of the ulna bone (left-hand bone in the image) is
not completely eliminated by the filter.
The outlier filter methods were assessed quantitatively by adding impulse noise of dif-
ferent shapes to a clinical radiograph of the carpus that had the MAD-based and stan-
dard deviation-based outlier filtered already applied to it in separate experiments. The
amount of impulse noise removal was measured using the mean Structural Similarity In-
dex (MSSIM) [Wang04]. This index provides a measure of difference between a test image
and a reference image and is an alternative to the mean square error. The index is calcu-
lated as a mean value MSSIM ∈ [0, 1]. The index combines a comparison of luminance,
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(a) Original radiographic image (b) MAD outlier filtered image (c) Standard deviation outlier filtered image
(d) Median filtered image (e) Star-shaped median filtered image (f) Mean filtered image
Figure 6.6 A comparison of the different outlier filters demonstrating the impact the filters have
on the image noise and preservation of edges. There is both positive and negative impulse noise
surrounding the radius and ulna bones in the original radiograph (a). The median, star-shaped
median, and mean filter significantly alter the image noise (d)-(f), but the mean filter causes the
most blurring because this filter is essentially a low-pass filter. The MAD-based outlier filter, (b),
removes the majority of the impulse noise, with the exception of some residual impulse noise near
the bone edges. The standard deviation based outlier filter has the same residual impulse noise
as the MAD-based outlier filter in (b), but it has additional residual impulse noise (marked with
arrows and illustrated in the inset). The impulse noise elimination capability of the star-shaped
median filter seen in (e) is very similar to the MAD-based outlier filter, but there is qualitatively
a significant change in the noise characteristics of the image when filtered with the star-shaped
median filter. The MAD-based filter, star-shaped median filter, and standard deviation based filter
all have difficulty removing impulse noise when it is present at sharp edges, as seen on the left-
hand outer edge of the ulna bone (bone on the left-hand side of the image) and in the epiphyseal
gap.
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contrast, and structure between the reference and test images. The implementation in this
section was based on the default parameters for the metric, as recommended in [Wang04].
To test the sensitivity of MSSIM to impulse noise, different frequencies of salt and pep-
per impulse noise were added to the image using the MATLABr command imnoise().
Only the positive ‘salt’ noise was added to the clinical image. The sensitivity of the MSSIM
index to impulse noise is illustrated in Figure 6.7. This demonstrates that the index has
a good sensitivity for detecting impulse noise, and for the 0.1% impulse noise frequency
used in this research the rate of change of the index is a maximum, suggesting a maximum
sensitivity to impulse noise at low noise frequency.
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Figure 6.7 The mean Structure Similarity Index (MSSIM) for impulse noise and Gaussian blurring.
(a) 3x3 ‘+’ shaped impulse noise added to a clinical radiograph of the carpus. The MSSIM has good
sensitivity to the impulse noise and has a high rate of change at 0.1% impulse noise, the frequency
of noise used in these tests for comparison of the filters; (b) The MSSIM is less sensitive to blurring
of the image using an isotropic Gaussian blur.
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The response of the outlier filters to different types of impulse noise was measured by once
again using an outlier pre-filtered clinical image to provide structure, but with minimal
impulse noise to influence the results. Impulse noise with a frequency of 0.1% and a fixed
amplitude of 3500 was added to the image (an intensity of 3500 being the maximum typical
pixel intensity for bone). Four different types of impulses were added: single pixel, a 3x3
‘+’ shape, 3x3 block shape, and a 5x5 block shape. The results presented in Figure 6.8
illustrate that all three outlier filters performed well for the single pixel impulse noise.
However, the star-shaped median filter and standard deviation filter performed poorly
for the 3x3 block noise, as illustrated in Figure 6.9. The MSSIM results are presented in
Table 6.1 for the image pre-filtered with MAD-based outlier detector. The results for pre-
filtering using the standard deviation outlier filter have not been presented because they
were essentially identical.
The MAD-based outlier filter results in Table 6.1 for the 5x5 pixel impulses (and 5x5 neigh-
bourhood size) require some explanation because they reflect the robust nature of the me-
dian absolute deviation estimation. When the neighbourhood partially overlaps the im-
pulse noise and contains less than 50% of the pixels of the impulse (50% being the break-
down value for the MAD estimator), then the MAD estimate will not be influenced by the
impulse noise and the central pixel of the neighbourhoodwill be corrected if it is part of the
impulse. As more overlap occurs, the MAD estimate breaks down and the pixel intensity
is not corrected. This results in only partial correction of the impulse noise, as illustrated
by an example in Figure 6.10. This partial correction of the impulse noise results in an in-
crease of the MSSIM index, and in so doing, negates the value of the MSSIM index. Such
large clusters of connected pixels were seldom observed in the Kodak CR 900 hand-wrist
radiographs so larger neighbourhood sizes were not required.
Overall, the MAD-based outlier filter performs well for radiographs corrupted by impulse
noise and this filter has been used in this research to filter the hand-wrist radiographs prior
to further image processing.
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(a) Original image with impulse noise removed
(b) Original image with added impulse noise (c) Standard deviation−based outlier filtered image
(d) Star−shaped median filtered image (e) MAD outlier filtered image
Figure 6.8 Comparison of the outlier filters with added single-pixel impulse noise of frequency
0.1%. The image in (a) had impulse noise removed then 0.1% single-pixel impulse noise added
to produce the image in (b). All three outlier methods in (c)–(e) were effective in removing the
single-pixel noise.
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(a) Original image with impulse noise removed
(b) Original image with added impulse noise (c) Standard deviation−based outlier filtered image
(d) Star−shaped median filtered image (e) MAD outlier filtered image
Figure 6.9 Comparison of the outlier filters for added 3x3 block impulse noise of frequency 0.1%.
Both the standard deviation and star-shaped filters (b) and (c) performed poorly for this type of
noise. Although there are some obvious impulses remaining in the filtered radiograph, the results
for the MAD-based outlier filter were much better than the results for the two other filters.
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Table 6.1 Comparison of the outlier filters for different types of impulse added to a carpal image.
A larger index value means the image is more like the uncorrupted, original image. The results for
the impulse noise image are presented as a baseline for improvement. The MAD-based filter had
the best performance for impulse noise elimination, within the uncertainties of the measurements.
Mean SSIM index 1 pulse 3x3 ‘+’ noise 3x3 block noise 5x5 block noise
Impulse Noise im-
age
0.986 0.891 0.829 0.709
Standard deviation
filtered image
0.999 0.891 0.829 0.709
Star-shaped median
filter
0.996 0.978 0.824 0.704
MAD-based outlier
filter
0.999 0.999 0.994 0.769
(a) Original image with 5x5 pixel impulse noise (b) MAD outlier filtered with 5x5 neighbourhood
Figure 6.10 MAD-based outlier filtering of 5x5 pixel impulse noise, (a), with a a 5x5 pixel neigh-
bourhood. The robust nature of the MAD estimate means that pixels on the edge of the impulse are
still calculated as outliers, but when more than 50% of the pixels in an analysis neighbourhood are
impulse pixels, the standard deviation estimate using the MAD estimator breaks down and the im-
pulse pixel intensities are not detected as being part of the impulse. This results in the star-shaped
correction of (b).
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6.3 Estimating signal-dependent radiographic noise
Image noise is often assumed to be an additive Gaussian white noise with zero mean and
constant variance. Although this model of noise is useful when designing denoising al-
gorithms, it is a poor approximation of radiographic noise because, as demonstrated in
Section 4.3.1.2, the variance of the noise in radiographic images is signal-dependent, that
is, non-stationary.
Although numerous methods have been developed for estimating the global stationary
noise in single images (such as [Olse93]), such global statistics are useless for many real
signals [Wyat07]. In recent years there has been growing interest in single-image methods
of non-stationary noise estimation [Imme96] [Grav04] [Foi08]. These noise estimates have
been used for both image denoising [Kuan85] and edge detection [Wyat07]. In this research
the noise estimate is used as part of the parameter estimation for the exponential noise
model of Eqn. (4.7). This signal-dependent noise model is then used in the anisotropic
diffusion.
6.3.1 Noise estimation using the Kodak CR Exposure Index
One approach to noise estimation is to use the Kodak CR measurement called Exposure
Index. The Exposure Index (EI) for hand-wrist radiographs is the average pixel intensity
in the hand region of interest prior to applying the clinical processing4. It is calculated by
the CR reader and stored in the DICOM file header. The average pixel intensity calculation
means that the Exposure Index varies logarithmically with dose and, hence, can be used
as a rough measure of radiographic exposure, as illustrated in Figure 6.11. If one avoids
low dose radiographic exposures, then the EI value has a very consistent relationship with
entrance dose to the CR plate for the hand-wrist phantom. The complication is that the EI
values depend on a number of machine parameters and configuration settings.
The EI values for a CR plate depend on the energy composition of the x-ray beam and are
therefore dependent on the kilovoltage setting for the x-ray generator and the equivalent
filtration of the x-ray beam. This dependency may appear to diminish the usefulness of
the EI as a reliable indicator of the dose to the CR plate, but what is required for the noise
estimation model is not the dose to the CR plate, but the original pixel intensities before
clinical processing. This is because these pixel intensities can be used to estimate the vari-
ance of the radiographic noise. A disadvantage with using the EI is that it is an average and
only provides a single calibration value for the pixel intensities. By averaging the pixel in-
tensities in the hand region of interest it is possible to find a scaling factor from this average
4The EI values are calculated using scaled outputs from the CR light collection system, so increasing dose
produces increased EI values: for the raw image high EI values correspond to darker images, and lower pixel
values in the final image.
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Figure 6.11 The variation in Kodak CR Exposure Index (EI) with entrance dose to the CR plate for a
x-ray tube voltage of 52 kVp. (a) EI values for the stepwedge images in which there is no delineation
of the anatomical region of interest, so the EI values are simply the average pixel intensity in the
image. This explains the good logarithmic fit for the equation EI = 1000 log(dose + a) + b with a
correlation coefficient R2=0.9993. (b) EI values for the hand phantom radiographs processed using
the Kodak clinical protocol for hand radiographs. The outliers for doses below 20µGy are most
likely caused by the Kodak CR system calculating, in the presence of high noise levels, a hand
region of interest that extends beyond the hand soft tissue outline and into the background pixel
region. This would cause an increase in the measured EI value due to the high pixel intensities of
the background. After removing doses below 20µGy, the correlation coefficient for the logarithmic
fit of EI = 1000 log(dose+ a) + b, where a and b are constants, was R2=0.9996.
to the EI. But the complication with use of the EI is that it is not possible to compensate for
the contrast scaling of the image as part of the clinical processing, meaning that it would
still be necessary to measure the noise content for the image. The EI can, however, be used
for gross screening of the radiographs to reject the processing of the low dose images that
do not fit the proposed noise model, as illustrated in Figure 6.11(b).
The EI values were collected for 97 hand-wrist radiographs that were used for bone age
assessment. The histogram for the distribution of EI values is plotted in Figure 6.12. An EI
increase of 300 corresponds to a doubling of the entrance dose to the CR plate. An EI value
of 1900 has been chosen as the cut-off for the hand-wrist radiographs used in this study
because of the affect the low dose optimisation has on image quality.
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Figure 6.12 The range of Exposure Index (EI) values for 97 Kodak CR hand-wrist radiographs used
for bone age assessment. The EI value of 1900 corresponds to a entrance dose of approximately
20µGy on the hand phantom radiograph and is the lower limit of EI values used in this study.
Below this EI value the low-dose optimisation of the CR system results in a noise model that is
significantly different from Eqn. (4.7).
6.3.2 Noise estimation using local statistics
6.3.2.1 Background - noise estimation and local statistics
If one has access to multiple instances of the same image, it is possible to measure the
signal-dependent noise on a pixel-by-pixel basis. In radiographic practice this is not possi-
ble. Apart from requiring multiple radiographic exposures, slight patient movement will
cause significant changes in the calculated noise characteristics, especially near bone edges
where the image gradients are high. Instead, it is necessary to estimate parameters for the
noise model of Eqn. (4.7) using local image statistics from a single image.
When noise is estimated from multiple instances it is assumed that the only variation in
pixel intensity is due to the random nature of the noise. In most situations the noise can be
treated as an additive model of a signal plus a signal-dependent noise, where the signal-
dependent noise is a distribution with zero mean value (µ = 0) [Kuan85] [Foi08]. The
variance of the pixel intensities for multiple instances of the same image allows one to
estimate the noise variance per mean pixel intensity. With single images this variance cal-
culation cannot be performed and it is necessary to measure the signal-dependent variance
using local statistics.
If the image contained no structure, estimation of the noise would be a trivial exercise if
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the pixel intensities are uncorrelated. To estimate the noise it is necessary remove the in-
fluence of the image structure and a number of methods have been used for this. The
first and most common method is to apply spatial smoothing of the image to remove as
much noise as possible, then subtract the smoothed image from the original image to give
a noise image [Grav04]. This makes the noise estimation very dependent upon the image
smoothing and if the smoothing of edges occurs, then the resulting noise image will still
contain components of the structure. To a certain extent the influence of the edge structure
in the noise image can be reduced by masking-out edge components [Grav04] [Olse93]
[Tai08] [Corn03]. Alternatively, the noise component of the image can be estimated by also
treating the noise as having high spatial frequency components and isolating these com-
ponents from the rest of the image using high-pass filters. Another way of thinking of this
is to treat the structure as persisting across multiple scales and to employ wavelet meth-
ods to find the fine detail components of the image, this being the noise [Foi08] [Hein06].
Once again, the influence of edges needs to be removed from the detail (noise) image and
Foi et al. use an interesting technique of thresholding the detail image using the sum of
the moduli of gradient and Laplacian operations. They describe this as a ‘heuristic way to
obtain “thickened” edges’ that are excluded from the noise analysis [Foi08]. An argument
against using wavelet methods is that they can cause erosion of highly curved parts of the
image because the wavelet basis functions are not steered relative to structure components
of the image [Wyat07]. A proposed alternative is to steer filters in directions orthogonal to
image structures where the variance will be dominated by noise rather than image struc-
tures [Wyat07]. Either way, once suitable noise pixels have been found it is possible to
calculate mean-standard deviation pairs to give the relationship between the mean pixel
intensity and the noise associated with the pixel intensity.
Asymmetry of the pixel intensity distribution
A complication with noise estimation based on an additive model is that although this
applies to the Poisson noise arising from exposure of the CR plate, the nonlinear nature
of the logarithmic conversion means that the additive model becomes difficult to work
with. This can be studied by modelling the Poisson noise using a Gaussian distribution
and performing a transformation of random variable calculation from a Gaussian proba-
bility density function using the transformation Imean + Inoise → log(Imean + Inoise) (see,
for example, [Jahn02, p81] for details of random variable transformation). Although this
transformed probability density function can be derived analytically, it can also be demon-
strated using a simulation of the Poisson noise and performing the logarithmic conversion.
The MATLABr random number generator randn()was used to generate a sample of 106
values. The Poisson noise was modelled using a continuous Gaussian distribution approx-
imation. This was necessary so that large values of λ could be used in the simulation. Large
values of λ could not be usedwith the Poisson random number generator utilised in Chap-
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Figure 6.13 Simulation of the logarithm of a Poisson distribution using λ = 30 and 1×106 simulated
samples. The asymmetry in the distribution was more pronounced for low values of λ.
ter 4. The results for the simulation are shown in Figure 6.13 for λ = 30. The distribution
of pixel intensities is clearly asymmetric. This asymmetry decreased as λ was increased.
The use of the Gaussian approximation meant that the non-transformed random variable
was symmetric for small values of λ. Therefore, the asymmetry present in the curve of
Figure 6.13 is due to the logarithmic transformation not the underlying approximation of
the Poisson distribution.
The impact of this asymmetry is demonstrated nicely by the Anderson-Darling test for
the normality of a sample [Ande54] [DAgo86]. This test is one of nearly 40 different
normality tests that have been developed (as cited by [Yazi07]). The Anderson-Darling
test was chosen instead of the popular Kolmogorov-Smirnov (K-S) test because of the
good performance of this statistic, a performance that is relatively independent of sample
size [Yazi07], especially once a small sample correction factor has been applied [DAgo86].
The Anderson-Darling test should normally only be applied to symmetric distributions be-
cause it is sensitive to asymmetry. This sensitivity has been exploited to test for asymmetry.
The critical value for the test statistic was calculated for a p = 0.05 significance level and
for the case of an unknown mean and variance of the sample [DAgo86] (the critical value
was 0.752). The test for normality was applied to simulated 100x100 pixel images that had
signal-dependent Gaussian distributed noise. The test was applied to both the raw sim-
ulated image and a logarithmic transformation of the image data – this simulated the CR
data conversion. The Anderson-Darling statistic was calculated for 7x7 neighbourhoods
of pixels. If the statistic for the neighbourhood exceeded the critical value, the pixel at the
centre of the neighbourhood was marked as a one; otherwise, it was marked as a zero.
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Figure 6.14 The Anderson-Darling test for normality applied to simulated images with signal-
dependent Gaussian distributed noise. This series of images was for a value of λ = 200 for the
Poisson distribution that the simulation was approximating. (a) Logarithmic transformation of the
simulated image using y = 1000 log(x)+10; (b)-(c) binary images corresponding to neighbourhoods
in which the distribution of pixel intensities were not Gaussian distributed (at p=0.05).
This created a binary image in which values of one corresponded to the neighbourhoods
that exceed the critical value. The result for one simulated image is shown in Figure 6.14.
The distribution of pixel intensities was tested for a range of mean pixel intensities, cor-
responding to different λ for the Poisson distribution. As the value of λ decreased more
pixel neighbourhoods failed the normality test for the logarithmic transformed image data.
The Gaussian distributed image data varied slightly around 0.05 (corresponding to p=0.05
for the critical value), as illustrated in Figure 6.15. The Anderson-Darling test applied to a
clinical hand-wrist radiograph, Figure 6.16, demonstrates the interesting result that apart
from the bones edges, the pixel intensity distribution for the bones is more Gaussian-like
than the soft tissue and background. This is probably due to the clinical processing pro-
tocol influencing the non-bone noise. This could explain the findings of Section 4.3.4 for
noise in the hand phantom radiographs, especially why the noise levels in the background
region could not be modelled using Eqn. (4.7). Furthermore, with a large number of pixel
neighbourhoods in the background region failing the Anderson-Darling test for normality,
this explains why the MAD-based outlier filter for removing impulse noise had a larger
number of false detections than expected for a Gaussian distribution of pixel intensities, as
discussed in Section 6.2.2.1.
Although there is obvious asymmetry in the distribution of pixel intensities for low mean
values (small λ), the question that remains is whether such values of intensities reflect the
situation for clinical hand-wrist radiographs. This can be checked by considering the detec-
tion of photons. Ignoring the influence of the polychromatic x-ray beam upon the detection
of photons, the likely number of photons that could be detected per pixelwas calculated us-
ing the x-ray spectrum simulation program Spectra (National Radiation Laboratory, New
Zealand). For 52 kVp and 1 mAs x-ray exposure, the radiation dose transmitted through
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Figure 6.15 Differences in failure rates for the Anderson-Darling normality test when applied to
images with Gaussian distributed noise and log-Gaussian distributed noise. The fraction of neigh-
bourhoods failing the test is the fraction of 7x7 pixel neighbourhood statistics exceeding the test
critical value, compared with the number of pixels in the image. The average value of 0.05 for the
Gaussian distributed noise indicates that the Anderson-Darling statistic is performing correctly be-
cause one would expect a fraction of 0.05 to fail for a critical value based on p=0.05. The increased
failure rate of the log-Gaussian distribution for low values of λ can be attributed to the asymmetry
in the pixel intensity distribution.
20mm of soft tissue and 20mm of cortical bone would be approximately 0.56µGy. This is
a very low entrance dose to the CR plate. For this dose the flux of photons incident upon
the detector is approximately 17000 photons/mm2. The Kodak CR plates have a pixel size
of 0.097x0.097 mm2, so the average number of photons incident upon the plate per pixel
is at least 160. This does not allow for the detection efficiency of the detector, but even for
only 50% detection efficiency, only the highly attenuated areas of the radiographs would
have an associated asymmetric pixel intensity distribution. This is partly supported by the
results presented in Figure 6.16 which show pixel neighbourhoods that fail the Anderson-
Darling test along some parts of the highly attenuating edges of the phalanges where there
is compact bone. However, negating this evidence is that the soft tissue-to-air boundary is
also clearly visible, suggesting that the pixel neighbourhoods fail at the edges because of
the pixel intensity contrast in the neighbourhoods.
The bone and soft tissue edges that are visible in Figure 6.16 suggest that local statistics
could be used for segmentation and the finding of contours of the bones, and connected
component analysis may help find the soft tissue contour. However, the contours for the
bones are much more broken than those for the soft tissue, and in particular the carpal
bones are barely visible in this image that is typical for clinical hand-wrist radiographs. It
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Figure 6.16 The Anderson-Darling normality test applied to the clinical hand-wrist radiograph
of Figure 6.2(a) using 7x7 neighbourhoods and a critical value based on p=0.05. The white pixels
correspond to failure of the normality test for the neighbourhood centred at the pixel. Approxi-
mately 34% of the pixel intensities are labelled as not being from a Gaussian distribution, with a
0.05 probability of this labelling being incorrect.
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does demonstrate the idea of edges being outliers of a statistical distribution. This explains
why in Section 6.2 the MAD-based outlier filter was less successful at removing impulses
on the edges of bones because the dispersion of pixel intensities was so large that it was
difficult to find statistically significant impulses above the pixel intensity variations in the
analysis neighbourhood.
6.3.2.2 Noise estimation using the MAD robust statistic
The measurement of noise in the hand phantom radiographs of Section 4.3.4 was made
possible by designing the phantom to have homogeneous areas and by only measuring
the noise in these areas. Such large areas of homogeneity are not present in the clinical
radiographs, except in the background region and analysis of the background is excluded
from the noise estimation because it is not of interest for denoising (it is outside of the
hand contour). The conundrum is that although homogeneous regions can be used for
noise estimation under the assumption that they are not affected by image structure, truly
homogeneous regions will contain no noise, invalidating the noise estimation. The noise
methods discussed earlier approach this problem by estimating the additive component
of the noise in regions that are away from image structures so that the image structure
does not influence the variance measurement. However, the purpose of developing and
measuring the signal-dependent noise model is to use the model for image denoising. The
objective is to find the parameters of the noise model then apply this formulation on a
pixel-by-pixel or region basis in the denoising algorithm. This requires the model to work
for every pixel within the hand soft tissue outline, independent of structures such as bone.
In this situation it is not a sensible approach to only find candidate regions and model
the noise using these because the noise estimation is likely to breakdown for the areas
that have not been included. In particular, it does not make sense to estimate the local
variance of a pixel neighbourhood because this will be significantly influenced by local
structure. The method adopted was to estimate the mean intensity for the pixels, bin the
pixels according to this intensity, and use the MAD robust estimator to find the standard
deviation for the resulting sample of pixel intensities. This produces a collection of mean–
standard deviation pairs that can be used to estimate the parameters of the noise model.
This approach is similar to that by Gravel et al. [Grav04] and Foi et al. [Foi08], including the
use of the MAD robust estimator. However, for the application at hand both Gravel et al.
and Foi et al. usedmethods to avoid the influence of image structures. Additionally, Gravel
et al. estimated the noise component by subtracting a smoother version of the image from
the original, whereas Foi et al. used wavelet details to find the noise component.
Whereas in the impulse outlier detector the MAD estimator is applied to local neighbour-
hoods, in this application the estimator is applied to a collection of mean–standard devi-
ation pairs from across the image. The success of this approach is dependent upon the
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correct estimate of the mean pixel intensity, and measurement of the standard deviation
for the collection of pixels associated with the mean pixel intensity. Both of these are now
investigated.
Evaluation of the MAD robust estimator for measuring noise statistics
Although the MAD is a robust estimator, it suffers from three major drawbacks: sensitiv-
ity to asymmetric distributions [Rous93], increased variance in estimates compared with
the standard deviation [Foi08], and it is asymptotically biased to overestimate the vari-
ance of a sample [Foi08]. The main concern was with the effect of the asymmetry because
as presented earlier, the simulations indicated that the logarithmic conversion of the CR
data results in an asymmetric distribution for low pixel intensities. This effect was inves-
tigated by simulating 10,000 pixel intensity samples from a Poisson distribution where the
expected pixel intensity is the value of λ for the Poisson distribution. Because the investiga-
tion focussed on small values of λ for the Poisson distribution, a Poisson random number
generator was used [Mart02, p102]. The simulation method was first checked before ap-
plying it to the logarithmic transformed data. The results presented in Figure 6.17 were
as predicted for the sample mean and variance, but the MAD estimator had unexpected
discrete steps in the estimates of sample standard deviation. The sample standard devia-
tions were as expected so the MAD estimator was thought to be the cause, not the random
number generator. This was confirmed by the results presented in Figure 6.18 where the
continuous Gaussian distribution was used to simulate the Poisson distribution, and sim-
ulations were performed with and without rounding the simulation values to integers –
with the rounding used to simulate the detection of photons. The rounding of the values
to integers has a large impact on the MAD-based standard deviation estimates.
The number of x-ray photons detected per pixel is an integer number and to a reasonable
approximation the stimulated light output of the CR plate for any individual pixel will
be an integer N times a conversion factor s. When this detected signal undergoes a log-
arithmic conversion, the result is log(sN) = log(s) + log(N). This means that it does not
matter at which stage prior to performing the logarithmic conversion the rounding of in-
tegers is applied because one can always find a new s to scale the conversion. However, it
is important that the final pixel intensities calculated are rounded to integers because this
is the case with the output from the CR reader. Using this approach, the MAD estimator
was tested for wide range of simulated CR pixel intensities. The results presented in Fig-
ure 6.19 for the MAD estimator were different than those presented in Figure 6.18 in that
the significance of the steps in the MAD estimates was reduced, but not eliminated, by the
logarithmic operation. Furthermore, for the logarithmic converted data, the MAD estimate
of standard deviation was in good agreement with the sample standard deviation up until
a variance of approximately 3000, corresponding to a pixel intensity of 2300 and λ = 63.
These pixel intensities correspond to low x-ray exposures or noisy regions of radiographic
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Figure 6.17 Evaluation of the MAD robust estimator for Poisson distributed noise. The simulation
produced 10,000 samples for values of λ ∈ [100, 600]. (a) Mean of the sample; (b) Sample variance
versus the expected same variance, in this case the value of λ; (c) MAD-based estimation of sample
variance. The discrete steps were caused by the discrete integer values of the Poisson distribution.
images. What is especially important to note from these results is the good agreement
between the MAD estimates of sample standard deviation and the standard deviation pre-
dicted from the noise model of Eqn. (4.6). There was less agreement between the sample
variance and the expected variance for high variance values (variance values higher than
those observed for the hand phantom results of Figure 4.11). This most likely reflects the
breakdown assumptions of the noise model for low pixel intensities (asymmetry for small
λ), in which case the very good agreement between the MAD estimate and the expected
standard deviation is simply coincidental. These simulations used 10,000 sample pixel
neighbourhood to evaluate the MAD estimator. The size of this sample was decreased to
25 pixels and the simulations repeated. Such a small sample is very challenging for many
estimators, yet from Figure 6.20 it can been seen that the MAD estimator produced reason-
able estimates of the sample standard deviation. This result supports the use of 5x5 pixel
neighbourhoods employed in the outlier detector discussed in Section 6.2.2.1. The spread
of the estimates reflects the known drawback of the increased variance for the MAD-based
estimates compared with the standard deviation [Foi08].
Finding the mean pixel intensity map and estimating noise
A mean pixel intensity map was used to bin the pixel intensities. This is an image of the
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Figure 6.18 Evaluation of the MAD robust estimator using a continuous approximation of the
Poisson distribution using 10,000 samples and λ ∈ [100, 600]. (a) Mean of the samples; (b) Sample
standard deviation – as expected because for a Poisson distribution σ2 = µ; (c) MAD estimate
of standard deviation for rounded simulation values. (d) MAD estimates for no rounding of the
simulation values. It is clear that rounding to integer values has a significant effect on the MAD
estimation.
mean pixel intensities of a neighbourhood. Unlike the methods by Gravel et al. [Grav04]
and Foi et al. [Foi08], the intention was not to avoid image structures, but rather to make a
robust estimate of the mean pixel intensity within the structure, and to include these pixel
intensities in the standard deviation calculation. This approach was taken because to use
the noise model in the denoising routine it was important to calculate it on a pixel-by-pixel
basis; hence, it did not make sense to exclude edges. Finding the image of mean pixel
intensities is, therefore, an interesting challenge because what is required is effectively a
denoised image, but with minimal blurring of the edges because this would affect the edge
pixel statistics. This is a paradoxical situation where to estimate the noise directly from
collections of pixels, one requires no noise in the pixels to estimate the mean. This lends
itself to an iterative process, but iteration was not adopted in this research because the ad-
vantage of a more accurate noise estimate was not considered necessary for the denoising
application. (This may be worth considering for future research.)
There was no consistency in the estimate of the noise if the image was not filtered prior
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Figure 6.19 Simulation of Poisson noise to test sensitivity of the MAD estimator to logarithmic con-
verted CR data with an asymmetric distribution for small values of λ ∈ [30, 5000]. The logarithmic
conversion was of the form y = 4095− 1000 · log(x) + 10 to simulate CR data. Although there are
still discrete steps in the MAD estimates, there remains good agreement between the MAD estimate
and the expected standard deviation (d). There appears to be a breakdown of the noise model for
variances above approximately 3000, as apparent from the graph of (b) and (c). This corresponds to
pixel intensities of more than 2300 or λ . 63. For this small value of λ the pixel intensity distribution
becomes asymmetric and this could be another possible explanation for the apparent breakdown
of the model.
to performing the noise estimation. This filtering reduced the influence of the noise on
the mean pixel intensity estimates. This clearly shows the importance of the filter. Two
filters were investigated: the median filter, and the isotropic Gaussian blur. The image was
firstly filtered to produce an estimate of the mean pixel intensities, then masked using a
soft tissue outline of the hand that was found using the method described in Section 5.2.4.
The masking was for consistency in the noise estimation because the Kodak CR system
adjusts the image characteristics based on the pixel intensity contents of the hand soft tissue
outline. The resulting mean pixel intensity image was binned into 350 pixel intensity bins
each 10 wide, starting at a pixel intensity of 200 and finishing at 3700. The pixel intensities
were not of interest above and below these limits, as discussed in Section 5.3. The bin
size was found empirically based on a trade-off between being too wide and changing the
standard deviation estimates, and being too narrow and causing excessive variance in the
estimate.
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Figure 6.20 Evaluation of the MAD standard deviation estimates for CR data and for a small 25
pixel neighbourhood. The MAD estimate (c) has larger spread of data points than the standard
deviation (b), but the MAD operation still produces a reasonable estimate of the standard deviation
for such a small sample size.
The MAD robust estimator was used to estimate the standard deviation σk of the pixel
intensities in each bin k. For each bin k the pixel intensities should be approximately Gaus-
sian distributed, so the mean pixel intensity I¯k was estimated using the median as a robust
estimator of central tendency. The variance of the standard deviation estimate was also
calculated for each bin k using [Foi08]




where nk is the number of pixels in bin k (Gravel et al. [Grav04] present a different formula
for the MAD variance calculation, but the two agree within 4%).
The effect of the filter on the noise estimation is illustrated in Figure 6.21 for a typical
hand-wrist radiograph. All filters resulted in an approximately linear relationship between
log(σk) and themean pixel intensity I¯k. However, as the amount of spatial spread increased
for the Gaussian blur filter, the noise estimation dropped off for high pixel intensities and
increased for low pixel intensities. When the amount of filtering was very low, as with the
isotropic Gaussian blur filter with σ = 0.5, the noise is underestimated. As the blurring
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Figure 6.21 The effect of different mean pixel intensity estimators on noise estimation for a typ-
ical radiograph, in this case that of a of a young adult 16 years of age. Six filter configurations
were tested: 3x3 and 5x5 median filter; isotropic Gaussian blur filter (iso blur) with spatial spread
σ = {0.5, 1, 2, 3}. The slopes of the curves are very close to those for the hand phantom in Figure 4.11
The dashed plot is the hand phantom noise derived from homogeneous regions of the hand phan-
tom radiograph for an entrance dose of 99µGy, slightly higher than the predicted entrance dose of
88µGy for the clinical radiograph. The 3x3 median filter was selected for noise estimation. (Please
note that the original figure has coloured lines)
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is decreased further towards no filtering at all, the noise estimation becomes very erratic.
This behaviour can be explained by the mean pixel intensity being incorrect, so the pixel
intensities are spread across a number of bins not related to the mean of the distribution
of pixel values. In the limiting case of no filtering, the pixel intensities are assigned to bins
relating directly to the value of the pixel, so all pixels in the bin will have very similar
intensities and the variance will decrease to zero. The hand phantom noise values for a
99µGy entrance dose were added to Figure 6.21 for comparison. These hand phantom
results were chosen by converting the EI value for the clinical radiograph to an equivalent
entrance dose of 88µGy using the calibration of EI to dose presented in Figure 6.11. The
3x3 median filter was chosen for this research because of the robustness of the median
calculation, and because it had similar performance to the Gaussian blur with σ = 1.
In accordance with the noise model Eqn. (4.7), linear regression with equal weights was
performed on themean-standard deviation pairs after taking the logarithm of the standard
deviation for each bin. Although more advanced curve fitting can be employed [Foi08]
[Grav04], the elementary curve fitting by linear regression gave surprisingly good results.
This is probably because of the influence of the logarithmic function on outliers. To im-
prove the robustness of the noise estimate, only bins with more than 100 pixel samples
were included in the linear regression analysis. Figure 6.22 shows, on a linear scale, the re-
sults of the linear regression for a typical radiograph. It is evident that there is reasonable
agreement with the exponential noise model, but there is poor agreement for high inten-
sity pixels of 2500 or more. For the higher intensity pixels there are fewer samples in the
bins and the errors in the estimates increase, as illustrated in Figure 6.23. The noise un-
derestimation for high intensity pixels also can be explained by the high intensity edges of
bones being incorrectly binned because the median filter could not denoise the bone edges
correctly.
The results are different for the images of younger children. The wrist, for example, con-
tains fewer bones, so it can be difficult to collect statistics about the bones. An example
is shown in Figure 6.24 and demonstrates that although there is a significant amount of
variability in the fitting, overall there is a trend for the noise to increase exponentially as
the pixel intensity increases.
As a final check of the noise estimationmethod, the pixel values of the TG18-BR test pattern
[Same05, p45] were used as mean pixel intensities for the simulation of an x-ray of the
pattern. The TG18-BR pattern contains varying size and contrast checkerboard objects (see
the inset of Figure 6.25). The pixel values of the 1024x1024 pixel test pattern were used
as λ values for simulation of Poisson distributed photon counts. The photon counts per
pixel Ci were converted to CR pixel intensities Pi using the logarithm conversion Pi =
1000 log(Ci) + 10. This gave pixel intensities comparable to those for the CR images. The
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Figure 6.22 Linear regression fit (solid line) for an exponential noise model using log(σ) = a+ b ·P
where σ is the standard deviation of the noise and P is the mean pixel intensity. The mean pixel
intensity was calculated using a 3x3 median filter for the shown radiograph. These results are for a
typical hand-wrist radiograph.
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Figure 6.23 Marquardt-Levenberg nonlinear regression fitting of the noise model σ = (10a)10b·P
where P is the mean pixel intensity. This is the same data as presented in Figure 6.22 except that
it is on a log scale and includes error bars. The error bars correspond to one standard deviation
calculated using Eqn. (6.3). The mean pixel intensity was calculated using a 3x3 median filter.
6.3 Estimating signal-dependent radiographic noise 149


































Figure 6.24 Noise estimation for a radiograph of a 30 month old child (shown). The linear regres-
sion does not model the noise variation very well, but on average there is an approximate linear
relationship with pixel intensity.
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Figure 6.25 Noise estimation for the simulated TG18-BR x-ray, shown on a log scale. The linear re-
gression line for log(σ) had a slope of 4.84x10−4 and intercept of 0.591. These estimated parameters
compare very favourable with the theoretical of slope 5.0x10−4 and intercept 0.595 calculated from
Eqn. (4.7) for a = 1000 and b = 10. Inset: The TG18-BR test pattern.
noise estimation results are illustrated in Figure 6.25. This test pattern is a good test of
the noise estimation method, although it contains objects with very sharp edges and a
reasonably wide distribution of pixel intensities. There is still a spread of mean-standard
deviation estimates about the linear regression. This indicates that there is still opportunity
for improving the estimation of the mean pixel intensities because it is these estimates that
influence the binning of the pixels and, hence, the standard deviation estimates.
6.3.3 Comments on the noise estimation
The single-image noise estimation method based on linear regression gave results good
enough to find approximate parameters for the exponential noise model. Furthermore,
this estimation is possible irrespective of the clinical processing of the radiographs, namely
the adjustment of image contrast. However, there are some significant improvements that
could be made. More advanced and robust parameter estimation methods could be em-
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ployed, and these are worthy of future research.
The median absolute deviation (MAD) robust estimator used for the standard deviation
estimation has its limitations. From the experiments performed in this section the MAD
estimator appears to have some serious limitations when handling integer distributions
like the Poisson distribution. Yet for the logarithmic converted data this was much less of a
problem. This limitation needs to be kept in mind when using this estimator, and it could
explain some of the step effects seen on the plots of Figure 6.24 and Figure 6.25 for low
pixel intensities.
The choice of a 3x3 median filter to assist in finding the mean pixel intensities was based on
experiments. The largest improvement in the noise estimation could bemade by finding an
objective criterion for the selection of the noise estimation method. This would also help
determine whether iterative methods of denoising and updating of noise models would
benefit the denoising. For now, the noise model investigated in this section will be applied
for signal-dependent denoising.
The linear regression parameters returned by the noise estimation procedure result in a
model of the form
σ = 10a · 10b·I (6.4)
where I is the pixel intensity, b is the slope of the line from the linear regression, and a
is the intercept and acts as a scaling factor for the noise equation. This exponential noise
model is used in the next section to modify the anisotropic diffusion based on the level of
noise estimated for a given pixel.
6.4 Denoising using anisotropic diffusion
In this section the method of anisotropic diffusion is introduced for denoising hand-wrist
radiographs. There are many methods of performing anisotropic diffusion and themethod
investigated in this research was based on the research by Tschumperle´ et al. on oriented
Laplacians [Tsch02]. This method was chosen because initial testing of denoising using
the G’IMC extension for the GIMP software package [Tsch] showed promising results as a
candidate method for denoising x-rays. A brief introduction to PDE-based image denois-
ing is now presented, along with implementation of the oriented Laplacians method and
extension of this method to include the signal-dependent noise model of Eqn. (6.4).
6.4.1 Background to the anisotropic diffusion method
Anisotropic diffusion is a nonlinear denoising method that is one member of the rapidly
growing class of PDE-based methods now used for image processing. One of the advan-
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tages of the anisotropic diffusion approach is the ability to adapt to image content and
preserve important image discontinuities such as edges. This is achieved by using a dif-
fusive ‘flow’ that is sensitive to edges and will flow along edges rather than over them,
which would otherwise cause noise reduction but blurring of the edge.
The Gaussian filter is an example of a linear filter5. Linear Gaussian filtering is the convo-











where x ∈ R2 and σ is the spatial spread of the symmetric kernel. The Gaussian kernel is
smooth and self-similar, meaning that it can be applied multiple times to an image and the
results are predictable [Yoo04, p104]. If I0(x, y) is an initial image, then
I(x, y, σ) = I0(x, y) ∗Gσ(x, y)
is the Gaussian convolution of the image. The parameter σ is sometimes referred to as the
scale-space parameter. Different values of σ produce different levels of smoothing, and
copies of an image at different scales is referred to as a scale-space [Sapi01, p221].
An important property of I(x, y, σ) is that it is a solution to the parabolic linear heat flow
equation, also called the Laplace equation,
∂I(x, y, t)
∂t






with I(x, y, 0) = I0(x, y) (6.5)
where t is an artificial time variable introduced to model the evolution of the diffusion.
This solution only holds if boundary conditions are imposed on the heat flow so that there
is no loss in image energy across the boundaries of the solution. This is referred to as adia-
batic conditions [Yoo04, p105]. This condition is expressed as the Von Neumann boundary
condition of ∂I(x)/∂n = 0 where n is the normal to the image boundary at x ∈ ∂Ω. This
solution ties together Gaussian smoothing with a PDE-based method. It can be shown that
if the heat flow progresses to a time t = T then the isotropic diffusion is equivalent to
convolution with a Gaussian kernelG√2T [Weic08, p4] [Yoo04, p105].
Through a theoretical analysis of the method noise (that is, image - denoised image) it is
possible to demonstrate that denoising using a Gaussian filter, or isotropic diffusion, results
in zero noise in harmonic parts of the image. However, the noise reduction performs poorly
on singular parts of the image [Buad05] [Camm09, p26], and this is an important drawback
5Linear filters are a collection of filters that are linear and stationary and, hence, can be implemented as a
convolution with a kernel. Nonlinear filter are filters that cannot be implemented using convolutions.
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of Gaussian filtering because it is the singular parts of the image, the discontinuities at
edges and texture, that are often of interest. This type of image content is better handled
by nonlinear filtering.
In their seminal paper Perona and Malik brought together the concepts of scale-space and
a spatially varying coefficient that controls the amount of diffusion [Pero90]. They called
this method anisotropic diffusion, although one has to be careful with the terminology be-
cause some authors call this nonlinear diffusion, with anisotropic diffusion having another
meaning (for example, [Weic08, p2]). The isotropic diffusion Eqn. (6.5) can be written using




This specifies how the image values change with time. Perona andMalik introduced a non-
linearity into the isotropic diffusion equation through conductivity coefficients6 {g : R →




In their original paper Perona and Malika presented some recommendations on the form
of the function g(·) [Pero90]. The function can be considered an edge-stopping function
because it is usually designed to slow or stop the diffusion at boundaries. This is done
by decreasing the conductivity coefficients where there are large image gradients, that is,
large values of |∇I|. Figure 6.26 illustrates the behaviour of one of the functions proposed
by Perona and Malik.
6These are sometimes referred to as diffusion coefficients or diffusivities, with corresponding diffusivity
function [Weic08, p15].
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2 . Small values of g result in
decreaseddiffusion, especially across edgeswhere |∇I| values are large. In this exampleK = 1. The
constantK is usually selected manually or set according to an estimate of the image noise [Pero90].
The Perona-Malik anisotropic diffusion has been shown to be ill-posed in the sense that
two very similar starting images can appear significantly different after undergoing the
same anisotropic diffusion [You96]. Interestingly, the numerical method proposed by Per-
ona and Malik was thought to stabilise the theoretical problems with the formulation (as
cited by [Tsch02, p40]). There has been a significant amount of published literature on
anisotropic diffusion spawned by the Perona and Malik paper. For example, to improve
the performance of the Perona-Malik anisotropic diffusion, Black et al. introduced the ideas
of robust statistics and demonstrated the link between robust estimation methods and
anisotropic diffusion [Blac98]. After initial experiments with a number of denoising meth-
ods and variants of anisotropic diffusion, the author chose to investigate and extend the
oriented Laplacians method [Tsch02].
6.4.2 Anisotropic diffusion using oriented Laplacians
Anisotropic diffusion can be performed using a number of mathematical formulations.
Tschumperle´ showed that there are links between the three formulations of regularising
functional minimisation, divergence-based diffusion, and oriented Laplacian diffusion,
that is, diffusion using using directional second derivatives [Tsch05] [Tsch02].
Central to the formulation of oriented Laplacians is the idea that anisotropic diffusion of
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the image I can be decomposed into two orthogonal components7 Iuu and Ivv where the
the second derivatives of I are in the directions u and v (u,v ∈ R2 and u ⊥ v) and
Iuu = u
T
Hu and Ivv = v
T
Hv
where H is the Hessian of I given by Hi,j =
∂2I
∂xi∂yj
This decomposition leads to the oriented Laplacians equation
∂I
∂t
= g1Iuu + g2Ivv (6.7)
where g1, g2 > 0.
This decomposition allows the anisotropic diffusion to be thought of as the combination of
two oriented heat flows or two oriented diffusion Laplacians with different conductivity
coefficients (smoothing weights) in the directions (g2) of the gradient, and orthogonal to
the gradient (g1). The g1 and g2 are usually functions of the image gradient and define
a large range of anisotropic diffusion methods. For example, using g1 = 1, g2 = 0,v =
∇I
|∇I| and u = v




This diffusion along the lines orthogonal to the gradient is called the mean curvature flow
[Weic08, p39].
One of the advantages of adopting the oriented Laplacians formulation is that they have a
geometric meaning that make it easier to understand the nature of the smoothing [Tsch05].
The other major advantage is that it can be shown that
∂I
∂t
= g1Iuu + g2Ivv = trace(TH) (6.8)
where T = g1uu
T + g2vv
T . This is referred to as the trace-based form for the anisotropic
diffusion.
The 2x2 symmetric matrix T is called a diffusion tensor and has eigenvalues g1 and g2 for
respective eigenvectorsu and v. Diffusion tensors are a structure tensor in which the eigen-
values of the structure tensor have been used to regularise the diffusion, that is, change the
local behaviour of the anisotropic diffusion so that it is not ill-posed.
The role of the diffusion tensor can be seen by first starting with the original Perona–Malik
7The terminology adopted here is similar to that used by Tschumperle´ [Tsch02]
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formulation. The Perona–Malik form of the diffusion equation uses an edge-stopping func-
tion based on a scalar quantity. In this regards it uses a nonlinear function, but is isotropic
(the same behaviour in every direction for a given gradient |∇I|). The diffusion tensor, on
the other hand, allows the local orientation of the gradients to influence diffusion because
of the link with the structure tensor.
The (isotropic) nonlinear diffusion uses a gradient magnitude based on∇IT∇I . Although
it is possible to work with gradients directly, this is usually not practical because if one
wants to regularise or smooth gradient values to make them useful, cancellation of gradi-
ents can occur. Brox et al. present an example of a thin line with a positive gradient on one
side and a negative gradient on the other [Brox06]. If a smoothing operation is performed,
then the two gradients cancel each other out. The way to get around this is to form a tensor
S (in this case a matrix) from the outer product∇I∇IT [Brox06] [Weic08, p56]. This tensor
can then be smoothed without the cancellation effects.
Performing an eigen decomposition of the tensorS = ∇I∇IT gives eigenvalues λ1 = |∇I|2
and λ2 = 0. In this situation little has been gained from using the outer product. The
advantage arises when smoothing is applied to the tensor. Gaussian smoothing Gσ of a
structure tensor results in a tensor Sσ = S ∗Gσ where the value of the tensor at point (x, y)
is influenced by the neighbourhood of (x, y). This improves the orientation information
that can be derived from the structure tensor [Brox06].
The smoothed structure tensor S can be used to provide direction-specific smoothing for
the diffusion by using the eigenvalues of the tensor in the edge-stopping function g(). This
gives the so-called diffusion tensor [Weic08]. Directions in which there are large variations
in local structure have a correspondingly large eigenvalue λ+ in the structure tensor. When
these large values are used in the edge-stopping function, g(λ+) is small, so diffusion in
the direction of the corresponding eigenvector θ+ slows or stops. This stops the diffusion
at discontinuities and other locations with large gradients. Orthogonal to this direction
the eigenvector θ− with eigenvalue λ− will be small, so g(λ−) is large and diffusion will
occur in the direction of θ−. This results in little blurring across edges, and a dominance
of blurring along edges. This results in anisotropic diffusion that is based on orientation of
the edges.
Critical to the success of the anisotropic diffusion is the selection of an edge-stopping func-
tion. This is now a function of the diffusion tensor eigenvalues λi rather than the magni-
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where the eigenvectors and eigenvalues are pointwise within the image.
Although theoretical developments are occurring for the selection of an optimal edge-
stopping function for a given application, it still remains mostly a matter of trying dif-
ferent functions for the application. The function used in this research was based on the
published successful use of the function [Tsch06a], including being used for the detection










(1 + λ+ + λ−)p1
with p1 < p2. (6.10)
This function allows for control of the diffusion in both the direction of maximum variation
and the direction of minimum variation, with the additional couple of the two terms via
the eigenvalues.
6.4.2.1 Incorporating a signal-dependent noise model into the anisotropic diffusion
The signal-dependent noise model developed in Section 4.3.1 showed that higher pixel
intensities in the image have a larger associated noise. The parameters for this model
were found for each radiograph using the method described in Section 6.3. The resulting
standard deviation of the noise is of the form 10b·I(x,y) where I(x, y) is the pixel intensity
at point (x, y) in the image. Given the estimate of b from the noise estimation method, it is
possible to estimate the standard deviation of the noise. The point in question is what to
do with this estimate.
Ideally, the parameters p1 and p2 should be set according to the noise content of the im-
age. However, the author found that these parameters had a significant effect upon the
quality of the anisotropic diffusion - the results were too sensitive to the values chosen.
It is likely than another type of diffusivity function will be required to reduce this sensi-
tivity, and this has been reserved for future research. In the meantime, to incorporate the
signal-dependent noise model into the anisotropic diffusion method, a new noise slowing
function s(I, t): s ∈ [0, 1] was incorporated into Eqn. (6.9)
∂I
∂t







As with the stopping function g() for the Perona–Malik anisotropic diffusion, the inten-
tion was to slow the diffusion in areas of low noise so that the diffusion time t could be
extended and the diffusion would favour noise reduction in high noise areas. The form of
such a function is not obvious. Furthermore, the noise model of Eqn. (6.4) only applies to
the radiographic image before denoising. This means that once denoising commences the
model of the relationship between noise and pixel intensity will no longer apply. Although
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it should theoretically be possible to track the influence of the denoising on local statistics,
there is currently no theoretical development to support this. As an alternative, the ap-
proach was to have the function s() depend on the diffusion time in such a way that by
time T , s(I, T ) = 1, corresponding to the normal diffusion equation. The chosen function










where T is the total diffusion time (total number of iterations for the denoising), I ∈
[0, 4095], and Imax = 4095, the maximum pixel intensity for the DICOM images.
























Figure 6.27 The noise slowing function for the anisotropic diffusion. This is an example of 50
iterations with the lines shown every 10 iterations. The function is for the theoretical noise of b =
1/2000
6.4.3 Implementation of the oriented Laplacians anisotropic diffusion
The oriented Laplacians methodwas implemented using the CImg software package [Tsch]
which the author linked with MATLABr to provide some fast image processing tools. The
numerical details of the implementation have been previously described by Tschumperle´
[Tsch02, p101].
The regularisation control parameters of p1 = 0.5 and p2 = 0.9 were found empirically for
the hand-wrist radiographs. Figure 6.28 shows an example of anisotropic diffusion filtering
of a carpus image using these parameters without the signal-dependent term. The param-
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eters p1 and p2 required careful fine tuning, as did the structure tensor smoothing. The
quality of the anisotropic diffusion was very sensitive to these parameters. This obviously
requires attention in future research and consideration of alternative robust estimators for
anisotropic diffusion. For the rest of the results in this thesis, unless stated otherwise the
images were denoised using the oriented Laplacians anisotropic diffusion method for 200
iterations (T = 200), with Gaussian smoothing of the gradient using σ = 1.0 prior to calcu-
lating the structure tensor and again afterwards with σ = 0.7. The only smoothing of the
actual image data was that due to the anisotropic diffusion process. The performance of
the oriented Laplacians is evaluated in the next section.
(a) Original image (outlier filtered) (b) Image denoised using oriented Laplacians
Figure 6.28 Anisotropic diffusion filtering of a carpal image using parameters p1 = 0.5 and p2 = 0.9
and 50 iterations. (a) original image after outlier filtering, (b) anisotropic diffusion filtered image.
Note the significant reduction in noise in the image, but with preservation of edges.
6.5 Measuring the performance of denoising methods
There is no standard performance measure for image denoising methods. This partly re-
lates to the different objectives of the denoising methods and to the significant differences
in structure and noise content of images. The performance measurement is usually bro-
ken into the tasks of assessing the amount of noise reduction and assessing the impact the
denoising has on image blur and artefact generation. The common approach to measur-
ing the noise reduction is to estimate the noise in the original and processed images and
to measure the difference between the two using a metric such as the mean-square error.
However, such a measure does not always correlate with the human visual assessment of
the noise. Displaying the difference between the original image and the denoised image
(the so-called ‘method noise’ ) is useful for visually assessing the artefacts in the smoothed
image. It is also useful for checking that the noise component is as similar to white noise
as possible and does not contain structural components [Buad05] . What this method does
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not assess is the preservation of edges that are important for edge-based image segmenta-
tion and feature extraction. One possible approach to assessing the preservation of edges
is to use a sharpness metric that is insensitive to image noise. Thirteen sharpness met-
rics have been reviewed by Ferzli and Karma [Ferz09] and these include methods such as
derivative-based metrics, histogram entropy-based metrics, and frequency-based metrics.
Most of these metrics are directed at the problem of autofocussing systems where the de-
gree of blur is used to control the focusing of some system. In such systems the blur is often
modelled as a convolution with a single point spread function that is spatially stationary
and so it is only necessary to estimate this single spatial spread across the whole image.
This is not the problem that is being addressed in the application of a sharpness metric to
denoising, and so many of the sharpness metrics are unsuitable for quantifying the blur
caused by denoising algorithms.
A number of initial experiments were performed using candidate methods for measur-
ing image blur in the presence of noise. Although there are some possible contenders for
this application, such as [Wee08] and [Zhu09], the results were not very successful and
further research is required in this area to find a reliable and general metric. The author
decided to visually determine the impact of the denoising on image blur both from inspec-
tion of bone edges and from changes to the edges detected using the Canny edge detec-
tor [Cann86] from the MATLABr Image Processing Toolbox (default parameters: σ = 1
and automatic finding of threshold based on a 70% criteria for the percentage of non-edge
pixels – this is reasonable for hand wrist radiographs). The mean Structural Similarity In-
dex (SSIM) [Wang04] was used to quantify the amount of noise reduction by comparing
the original with the denoised image. The image energy, E =
∑
Ω
I(x, y)2, was checked to
make sure the images did not differ so much in pixel intensity that the SSIMmeasurement
was unreliable. As with the measurements in Section 6.2.2.2, the SSIM measurement used
the default parameters recommended by the author [Wang04].
6.5.1 The performance of anisotropic diffusion using amodel of signal-dependent
noise
The first comparison of performance was the Canny edge detection applied to the original
and denoised radiograph. As illustrated in Figure 6.29 the denoising method significantly
improves the performance of the Canny edge detection. Increasing the σ for the Canny
edge detector does improve the detection of edges, but this has the typical drawback of an
isotropic operation in that there can be misplacement of edges.
The denoising filter was also comparedwith an existing Perona–Malik method of anisotropic
diffusion denoising that has been applied to the carpal bones of young children prior to
Canny edge detection [Zhan07], and applied to the carpal bones prior to segmenting using
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(a) Original radiograph (b) Denoised radiograph
Figure 6.29 Comparison of of the Canny edge detection results for (a) original radiograph, and
(b) radiograph denoised using the oriented Laplacians anisotropic diffusion method (σ = 1 for the
Canny edge detector).
the level set method [Lin05]. This method was applied to the bones of an older child and
the compared with the oriented Laplacians method. Figure 6.30 illustrates the superior
performance of the oriented Laplacian method. The bone edges are sharper and the inte-
rior noise of the bones significantly reduced.
The performance of the oriented Laplacians method was testedwith and without the noise
model by applying the filter to the carpal region from all eight images from the develop-
ment dataset (see Appendix E). The edges detected using the Canny edge detector were
displayed alongside the original image (see Figure 6.31) and the edge detection perfor-
mance classified according to improvement (+), no change (0), or diminished performance
(-) based on the continuity of the contours and spurious contours detected. The results
for the eight radiographs from the development dataset are listed in Table 6.2. Recall that
larger values of MSSIM indicate that the image is more like the original. In this case it
means that there has been less noise reduction, or if the blur is significant, the value of
MSSIM will decrease (as illustrated in Figure 6.7). What is clear from the results is that
both the denoising methods significantly decreased the noise, although this was also obvi-
ous qualitatively. What was also clear from the results was although the signal-dependent
denoising did preferentially denoise the bones slightly more, meaning it was operating
correctly (see Figure 6.31), the effect of the signal-dependent term was not very significant
when it came to edge detection using the Canny edge detector.
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(a) (b) 
Figure 6.30 Comparison of anisotropic diffusion filtering using the Perona–Malik formulation with
the oriented Laplacians method. The indicated contours are the edges found using the Canny edge
detector (σ = 1) (a) Themethod used by Zhang et al. [Zhan07] and Lin et al. [Lin05] for denoising the
carpal bones prior to segmentation; (b) the oriented Laplacians method has sharper bone contours
and less noise in the interior of the bone.
(a) Signal−dependent noise model (b) No noise model
(c) Canny edge detection (d) Canny edge detection
Figure 6.31 The method of comparing the ’signal-dependent noise model’ and ’no noise model’
oriented Laplacians denoising methods.
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Table 6.2 Performance comparison for the ’signal-dependent noise model’ and ’no noise model’ ori-
ented Laplacians methods for image denoising. The MSSIM reflects the amount of noise reduction
compared with the original radiograph. The visual comparison of the methods was a grading of
the Canny edge detection results according to improvement (+), no change (0), or diminished per-
formance (-) of the anisotropic diffusion for the signal-dependent noise model (SDNM) compared
with the no noise model (NNM).
Patient MSSIM for SDNM MSSIM for NNM Edge detection (visual)
1 0.912 0.916 0
2 0.828 0.861 +
3 0.903 0.927 -
4 0.854 0.858 0
5 0.929 0.927 0
6 0.894 0.907 +
7 0.886 0.881 0
8 0.958 0.958 +
6.6 Conclusions
Impulse noise is a nuisance in image processing and a method was developed in this chap-
ter for removing this noise through a process of detection and correction. The median ab-
solute deviation (MAD) robust statistic was used to identify outliers for removal. Through
simulation it was demonstrated that the MAD-based outlier filter works very well com-
pared with both the standard deviation-based outlier filter and the star-shaped median
filtering.
Utilising the noise model developed in Chapter 4, it was possible to estimate parameters
for the radiographic noise by binning pixel intensities and using the MAD estimator to
find the standard deviation in each bin. The performance of the MAD estimator was anal-
ysed extensively in this chapter, especially because the computed radiography (CR) system
performs a logarithmic conversion of the pixel intensities and this changes the statistical
distribution of the data. The MAD estimator performed well although it showed an un-
usual ‘step’ characteristic for Poisson noise that makes it worthy of further investigation.
This was less important for noise estimation for the radiographic images because of the
logarithmic conversion of the pixel data.
Although the noise estimation method requires a more robust approach for parameter es-
timation, the results showed that the method worked remarkably well for such a relatively
simple implementation compared with methods that eliminate edges from the analysis.
This allowed noise to be estimated on a pixel-by-pixel basis using the simple but robustme-
dian filter for finding the mean pixel intensity for a small sampling neighbourhood. This
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noise estimate was used in a new approach to anisotropic diffusion filtering in which the
level of noise in a pixel controls the amount of local diffusion. The resulting filter was sen-
sitive to the parameters selected for the filter and the results for denoising of the hand-wrist
radiographs only showed a marginal improvement in the image noise level and results for
edge detection. However, the implementation of the signal-dependent noise control in the
diffusion process was rather simplistic and investigation of alternative methods of con-
trol is recommended. Even without the signal-dependent noise term, the oriented Lapla-
cians anisotropic diffusion was very good at denoising the radiographs and preservation
of edges, and performed much better than the Perona–Malik method that has previously
been used for denoising images prior to carpal bone segmentation [Zhan07] [Lin05].
The Mean Structural Similarity (MSSIM) index was used to measure the performance of
both the impulse noise removal method and denoising of the carpal images. This index
decreased with the amount of added impulse noise and increased with impulse noise re-
moved by a MAD-based outlier filter. The index has limitations when applied to impulse
noise removal, the main one being that it is sensitive to incomplete impulse noise removal.
For example, when 5x5 pixel impulses were filtered using the MAD-based outlier filter
with a 5x5 pixel neighbourhood there was incomplete removal of the impulses, yet the
MSSIM value still increased slightly. When the MSSIM index was used to measure the
performance of image denoising with a signal-dependent term in the anisotropic diffusion
equations, there was a slight decrease in the MSSIM index indicating improved denoising.
In this application theMSSIM index decreases with the amount of denoising. However, the
MSSIM index also decreases with image blur so the slight decrease could have been due
to blur caused by the anisotropic diffusion rather than improved denoising. This makes
the MSSIM index undesirable for assessing denoising when blurring is possible. What is
required is an index that measures both denoising and preservation of edges simultane-
ously, or a measure of denoising and a measure of edge blur that are independent of each
other and can be combined as a single metric. Because there is currently no such metric
available, in future work it will be necessary to optimise the denoising method through
the standard approach of determining the impact on a image analysis task, in this case the
success of segmentation of the carpal bones.
Chapter 7
Conclusions and future work
This chapter is a summary of the main contributions of the thesis and conclusions that can
be drawn from the research that was undertaken. Detailed discussion is contained in the
relevant chapters. The conclusions are followed by suggestions regarding future research.
7.1 Conclusions
For bone age assessment to be of use in both clinical and research environments, it is im-
portant that the bone age estimate be accurate and reproducible between assessors (ob-
servers). There are three main methods of bone age assessment: Greulich and Pyle; Tan-
ner and Whitehouse; and the Fels method. From a review of these three methods, there
is no conclusive evidence that any one method is better than another: all three methods
suffer from relatively large intra- and inter-observer variability, and the accuracy of each
decreases outside of the reference populations from which they were developed. Further-
more, bone age assessment is a relatively complex and time consuming process and there
have been numerous approaches to computerise assessment, with the main aim being to
improve the accuracy and reproducibility of the assessment. With an accurate and repro-
ducible automated method it would be much easier to performing large-scale studies to
address the reference population-specific concerns about bone age assessment, and to clar-
ify the role of bone age assessment in the routine monitoring of therapeutic intervention,
especially its role in children receiving growth hormone.
The different approaches to computerised assessment of bone age have ranged from computer-
assisted manual methods, through to fully automated assessment. Most of these methods
have implemented aspects of the Greulich-Pyle or Tanner-Whitehouse bone age assess-
ment methods (no published research on automated implementation of the Fels method
was found). The area of computerised bone age assessment that has received the least at-
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tention is the carpal bones. From a review of the literature, an argument was presented for
investigating the role of the carpal bones in computerised assessment of bone age, espe-
cially the role of the carpal bones in older children. It was argued that even if the sparse
amount of existing evidence for excluding the carpal bones in manual methods is con-
sidered reasonable, this evidence may not be applicable to the computerised assessment of
bone age. The potential benefits from computerised analysis are sufficient towarrant inves-
tigating the role of the carpal bones in bone age assessment, especially bone age assessment
in children in the difficult period over nine years of age when these bones overlap.
One especially challenging aspect of analysis of the carpal bones is segmentation of the
bones - finding of the bone contours. In addition to carpal bone overlap and poor contrast
of these bones against the thickness of soft tissue of the hand, the radiographs usually con-
tain a significant amount of noise. Reducing the influence of this noise on image processing
tasks is necessary. To this end a signal-dependent noise model was developed, noise pa-
rameters found for this model, and the model used in a method of image denoising based
on anisotropic diffusion.
The first step in developing the signal-dependent radiographic noise model was to un-
derstand the pixel intensity and noise characteristics of the image receptor. This was per-
formed by designing and constructing a hand phantom that could in used to investigate
the image characteristics of hand-wrist radiography using the Kodak CR 900 system. The
computed radiography system was found to be very good at maintaining pixel intensities
across a range of x-ray doses to the computed radiography plate, although at very low
exposures the system implemented a low-dose optimisation algorithm that significantly
influenced the pixel intensity and noise characteristics. This constancy of pixel intensities
was used to identify artefacts in the images, such as radiographic markers. Even with this
constancy of pixel intensities, an analysis pixel intensity histograms for 97 hand-wrist ra-
diographs showed that was not possible to separate bone from soft tissue based on pixel
intensity differences alone.
Important for the task of segmenting overlapping carpal bones was the finding that the
bone overlap is not a simple addition of pixel intensities, and that the contrast of the over-
lap region changes with the bone thickness, that is, pixel intensity. This can be explained
by the physical process of energy components of the x-ray beam being selectively attenu-
ated as the x-rays pass through thicker sections of bone - the x-ray beam is said to ‘harden’
because ‘soft’ (low energy) x-rays are removed. This means it is not possible to use a simple
subtraction of pixel intensities to simplify the segmentation of the overlapping bones.
The noise characteristics of the computed radiography systemwere modelled using a sim-
ple, single Poisson noise model, but with compensation for the logarithmic conversion that
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happens before the pixel data is present at the output of the computed radiography system.
The derived theoretical model was an exponential relationship between the variance of the
image noise and the pixel intensity. This theoretical model was validated using Monte
Carlo simulation, radiographs of a stepwedge, and homogeneous regions within the ra-
diographs of the hand phantom. Although this was for the Kodak CR 900 system, many of
the other manufacturers use a similar logarithmic conversion, so with suitable validation,
the model should be transferable to these other systems.
In order to use the exponential noise model it was necessary to estimate noise parameters
for individual images. However, it was first necessary to remove the impulse noise that
is a nuisance in image processing. The method used in this research was an outlier filter
based on the process of detection and correction. The impulses in the computed radiog-
raphy images were clusters of 1-10 connected pixels, with the most common being three
pixels. The impulse noise was detected as a statistical outlier using the robust statistic of
median absolute deviation (MAD) for estimating the standard deviation of the pixels in a
neighbourhood. Outlier pixels were then replaced with the median of the neighbourhood
because the median is a more robust statistic than the mean. For such impulses the median
absolute deviation (MAD) based outlier filter out-performed common impulse noise filters
of median filtering, star-shaped median filtering, and standard deviation-based outlier fil-
tering. This superior performance was in terms of impulse noise removal and minimal
impact on the image noise distribution. The minimal impact on the noise distribution was
required so there was little effect on the subsequent noise parameter estimation for the
image.
With the impulse noise removed, the image denoising was performed in two stages: es-
timation of the noise parameters, and application of the method of anisotropic diffusion
using a signal-dependent noise model. The signal-dependent noise model was applied be-
cause it is known that although anisotropic diffusion aims to reduce the blurring of image
edges, this still occurs, especially where the edge contrast is initially low.
The noise parameters for each image were estimated using a single-image noise estimation
method based on a collection of mean-standard deviation pairs. This used a new approach
of binning pixel intensities for every pixel in the hand soft tissue contour, rather than avoid-
ing areas where there were structures that could upset the estimation of the standard de-
viation. By only having to estimate the mean pixel intensity to bin the pixels, the noise
measurement was much less sensitive to image structure than, say, the quadratic nature
of a standard deviation estimate using small spatial neighbourhoods. The MAD estimator
was used as a robust statistic for estimating the variance of the noise in the pixel intensity
bins. The performance of the MAD estimator was extensively tested for the logarithmic
pixel intensity characteristics of the computed radiography images. With the exception of
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very low exposures, Monte Carlo simulations verified that the majority of the noise dis-
tribution in the computed radiography images could be modelled as a signal-dependent
Gaussian distribution with an estimate of the noise found using the MAD estimator. The
noise estimation method performed well for both synthetic and clinical images, although
the results were poorer for images of very young children where there was very little bone
area in the carpus, and most of the carpal bones were not yet ossified.
Having developed a method to estimate the parameters of the signal-dependent noise
model for an image, a denoising method was developed that used this signal-dependent
model. This method was based upon diffusion using oriented Laplacians where the dif-
fusion across edges was penalised and diffusion along edges favoured so that less edge
blurring occurred. Even with this approach it was observed that at low contrast edges
the diffusion would bleed through the bone contour and the edge was lost. A signal-
dependent termwas introduced whereby the diffusion was slowed based on the estimated
noise component. The idea was to allow more diffusion to take place in areas that re-
quired it (high noise), and less in areas that did not require it (low noise). Measuring the
performance of this denoising method was difficult without a reference image. The usual
approach to assessing the performance is to examine the impact of denoising on the perfor-
mance of the segmentationmethod. The approach taken in this research was to investigate
decoupling this dependence on the segmentation method and to investigate methods of
optimising the denoising in isolation so that the performance of the segmentation could
be optimised separately. A number of different methods were investigated but no suit-
able reference-free image metric was found for assessing both denoising and the impact on
blur. In the absence of such a metric the results of a Canny edge detector were assessed
qualitatively as a measure of edge blur and the reduction in noise in the image measured
using the Mean Structural Similarity (MSSIM) index. It was found that adding the signal-
dependent term to the anisotropic diffusion resulted in slightly more diffusion in areas of
high noise (namely, the bones) producing a slight reduction in noise in some of the ra-
diographs compared with having no signal-dependent term, although the improvement
was only marginal. Even without the signal-dependent noise term the oriented Laplacians
anisotropic diffusion was very good at denoising the radiographs and preserving edges,
and it performed much better than the Perona–Malik method that had previously been
used for denoising images prior to carpal bone segmentation.
7.2 Future work
At very large x-ray exposures the expected amount of radiographic noise drops below that
predicted by the exponential noise model. This can be explained by a departure of the com-
puted radiography pixel intensities from a simple logarithmic relationship: the response
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‘rolls-off’ with increasing dose to the computed radiography plate. A more complex pixel
intensity and noise model may be required to overcome this limitation, although it should
be kept in mind that x-ray exposures at which this starts to happen are not used clinically
for hand-wrist radiography.
The hand-wrist radiographs are processed in the computed radiography system using al-
gorithms that require further investigation for their impact on image noise. The difficulty
is that each of the computed radiography systems from the different manufacturers apply
different image processing algorithms, so what is required is a general model of image
noise that can be adapted to the individual computed radiography systems. It is likely that
this adaptation would need to be applied based on the model of computed radiography
system (from the DICOM file header information). It is unlikely that it will be possible to
estimate the parameters of the model from a single clinical radiograph, unless the model
can somehow be generalised across a range of computed radiograph systems.
The original aspect of the research on impulse noise removal was the simplicity and robust-
ness of themethod in comparisonwithmore elaborate methods of correcting impulse noise
in the presence of other noise sources, such as the method used by Frosio and Borghese for
the correction of impulse noise in the presence of Poisson noise [Fros09]. The drawback
with the simplistic approach was that the impulse removal method resulted in detection
and correction of more random impulses in areas of the image with little or no edge or tex-
ture components than would be expected for a Gaussian distribution of pixel intensities.
These false detections could be reduced by increasing the size of the neighbourhood used
for the calculation of the median absolute deviation. However, an increased neighbour-
hood size is undesirable because the pixel intensity calculation for the correction of out-
liers is no longer localised. An alternative approach may be to expand the neighbourhood
size, but to spatially weight the pixel intensities in the neighbourhood to improve spatial
localisation for both detection and correction. This is similar to the idea used for non-local
means image denoising [Buad08] where each pixel is given a weight that decreases with
increasing distance from the centre of the neighbourhood being considered.
A non-weighted linear regression was employed for finding the parameters for the single-
image noise estimation. If background pixels are accidentally included in the region of in-
terest used for the noise assessment they can significantly change the linear regression fit.
This limitation may be overcome by using a nonlinear curve fitting method with weighted
regression based on confidence of the bin estimates, so that small background regions will
have little impact on the fit. Furthermore, the results for the synthetic radiograph based
on the AAPM TG18-BR test pattern showed that there is still a spread of mean-standard
deviation estimates about the line of linear regression. This indicates that there is still
opportunity to improve the estimate of the mean pixel intensities because it is these esti-
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mates that influence the binning of the pixels and hence the standard deviation estimates.
It is also possible that an iterative successive refinement of the mean pixel intensities may
improve the noise estimation. This would involve estimating the noise, denoising of the
image using this estimate, then once again eatimating the noise using the denoised pixel
intensities to bin the original image data.
Part of the spread in the mean-standard deviation estimate for the TG18-BR test pattern
image could also be due to the MAD estimate itself. The MAD estimator showed a step
behaviour when simulations were performed using a discrete Poisson random number
generator. Although these steps were less pronounced when logarithmic conversion of
the data was performed (to simulate the computed radiography system), this could be a
significant limitation of this estimator and further investigation is required.
It was observed that the performance of the signal-dependent anisotropic diffusionmethod
was very sensitive to the selection of parameters. It is likely that the cause of this problem
is the function that has been used to incorporate the noise model information into the
diffusion equation. A new noise function is required and this should include analysis of
the stability of the resulting partial differential equation scheme employed in the oriented
Laplacians diffusion. Furthermore, the ‘stopping function’ implementation of the signal-
dependent noise control in the diffusion process was rather simplistic and investigation
of alternative methods of control is recommended, including using the noise function to
control the overall parameters of the diffusion rather than diffusion at a pixel level. This
may improve the stability of the anisotropic diffusion process.
Optimising the denoising method usually involves applying the method then applying
the segmentation method and determining the influence of the denoising on the segmen-
tation results. Unfortunately, this means that the results can be significantly influenced by
the segmentation method, so there is no truly independent assessment of the denoising
method. There is currently no reference-free metric for measuring the quality of denoising
when anisotropic diffusion is performed. This is worthy of further research because such
a metric would greatly assist the development and optimisation of the denoising method.
Appendix A
A review of the performance of the
computer-aided skeletal age scoring
system (CASAS)
This appendix presents a summary of the scientific literature comparing performance of
the computer-aided skeletal age scoring system (CASAS) with the manual Tanner-White-
house (TW) bone age method. Most of the studies looked at either TW bone stage differ-
ences or calculated bone age differences between the two methods. Although to a limited
degree it is possible to compare the bone stage differences with the calculated bone age dif-
ferences, what is most surprising is that only a few studies have performed a comparison
between the manual TW radius-ulna-short bone (RUS) method and the CASAS system.
The most extensive comparison appears to have been that performed by van Teunenbroek
et al., but their study presents a mix of CASAS bone age results using both the 13-bone TW
RUS method, and the less time-consuming 6-bone method [Teun96]. Even so, Table A.1
shows that there is reasonable agreement between the manual TW and CASAS results for
both healthy children and children with some growth disorders. However, the mean dif-
ference is only one comparison and it provides no measure of the spread of the bone age
values. With the exception of studies by Tanner et al., Table A.2 shows that the CASAS
system can produce differences of up to two stages for repeat assessments, but the no- and
single- stage differences are comparable with those for the manual method.
The number of bone assessments requiring manual insertion of a bone stage averaged 9.3%
across different studies and pathologies (Table A.3). A rate of 9.3% equates to more than
one bone per radiograph, which is cause for concern because it would require intervention
by a skilled operator and this would remove some of the objectivity of the method. Fur-
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Table A.1 Comparison of the differences between the CASAS bone age assessment and the manual
TW method in healthy children, and in children with some pathological conditions. The six bone
method (6b) refers to a limited version of the TW RUS method and is an option on the CASAS
system.
Mean difference between
CASAS and manual TW
results
[Teun96] [Fris96] [Dray94]
Healthy children 0.15 years (6b) 0 years Healthy children from the
TW ’Golden Series’: 64% no
stage difference; 32% one
stage difference; 4% two
stage differences
Turner’s Syndrome 0.04 years 0.4 years
Familial short stature 0.4 years
Constitutionally tall stature 0.31 years (6b)
thermore, not shown in Table A.3 are the results by Albanese et al. who reported that in
children with general growth delay the manual insertion rate was 29%, and for children
with skeletal dysplasia the rate increased to 63% [Alba95]. This suggests a significant de-
ficiency in either the performance of the CASAS system, or the training of the operators
using the system.
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TableA.2 Comparison of the repeatability between the CASAS system and the manual TWmethod.




[Tann94c] [Tann94b] [Teun96] [Dray94] [Schw98]




One stage difference 5% 3% 10% 14%
Two stage differences 2% 1%
Repeatability of the
manual TW bone stages
No stage difference 83% 85% 90%
One stage difference 17% 15% 10%
Two stage differences
Table A.3 The number of manual insertions required with the CASAS system - bones for which the
CASAS system required the user to score the bone manually. The six bone method (6b) refers to a
limited version of the TW RUS method and is an option on the CASAS system.
Manual insertions [Tann94a] [Teun96] [Fris96] [Schw98]
Healthy children 5–10% 8%
Turner’s Syndrome 8% (6b) 12.4% 8.7%
Growth hormone deficiency 8.5%
Familial short stature 9%
Constitutionally tall stature 8% boys, 14% girls
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Appendix B
Measurement of the pixel intensity and
noise characteristics of the Kodak
computed radiography system
Experiments were performed to investigate the pixel intensity and noise characteristics of
the Kodak Ektascan HR plates processed on the Kodak CR 900 plate reader, with a fo-
cus on the characteristics that relate to hand-wrist radiography. All of the experiments
were performed using a Philips Optimus generator and Philips SRO2550 x-ray tube. Dose
and kilovoltage (kVp) measurements were taken using a Unfors solid-state dosimeter in
the ’RF high’ mode. The x-ray tube was warmed-up before measurements were started,
and both fine and broad focus were used depending on the measurement made. All
measurements were made using a single 18 cm x 24 cm cassette with a Kodak HR plate
that was chosen to have performance typical of those used in the Christchurch Hospi-
tal Radiology Department. The delay between exposure of the CR plate and processing
in the CR plate reader was 1 minute. All equipment was under a quality control pro-
gramme to ensure compliance with the National Radiation Laboratory (Ministry of Health,
New Zealand) NRL C5 Code of Safe Practice for the Use of X-rays in Medical Diagnosis
(http://www.nrl.moh.govt.nz/regulatory/c5.pdf) (accessed October 2009). However, the
linearity and reproducibility of the x-ray tube output were both checked as part of the
experimentation (both were very good and the results have not been reproduced here).
Three experiments were performed to investigate the pixel intensity and noise characteris-
tics of the CR system. The first investigated the variation of pixel intensity with radiation
dose to the CR plate – the dose response of the CR system. In the second experiment an
aluminium stepwedgewas exposed at a distance to measure the radiographic noise at var-
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ious pixel intensities. In the last set of experiments a phantom hand was used to simulate
the attenuation properties of a real hand so that the CR system would process the image
as it would for a hand-wrist radiograph. One of the reasons for this was to determine the
impact of overlapping bones on the image pixel intensities.
Image pixel intensity and noise statistics were collected using the ImageJ package [Rasb09]
and fixed regions of interest.
B.1 Dose response of the Kodak CR system
The dose response of the Kodak CR system is the relationship between the radiation dose
entering the CR plate, and the output pixel values or intensities. The dose response was
measured for 52 kVp, and for 70 kVp with 1mm of added copper filtration. The dose re-
sponse was measured at a focus to cassette distance of 200 cm so that the central area of
the image was effectively of uniform exposure, having a nonuniformity of 0.13% over a
5x5 cm region. All measurements were made using the Kodak CR setting of ‘Pattern’, cor-
responding to minimal post-processing of the image after reading of the plate. This mode
is referred to in this thesis as the raw mode.
B.2 Pixel intensity and noise characteristics
To investigate the noise characteristics for varying pixel intensity within the image, an
aluminium stepwedge was used to generate a range of pixel intensities within a single ra-
diograph. The stepwedge had step sizes of 2.9 (±0.15)mm. Radiographs were taken of the
stepwedge for a range of x-ray exposures all at 52 kVp – the x-ray generator kilovoltage
used locally for hand-wrist radiographs. The stepwedge, CR cassette and dosimeter were
positioned in a vertical chest stand with a focus to cassette distance of 300 cm (see Fig-
ure B.1(a)). This distance was used to reduce nonuniformity due to spherical aberrations
from the x-ray focus acting as a point source, and nonuniformities due to the heel effect
(Section 5.2.2). All measurements were made using the raw mode of the CR system.
Mean pixel intensity and noise standard deviationmeasurementsweremade using 100x100
pixel regions of interest positioned in the centre of each of the eight steps (as illustrated in
Figure B.1(b)). The x-ray beam penetration was insufficient in the remaining steps in the
stepwedge to make reliable measurements. The stepwedgewas x-rayed using differing ex-
posures to give a range of pixel intensities and noise measurements. There were some dust
specks on the radiographs, but these were not removed using outlier filtering because the
100x100 pixel region meant their impact on the measurements was negligible. However,
an effort was made to position regions of interest to avoid such artefacts.
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(a) Stepwedge radiographic exposure at 3m from
the x-ray tube focus (left) to the front of the CR
cassette (in the vertical stand). The solid-state
dosimeterwas placed on top of the vertical CR cas-
sette.
(b) Regions of interest used for analysis of the step-
wedge radiographs.
Figure B.1 Experimental setup and analysis of the aluminium stepwedge used for investigation of
the computed radiography pixel intensity and noise characteristics.
B.3 Hand phantom
A hand phantomwas used to simulate human anatomy so that the noise and pixel intensi-
ties of the Kodak CR images could be studiedwithout having to expose children’s hands to
multiple x-rays. By designing areas of homogeneity within the phantom (see Appendix C)
it was possible to determine the relationship between the x-ray factors and the noise in
certain parts of the image.
The hand phantom was x-rayed using the same x-ray generator voltage as is locally used
clinically for hand-wrist radiography (52 kVp), and a x-ray tube focus to CR plate distance
of 100 cm. The experimental configuration is illustrated in Figure B.2, along with the Im-
ageJ regions of interest used in the analysis.
All measurements were made using the x-ray tube fine focus and the images were pro-
cessed using the Kodak CR body part of “Hand AP” and the low exposure optimisation,
edge enhancement, and ‘EVP’ modes enabled; this was equivalent to clinical use of the
system.
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(a) (b)
Figure B.2 Experimental setup and analysis of the hand phantom images. (a) The radiographs
were taken using a focus-to-cassette distance of 100 cm, x-ray tube light beam diaphragm centred
on the cassette, and an Unfors solid-state dosimeter at the top of the hand (anode end of the x-ray
tube). The cassette was realigned before each exposure by using a thin perspex template attached
to the x-ray table. (b) Radiograph of the phantom showing the regions of interest used for analysis




A hand phantom was designed and developed by the author1 to simulate the hand of a
young adult undergoing radiography for bone age assessment. The phantom was neces-
sary because the Kodak computed radiography system includes anatomical-based image
processing that is only enabled when the user selects the body part being examined. In
the case of the hand-wrist radiograph, the user selects the body part ”Hand AP” on the
Kodak CR 900 system and image processing such as tone scaling, and edge enhancement
is performed based on both the image data and preset parameters [Bogu95].
The purpose of the phantom design was to simulate the attenuation properties of the hand
but without the structural complexities of bones. A simple geometry was used so that
uniform areas were present in the radiograph to allow pixel intensity measurements to be
made without the complication of bone structure. The materials consisted of perspex to
simulate the soft-tissue of the hand, and aluminium to simulate bone. The x-ray spectrum
simulation program Spectra (National Radiation Laboratory, New Zealand) was used to
calculate the attenuation properties of perspex and aluminium for an x-ray spectrum based
on an x-ray exposure using 52 kVp at 100 cm focus-to-cassette distance and a simulated
3mm aluminium inherent filtration (this being typical of general purpose x-ray tubes).
Under these x-rays conditions it was found that soft tissue is approximately equivalent to
perspex of the same thickness. A constant soft tissue thickness of 12 mmwas simulated us-
ing two sheets of 6mm perspex glued together using chloroform. No attempt was made to
simulate the wedge-shaped soft-tissue thickness of the hand because of the desire to have
uniform areas within the radiograph. A cortical bone thickness of 13mm with an overly-
ing 12mm of soft tissue equated to 10mm of aluminium and 12mm of perspex combined.
The equivalence of these simulation materials is only approximate because the calculations
1The author would like to thank Grant Wylie, Mechanical Workshop, Medical Physics and Bioengineering
Department, Christchurch Hospital, for assistance with machining parts of the phantom.
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Figure C.1 Details of the phantom used to simulate a hand for hand-wrist radiography. (a) The
phantom positioned on a Kodak CR cassette. The phantom was attached to a cardboard template
to allow repositioning on the cassette entrance face; (b) Radiograph of the phantom with an en-
larged section showing the objects used to simulate edges and contrast of bones in the carpus. This
radiograph has very low noise because it was taken using a large x-ray exposure (20 mAs).
were based solely on the x-ray radiation dose at the entrance to the CR plate and did not
compensate for changes in performance of the CR plate due to energy spectrum changes
caused by the simulation material.
Details of the phantom construction and a radiographic image of the phantom are illus-
trated in Figure C.1. The carpal bones were simulated using a triangular block to give
sharp bone contour angles, and a square block with rebates to give different bone contrasts.
Overlapping carpal bones were simulated using a rectangular sheet of 5mm of aluminium
positioned over the blocks.
Appendix D
Bone contour marking and manual
data extraction programs
Two MATLABr programs were developed to manually extract data from the hand-wrist
radiographs. Both were developed using the GUIDE graphical user interface tool in MAT-
LABr.
The first program was designed to make it easy to mark carpal bone contours on the ra-
diographs. After opening the image as a DICOM file (although other common image for-
mats are supported), the user was presented with an interface for marking the eight carpal
bones: pisiform, triquetral, hamate, capitate, lunate, scaphoid, trapezoid, and trapezium.
This interface included the facility to zoom and pan the image, as well as change image
display window level and width (Figure D.1). The bone contours were entered as a col-
lection of points, with the ability to back-step the entries and to flag the confidence in the
part of the contour being entered. This confidence entry allowed the user to enter closed
contours even if they were not absolutely sure about part of the contour because of poor
edge contrast, or complex overlapping structures. At the press of a single key, the interface
would toggle between display of the current contour and display of all contours that had
been entered up to that point. This improved the ability to resolve complex overlapping
structures. The contours were stored as MATLABr mat-files containing contour point data
and DICOM file-header information. The x-y contour point pairs included an integer of
either ‘1’ for high confidence edges, or ‘2’ for low confidence edges.
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Figure D.1 The bone contour marking program allows the user to open DICOM images, zoom,
pan, and window the image, and mark the eight carpal bones. The contour marking included the
facility for the user to either label the part of the bone contour being entered as of high confidence
(shown here in blue) or low confidence (shown here in red). The contours shown in this figure are
straight lines between the marked contour points.
The second program was used to manually delineate the radiographic border, the midline
of the third metacarpal, midline of the first phalanx, and the radius-ulna junction—the
point at which the radius and ulna internal edges do or would converge if extrapolated.
This program used a similar interface to the first program, including the facility to zoom,
pan, and window the images.
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Figure D.2 The manual extraction program allowed manual marking of the radiation field, the
midline of the thirdmetacarpal, the midline of the first phalanx, and the radius-ulna junction. These




A development dataset was used to investigate image denoising and segmentation algo-
rithms. The dataset consisted of eight hand-wrist radiographs: four with non-overlapping
carpal bones, and fourwith overlapping carpal bones (Figure E.1). These eight radiographs
were chosen by a radiologist who had extensive experience using the Greulich and Pyle
bone age assessment method. The radiographs were chosen to be typical of bone devel-
opment across a range of maturity from young child to young adult, and avoiding any
cases with bone growth disorders. The chronological age range for the radiographs was
22 month female to 16 year male. All radiographs used Kodak Ektascan HR plates pro-
cessed in a Kodak CR 900 plate reader. They were were exported as DICOM images from
the Christchurch Hospital PACS system. (See Section 2.3.5 for details of ethics committee




















Figure E.1 The eight hand-wrist radiographs used as the development dataset for both denoising and carpal bone segmentation. The original
radiographs are shown with contours marked by a radiologist. The contours were colour-coded according to the confidence the radiologist had in the
bone edge - blue was high confidence; red was low confidence. (a)–(d) non-overlapping carpal bones; (e)–(h) overlapping carpal bones.
Appendix F
Glossary of terms
Affine transformation - an linear spatial transformation translation thatmaps straight lines
to straight lines by a combination of shearing, rotation, or scaling, followed by a shift
translation.
Calcification – the accumulation of calcium or calcium salts in tissue.
Cross-sectional data – data collected from observations or measurements of subjects at a
single point in time.
Deleted neighbourhood –A set of pixels about a central pixel that omits the central pixel
itself. For a central pixel intensity a and neighbourhood size set by δ the deleted
neighbourhood is the set {x : 0 < |x− a| < δ} − {a}
Diaphysis – the shaft of a long bone.
Differential diagnosis – amethod of distinguishing a disease from other diseases that have
similar symptoms.
Distal – more distant from a reference point or the midline of the body.
Epiphysis – a section of cartilage or bone that is separated from the main bone by a growth
plate.
Growth plate fusion – joining together of the epiphysis and metaphysis of a bone.
Linear filtering – the application of a linear operators to a signal. These filters can usually
be implemented using convolution operations.
Longitudinal data – data collected from a study involving repeated observations or mea-
surements of one or more variables collected over a period of time.
Metaphysis – the end of the main bone nearest the growth plate.
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Morphology – the study of shape, form, or structure.
Phalanges – the digits of the hand.
Physis – the growth area of a bone (growth plate).
Proximal – closest to a reference point or the midline of the body.
Radiographic mottle – The fluctuation in pixel intensities between regions of an x-ray im-
age due to system noise [Barn82].
Sesamoid – a small mass of bone that forms in a tendon.
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